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PREFACE. 

The raison d'etre of the following Chapters isthe direct result of the 
experience of the Author at the time of his first purchase of aPlanimeter. 

Having received the Instrument in response to an order and having 
read the "Directions for Use" furnished by the maker with the Plani- 
meter, he was compelled to write the firm who supplied the instrument 
asking them to kindly advise him as to the best treatise on the subject 
that could be procured which would give him the information necessary 
to make an intelligent use of the instrument. 

The reply made to this request was that, although their firm had 
acted as Agents for the sale of the Planimeter for twenty years, they knew 
nothing of either its capacity or method of use, and that although diligent 
inquiry had been made by them, they had been unable to find anything 
in the nature of a treatise on the subject and did not believe that anything 
of the kind existed — at least in this country. 

This lead at once to a study by the Author, flrst of the theory of the 
Planimeter, and then of the Engineering problems to the solution of which 
that theory could be applied, and the following Chapters are the result of 
that study. 

The result of the investigations thus made has been to make the 
author a very firm believer in the value of Mechanical Aids in Engineering 
Calculations, and to cause him to feel that it requires but a knowledge 
of the invaluable assistance these aids are capable of rendering in almost 
every form of Mathematical and Engineering Computation to give these 
instruments the prominence and importance to which their capacities so 
eminently entitle them. 

J. Y. Wheatley. 
Cold Spring, N. Y., 
January, 1903. 
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INTRODUCTORY. 

When we consider how few of the details of professional, commercial 
or domestic life there are which do not to a greater or less extent require 
the employment of some one or more of the operations of mathematical 
computation for their solution, the importance of any instrument which 
will lessen in any degree the mental and physical labor involved in such 
computation is at once apparent. 

In the case of the Engineer, the Scientist, Statistician and others of 
whose work mathematical calculations form by far the greatest part, the 
subject of mechanical aids in those labors assumes an importance which 
can not be over-estimated. 

That this fact is now and has been in the past recognized is shown by 
the fact that the design and application of instruments for this purpose 
has in some one of their forms engaged the attention and thought of 
many of the most eminent scientists and mathematicians from the time 
of Briggs and Gunther to the present, and the results of the labors of these 
men is seen in a class of instruments which are marvels of mechanical 
skill and mathematical accuracy, performing the operations for which 
they were intended in a manner which leaves little to be desired. 

While these instruments are in almost universal use abroad — France 
and Germany being notable examples — their introduction and use in this 
country has been inexplicably slow when their value and the short time 
necessary to acquire a working knowledge of them is considered. There 
is no possible explanation which can be given to account for the limited 
use of the instrument just referred to other than that it is due to a very 
limited or almost wholly lacking knowledge on the part of those most 
concerned both of the existence of these instruments themselves and of 
the invaluable aid they are capable of rendering in almost any and every 
form of mathematical computation. That this ignorance or lack of 
knowledge does exist and that it is almost unaccountably generalis too 
evident to require proof — the limited use of the instrument being, as has 
already been stated, conclusive evidence of its existence. 

There are several conditions which may be assigned as being the 
cause of this state of affairs. One cause, certainly a potent one. being the 
fact that in the countries named — more especially perhaps in Germany — 
the importance of these instruments is so fully recognized that a special 
course of lecture and instruction is often devoted to their theory and use, 
while in the crowded curriculum of our home technical institutions no 
attention whatever is given to them, a condition which is usually the case 
with any subject which has any chance whatever of being acquired in any 
other way. In a few — and that but very few— institutions in this country 
some instruction may be given in the subject, but in no case is it more 
than superficial, and always entirely inadequate when the great import- 
ance of the subject is considered. 

Another assignable reason lies in the fact that there seems to exist 
with a great many people a vague and wholly unreasoning distrust of 
either the accuracy or the practical value of any instrument designed to 
perform a mental operation. The idea seem\T\g lo\ife ^^^N^'KvxX.'OcvaX.'icoc^ 
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result obtained in any such manner should be regarded with suspicion : 
that even granting such results to be of sufficient accuracy to be of use, 
that the instrument capable of performing it must of necessity be ex- 
tremely complicated, requiring a large amount of time and study for its 
intelligent use, and that even when a working understanding of it had 
been acquired the saving of time and labor effected by its use would be 
much too small to warrant the time spent in its acquirement. 

To the above two causes assigned as responsible for the limited use 
of mechanical aids to mathematical calculation may be added a third 
which is the almost total lack of literature dealing with the subject under 
discussion : a literature, if so it may be called, utterly lacking in both 
extent and quality when compared with the importance of the subject with 
which it is concerned. The instruments being for the most part of foreign 
design and make, it follows that most of the literature concerning them 
is also in a foreign language, and while the results of studies and investi- 
gations of many foreign mathematicians have appeared in book or pam- 
phlet form their value to the student in another country must necessarily 
be limited by the linguistic attainment of the student who desires to avail 
himself of those results. 

There of course remains to us the ** Directions for Use" usually 
furnished by the maker, but unfortunately in the great majority of cases 
not only do these ** directions " utterly fail to direct but they fail entirely 
to do justice to the instrument described and often do not even hint at 
many of its most, valuable applications — thus doing an injustice both to 
instrument and owner. 

The remarks thus far made while applicable to almost every form of 
instrument of the class under discussion are particularly true as applied 
to the particular instrument we are about to discuss, and much that can 
be said of the Planimeter in this connection will apply equally to other 
instruments of which it is a type. 

Contrary to the usual belief and in common with other instruments 
of its class, a knowledge of the theory or principle of the Planimeter is 
not an essential either to an ability to use it or to obtain accuracy in 
results when applied to the solution of those problems to which it is par- 
ticularly adapted. An ability to use the Planimeter can easily be acquired 
in a very few moments, but at the same time the time and effort necessary 
to acquire the additional knowledge of the mathematical and mechanical 
operations involved in its theory and construction will be well repaid, not 
only in the increased appreciation of the instrument itself and greater 
confidence in the accuracy of results obtained by its use, but also in the 
ability to apply it to problems involving unusual conditions and to pass 
intelligent judgment on instruments of like nature and design. 

For this reason the demonstration of the theory of the Planimeter is 
given in as clear and concise a manner as possible and from it are deduced 
the formulae by which the data for the adjustment of the instrument to 
meet the varying conditions involved in its many applications is obtained. 
In all demonstrations the use of the higher mathematics has been pur- 
posely avoided and all mathematical operations are reduced to their 
simplest forms. 

The examples given as illustrating the application of the Planimeter 
to the solution of the various problems of engineering have been selected 
with a view to having each such example a type of a class of problems 
requiring similar operations for their treatment, and the explanations are 
made as general as possible to enable the intelligent use of the instrument 
in every other problem belonging to that particular class. 
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In the treatment of each example given, the adjustment and method 
of use of the Planimeter as applied to the special problem involved is 
concisely and logically given : the particular operation involved being 
deduced directly from the general theory of the Planimeter. The adjust- 
ment and use of the instrument in each example is clearly described and 
is followed by a discussion of the relative and actual degree of accuracy 
attainable in each case, together with notes on the method of operating 
and the securing of a maximum efficiency. 

The Tables have been made as complete as possible and the effort 
has been made to include in them the data for almost all of the more 
commonly occuring problems of engineering practice. A full description 
of the Tables with their arrangement and method of use is given under 
the head of Explanation of Tables and need not be repeated here. 

Both in the treatment of the theory and use of the Planimeter and in 
the Tables the effort has been made to make all that follows not alone a 
Treatise on the Planimeter but also an Office Book for constant use, 
enabling the data for the adjustment of the Instrument for any operation 
to be at once obtained without calculation, and the entire arrangement 
has been with that end in view. 

In conclusion it can be said not only of the Planimeter but equally of 
almost every instrument of the class to which it belongs, that a knowl- 
edge of its invaluable capabilities and of the enormous saving in time and 
labor effected by its use is the only requisite to make it the co-laborer of 
the Engineer in almost every detail of his professional life. 



EXPLANATION OP TABLES. 

As has already been stated, the Tables are intended to give at once by 
inspection and without further calculation the data necessary to adjust 
the Planimeter for use in the solution of most of the more frequently 
occurring problems arising in ttte Engineer's practice. The Tables have 
been calculated and checked by both Logarithmic and Slide Rule methods, 
and contain all the factors necessary for adjustment of the Planimeter 
for any operation. Columns of -factors by means of which the accuracy of 
the results obtained by the instrument can be readily checked have also 
been added to facilitate the work of the calculator, and to make the 
Tables as complete and useful as is possible. As the derivation and use 
of the factors contained in the Tables are fully explained in the following 
chapters it will be unnecessary to repeat it here, but a brief explanation 
of the general arrangement of the Tables will perhaps aid in facilitating 
their use and give a clearer idea of their arrangement. 

As in many cases the scale of a drawing is given in the form of a 
ratio instead of being expressed as a definite number of parts to an inch, 
Column 2 has been added, so that the equivalent ratio of any scale 
expressed in inches and fractions of an inch is at once seen. 

Columns 4, 7 and 8 in many of the Tables might perhaps have been 
omitted as not being strictly essential to the use of the Tables, but they 
serve a very useful purpose not only as a guide and aid to any desired 
extension of the Tables, but are also valuable both as a check on the 
accuracy of such additional calculations and on the position of the decimal 
point — a matter of the greatest importance where the numbers dealt with 
contain many figures. 

It will be seen that in all of the Tables blank columns have been added 
(as Cols. Nos. 15 and 16 of Table No. 1). The reason for this is that 
although two Planimeters may have been made by the same maker and 
intended by him to be exactly alike in every detail, the delicacy of the 
instrument is such that there always exists between them a slight varia- 
tion, due to process of manufacture and to the impossibility of two pieces 
of delicate mechanism being exactly alike in every respect. This varia- 
tion, which is a constant for any particular instrument, is shown by a 
slight difl^erence in the numerical value of the Setting and Constant 
between the values for these factors given in the Table for any given scale 
and the values given for these same factors on the card usually furnished 
by the maker with each instrument. To illustrate : take the values given 
for the Setting and the Constant in Table No. 1 for the scale 1:1000 which 
are 302.8 and 17420 respectively. Let us suppose that the values of the 
Setting and Constant for that same scale given on the card enclosed in 
the case of any particular Planimeter to be 303.8 and 17430 respectively. 
The difl'erences between these two sets of factors are 303.2 — 302.8 = 0.4 in 
the Setting and 17430 — 17420 = 10. for the Constants. These two values 
then, 0.4 and 10.0, represent the physical difference between the two 
instruments mentioned above, and if that instrument which has 302.8 for 
the value of the Setting and 17420 as the value of the Constant has been 
used in the preparation of the Tables, all that is necessary to be done to 
make the Tables applicable to the Planimeter having 303.2 for its Setting 
and 17430 for its Constant for the same scale will be to add .4 to the 
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number given in the Tables for the Setting for each scale, and 10 to the 
number given for each Constant, placing these new values in the Columns 
left blank for this purpose. By this simple operation, which will take but 
a, few moments to perform, we can make the entire set of Tables applica- 
ble to any particular Planimeter and the Tables will be in every respect 
the same as though that particular instrument had itself been solely used 
in their preparation. 

In some forms of Planimeters the zero graduation of the Tracer Arm, 
instead of being at the Tracer end of the arm is at or near its other 
extremity. In this case it is evident that the values of the Settings are 
reversed, the higher values indicating a shorter Tracei: Arm and the lower 
values a longer one. Formulae for finding the equivalent value of a 
Setting or Constant given for one form of graduation in terms of the other 
form are given later, but to facilitate the use of the Tables and increase 
their adaptability to every form of Planimeter, Columns Nos. 11 and 
12 have been added, and the values given in these added columns are 
the equivalent values of the Settings and Constants given in Columns 
Nos. 9 and 10. Columns 9 and 10 being for those Planimeters having the 
zero of their graduation at the Tracer end and Columns 11 and 12 the 
equivalent value for those instruments in which the Zero of the graduation 
is at the opposite end of the Tracer arm. 

As has already been stated, the Tables have been carefully computed 
and checked by both Logarithmic and Slide Rule methods, and are 
believed to be without error. Owing, however, to the large number of 
figures involved in the calculation of each factor, there may be a slight 
possibility of error, more especially in the position of the decimal point, 
but they are few if any, and easily discoverable by use. 

Since there can be any number of Settings for any given Scale with 
their corresponding Vernier Units, that Setting has been selected which 
can be used for a number of different scales, making the Vernier Unit the 
variable, as by this method the same Setting can be used for various 
scales, thus lessening the necessity for frequent adjustments. While 
perhaps in a few cases a different Setting than that given in the Tables 
might allow of a simpler Vernier Unit, that advantage is more than offset 
in the method adopted by considering the Setting constant for a certain 
set of scales, and allowing the Vernier Unit to vary. 

The value of the Actual Vernier Unit for any given scale is given in 
Column 5, and will be found very convenient when the actual area of 
any figure drawn to that scale is desired : the actual area being in each 
case equal to the product of the Reading for that figure and the Actual 
Vernier Unit. In this way the actual area is at once obtained without 
the necessity of resetting the Planimeter to the setting for the Scale 1" = 
1" and retracing the figure. The ease with which the actual area is thus 
obtained admits of a very easy check on the accuracy of the results 
obtained by the use of the Planimeter, since the check consists simply in 
multiplying the actual area thus found by the Unit of Area of the Scale 
to which the figure is drawn. 

Column 4 of Table VII and VIII gives the number of Cubic Yards 
represented by one actual Square Inch of cross-section area of any given 
prisraoid for the given Scale and length, while Columns 7 and 8 of the 
same Table give the number of Cubic Yards in a prismoid whose length 
is the same, and the sum of whose end areas plus four times their mean 
area is an actual area of 15.5 Square Inches, or the area of the Test Plate. 
This will be more clearly understood after reading the description of the 
use of the Planimeter in Earthwork calculations which is given later. 



16 

As all of the Tables with method of using them together with 
detailed descriptions of the derivation and use of the factors entering into 
them are fully explained in their proper place further description need 
not be given here. 

The diagram given on Plate II will be found very useful in many 
ways — and if accurately drawn and on a fairly large scale, with reference 
to the particular Planimeter with which it is to be used, will give the 
Reading for any given Setting or the Setting necessary to produce any 
desired Reading when tracing an actual area of 10,000 Square Millimetres 
with a degree of accuracy quite sufficient for any but the finest work. It 
can be prepared either by calculation, or the data for plotting the curve 
may be acquired by trial : the latter method being however preferable, as 
no instrument correction need then be applied to the factors obtained 
from it. In the diagram the curve BB is for the instrument we are using 
for illustration, while AA is the curve of Settings for an instrument hav- 
ing the Zero of the Tracer Arm graduation at the Tracer end of the Arm. 
Its method of construction and manner of use are evident, and will be 
referred to in a later Chapter. 

As has already been stated the intent in the following demonstrations, 
descriptions and tables has been 

1. To clearly explain the principle involved in the design, construction 

and operation of the Planimeter. 

2. To show how the Planimeter by means of these principles can be 

made an aid of almost any incalculable value to the Engineer in 
almost every detail of his professional practice, not only by 
lessening the mental and physical labor inseparably connected 
with such practice, but also furnishing by its use results of a 
degree of accuracy in many instances impossible by any other 
means. 
8. To facilitate the use of the Planimeter by tabulating the factors 
necessary for its adjustment for most of the more frequently 
occuring operations of Engineering practice, thus saving time 
and labor otherwise expended in this calculation. 

While the Tables will be found to be very complete, and to cover a 
wide range of operations, they are easily capable of expansion along any 
particular line, if so desired, and much of the data necessary for such 
desired expansion can be taken from the factors given in the Table 
devoted to that particular class of problem. 

Refore beginning the actual measurement with the Planimeter in any 
problem, it is well to check the accuracy both of the Instrument and its 
Setting, and this is very easily accomplished for every operation by the 
arrangement of the factors given in the Table, the operation being as 
follows : 

Having adjusted the Planimeter to the Setting given in the proper 
Table for the particular operation to be performed, the instrument is 
brought to a Zero reading and is then caused to trace the 15.5 Square 
Inch area of the Test Plate. At the end of this tracing, which should 
take but a moment to do, the Reading of the instrument is taken. If the 
Planimeter is in good adjustment and the tabulated value of the Setting 
is without error, this Reading should be exactly the same as that given in 
Column 8, under the heading " Reading" in the Table used. As the exact 
number of Vernier Units which the Planimeter should record when in 
accurate adjustment is given in this Column for every scale in all the 
Tables, the values of this method of checking is apparent. 



CHAPTER I. 
Flanimeters in General. 

Of the many instruments which have been devised at various time* 
to facilitate the long and tedious calculations which claim so large a share 
of the time and labor of the Engineer, the Polar Planimeter is easily the 
most valuable. 

Forming one of a class of similar instruments usually designated 
** Flanimeters," and standing midway between the simple Planimeter 
with its limited range and restricted field of operation and the complicated 
and costly Integraph and like instruments, the Polar Planimeter can 
advisedly be said to be adapted to the solution of almost every problena 
arising in the Engineer's practice. 

Flanimeters Defined. 

As ordinarily defined the Planimeter is an instrument by means of 
which the area of any plane figure coming within its range can be 
accurately measured without calculation and regardless of the shape or 
irregularity of its outline. 

Were the capacity of the instrument limited to the single operation 
of the accurate measurement of plane areas, as just stated, the Plani- 
meter would still be one of the most valuable, if not the most valuable 
of the Engineer's mechanical assistants, but when we consider that not 
only will the Polar Planimeter perform this operation with an accuracy 
and rapidity unequalled by any other known means, but that it has in 
addition a range of application so wide as to include almost evert form 
of operation incident to Engineering work, we are able to gain some 
adequate appreciation of the value and importance of the instrument. 

So much has already been said on this subject in the introductory 
chapter that it need not be further spoken of here, the following chapters 
describing these practical applications furnishing abundant proof that the 
statements there made by no means exaggerate either the capacity or 
ability of the instrument. 

History. 

To whom the credit belongs for the invention of the Planimeter 
seems to be a disputed question. 

While claims to that distinction have been made by and for several 
well-known and distinguished mathematicians who have devoted their 
time and attention to the subject, the best evidence goes to prove that the 
Planimeter, instead of being the product of the inventive skill of any one 
mind, is rather the combined results of the investigations of several, 
each working independently and often entirely unknown to the others — 
a fact which has characterized the production and perfection of many 
of the most important of modern inventions. 

The employment of a wheel of known circumference rolling along 
a curved or broken line to determine its length is very old — mention 
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being made as having been thus used by the earliest of Egyptian mathe- 
maticians — and the principle is still in use in the present so-called Opiso- 
meter and other instruments of similar nature. 

Its application as a factor in an instrument for the measurement of 
the areas of plane figures seems, according to Prof. Shaw, to have been 
first adopted by Hermann of Munich about the year 1814. 

The first completed Planimeter of which we have definite record ap- 
pears to have been invented by Oppikofer and to have been exhibited 
by him in Paris in 1836. 

A patent on a Planimeter was granted in 1849 to Wettli and Starke, 
who invented the instrument which still bears their names. 

Other investigators who have devoted time and labor to the design 
and perfection of the instrument are Profs. Miller and Lorber of Loeben, 
Lammle of Munich, and Bouniakovsky of St. Petersburg. 

Since then the subject has received the attention of a large number 
of scientists and mathematicians, among the most prominent of whom 
are Mr. Coradi of Zurich and Prof. Amsler Lafi'on of Schaffhausen, who 
have both added improvements and extended the field of usefulness of 
the instrument until the Polar Planimeter of to-day is a marvel of 
mechanical skill and mathematical accuracy, performing the operations 
for which it was designed in a manner which leaves little to be desired. 






CHAPTER II. 
The Polar Planimeter. 

As has already been stated, all forms of the simple Polar Planimeter 
of whatever make are essentially the same in principle and in the general 
relation and arrangement of parts. The various forms of the instrument 
differ from each other only in some one or more of the minor details of 
mechanical construction and in degree of refinement of finish. 

In the best and most accurate Planimeters every device known to me- 
chanical skill has been utilized to give to these instruments the delicacy 
of adjustment and operation so necessary to their accuracy and maximum 
efficiency while at the same time detracting nothing from their requisite 
strength and ability to withstand the wear and tear of intelligent continued 
service. 

Essential Parts of the Instrument. 

The Polar Planimeter, Fig. 1, Plate I, consists essentially of the 
arm F P, known as the Polar Arniy the Wheel W termed the Integrating 
Wheel, and the graduated arm B 8 known as the Tracer Arm, all of 
polished germ an silver. The lengths of these two arms as well as the dia- 
meter of the wheel are entirely arbitrary and differ slightly in Instruments 
of different makes. Nor is it essential that the dimensions of these parts 
should bear any definite relation to each other than that which experience 
has proved to be the most suitable for any sriven form of instrument. The 
usual length of both Polar and Tracer Arms is from six to eight inches 
with a diameter of Integrating Wheel of perhaps three-quarters of an 
inch, these dimensions having been found to be the most convenient. 

Polar and Tracer Arms. 

Both Polar and Tracer Arms are usually square in section and either 
made of rectangular tubing or have the under part of the Arm cut away 
in order to make them as light as possible consistent with the requisite 
strength and rigidity. One end of the Polar Arm P terminates in what 
is called the Pole of the instrument, and Polar Planimeters are usually 
divided into two classes, termed respectively Needle Pole Planimeters and 
Ball Pole Planimeters according to the form and arrangement of this end 
of the Polar Arm. Of the two forms of Pole the Ball Pole is the one 
adopted for the finer grades of Planimeters ; the Needle Pole being used 
generally in those instruments which do not have the graduated Tracer 
Arm and on which only simple ratios are indicated as will be explained 
later.' 

Pole and Its Forms. 

In the Ball Pole Planimeter, which is the one we are discussing, the 
end of the Polar Arm P carries a short rod of polished Steel permanently 
attached to the Arm. This short rod terminates in a ball which fits 
accurately into a conical receptacle in the top of the Pole Weight an d 
without shake or play, the ball and its receptacle forming a fiKed Q«i\sl<Kt 
around which the entire instrument can freely luvn. 
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The Pole Weight carrying this conical recepticle may be either round 
orsquare in shape and is usually made of some heavy metal such as lead 
or brass to prevent any accidental movement of the Pole while operating 
the Planimeter. 

In some forms of the instrument the Pole is held more securely in its 
receptacle by means of a small cylindrical weight which is slipped over 
the prolongation upwards of the short steel rod already mentioned. In 
the form under discussion the Polar Arm is extended beyond the Pole and 
•carries the Weight B at the further extremity of this extension as shown 
•on the drawing. This arrangement not only serves the desired end of 
faolding the Pole securely in its seat but has the further advantage of act- 
ing as a balance to the weight of the entire instrument and relieving the 
^iVheel of all unnecessary pressure on the paper. 

The other end of the Polar Arm is connected with the frame or Car- 
riage C of the Planimeter by a fine pivot-joint at F which allows of perfect 
freedom of movement of Tracer Arm and Carriage about F as a center. 

From this description it will be seen that the Tracer T revolves about 
the Carriage Pivot F as a center, while the Pivot F, and in fact, the in- 
strument itself revolves about the Pole P as a fixed center with the length 
P P of the Polar Arm as constant radius. 

Tracer Arm and Its Graduation. 

In all the better forms of Planimeters the Tracer Arm R S is graduated 
tor almost its entire length into some scale of equal parts and with all its 
principle divisions and sub-divisions plainly marked. The principal use 
of this graduation is to allow of the recording of any position or point pn 
the Tracer Arm and the certainty of any subsequent correct locating of 
that point when desired ; it also furnishes a means of obtaining the exact 
distance measured along the Arm between the Tracer and the point in 
•question. 

The Scale or form of Graduation of the Tracer Arm varies with the 
different forms and makes of Instrument. In some Planimeters the 
graduation is in inches and decimals of an inch ; in others the division is 
into half millimeters and fractions while in another form the Arm has 
been divided into fiftieths of an inch as being a sort of compromise be- 
tween the Metric and English systems. 

For reasons which will appear later a graduation into one-half milli- 
maeters as the principal divisions, with each such division subdivided into 
ten equal parts, making twentieths of a millimeter as the space between 
divisions lines, is perhaps preferable to any other form. 

The beginning or Zero of the graduation may be at either end of the 
Tracer Arm, but placing the Zero at the Tracer and having the numbers 
reading from left to right has many advantages not possessed by the other 
system of notation. 

Carriage, Carriage Vernier and Attachments. 

The frame or Carriage C of the instrument carries the Integrating 
Wheel W together with the recording mechanism and the necessary ad- 
justing screws. As already stated the Polar Arm is connected to the Car- 
riage by the pivot F, while the Tracer Arm passes through sleeves or 
bearings on the Carriage which allows the Arm to slide backward and 
forward or to be rigidly clamped to the Carriage at any desired point by 
means of the binding screw L. Attached to the Carriage is a Vernier V 
called the Carriage Vernier, so situated as to allow the graduation of the 
Tracer Arm to work along its edge, and by \\s \x^fe \}cv^ ^m^W&^t dWiaion of 
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the graduation is still further subdivided into ten smaller parts which in 
this case are one two-hundredths of a millimeter. By this arrangement 
the Zero of the Carriage Vernier can be brought very near to any desired 
point on the graduated Tracer Arm, the binding screw L tightened and 
the exact adjustment made by means of the slow motion screw M. 

The exact point on the Tracer Arm to which for any given operation 
the Zero of the Carrige Vernier is required to be brought or set is, as has 
already been mentioned, both definitely located and recorded by expressing 
its position in terms of the unit of the scale of equal parts engraved along 
the edge of the Arm, and the point thus located and recorded for any 
given operations is called the Setting for that operation. 



In the case of Planimeters the Zero of whose Tracer Arm graduation 
is at the Tracer, the Setting in any case is evidently equal to and expresses 
the distance between the Tracer and the Zero of the Carriage Vernier. 
As the Length of Tracer Arm, which is always the distance between the 
the Tracing Needle T and the Carriage Pivot F, is an important factor in 
all Planimeter calculations, this form of graduation has the important 
advantage of allowing this length to be at once obtained from the Setting 
by the simple operation of subtracting from the Setting the distance be- 
tween the Carriage Vernier Zero and the Carriage Pivot F, which is a 
constant for any given instrument. 

By placing the Zero of the Tracer Arm graduation at a distance from 
the Tracer T equal to the distance between the Zero of the Carriage 
Vernier and the Carriage Pivot F the Setting is evidently in every case 
also the expression of the lens:th of the Tracer Arm or the distance F T. 
Coradi has adopted this practice with his Compensating and other high 
^ade instruments with most advantageous results. 

Tracer Rests and Adjustments. 

At the other end of the Tracer Arm from the Carriage is fixed the 
Tracing Needle or Tracer as shown in Plan in Fig. 1, and in elevation in 
Fig. 3 of Plate I. 

This Needle or Tracer is of finely polished steeJ, brought to a very fine 
point at its lower end, and so arranged as to permit of very accurate and 
delicate adjustment sideways by means of the two screws H H shown on 
the drawing. 

Attached to the Needle is the Tracer Rent E. which is adjustable in 
height and which forms the point of support instead of the needle itself. 
By proper adjustment as to height it allows of the point of the Tracer 
being brought very near to the surface of the drawing paper, hovering 
over it but not touching it. The Rest also acts as a handle and guide by 
means of which the Tracer can be accurately guided along any desired 
path or along the outline of any figure, and greatly facilitates the accurate 
tracing of any bounding line. In the most improved forms of Planimeters 
the form of Rest is modified from that just described, and is shown in its 
improved form in Fig. 2 of Plate IX. One important improvement con- 
sists in enclosing the Tracing Needle in a spiral spring in such a manner 
that while during the ordinary operations of tracing the needle does not 
touch the paper, by pressing the top of the needle with the finger the 
needle is forced down so that its point enters the paper and makes a fine 
but very distinct hole which remains as a permanent mark at the starting 
point or at any other point it may be desirable to preserve. On rewvo^vc^^ 
the pressure of the finger the needle at once resumes \l's^.^\\3ks\.^^^<^>^^^»'Ci. 
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Integrating Wheel and Recording Mechanism. 

The Integrating Wheel W with its attachments and adjusting mec- 
hanism form by far the most important part of the Planimeter and on 
their condition and on the delicacy and accurapy of their adjustment de- 
pends to a very large extent the value of the Instrument. 

The Wheel itself is usually about three-quarters of an inch in diameter 
and is made of very highly polished metal, hard nickel being the material 
usually selected owing to its freedom from tendency to rust. The Wheel 
is mounted on a spindle or axis of hard steel having at each end very fine 
conical points which fit into conical receptacles in bearing bolts — which 
are set into the Carriage frame at both ends of the spindle. As the ac- 
curacy of the Planimeter demands that this axis of the Integrating Wheel 
shall be exactly parallel both to the surface on which the wheel moves 
and to the Tracer Arm of the instrument, these bolts which form the bear- 
ings of the axis are capable of very accurate adjustment both horizontally 
and vertically by means of very fine adjusting screws in the Carriage or 
frame which act on the bolts and bring them to the desired position. 

It is also a strict essential that the axis shall be so adjusted in its hang- 
ings that friction shall be reduced to a minimum and that the wheel shall 
revolve with the greatest possible freedom but witliout perceptible play 
or shake in its bearings. 

To the wheel and its axis is attached the recording mechanism of the 
instrument by means of which the total number of revolutions and frac- 
tions of a revolution made by the Integrating wheel during any given 
operation may be accurately measured and recorded. 

Attached to the Wheel and of slightly less diameter than the rim of 
the Wheel is a drum, usually of white celluloid. The circumference of 
this drum is accurately divided into ten equal parts and the lines marking 
such parts are properly numbered consecutively from to 9. These ten 
equal parts are subdivided each into ten other equal parts marked by- 
smaller marks, thus dividing the circumference of the Wheel into one 
hundred equal parts. Each one of these one hundred divisions is marked 
by a black line cut on the white drum. 

Attached to the Carriage in such a manner that the edge lies along 
the graduated edge of the drum is a white celluloid plate having a vernier 
cut along its edge. By means of this vernier the space between two con- 
secutive lines on the drum is divided into ten other equal parts. This 
arrangement of the graduated drum and its vernier divides the circumfer- 
ence of the drum into one thousand equal parts and since one complete 
revolution of the Integrating Wheel causes the drum to move over one 
thousand of the equal parts into which its edge is divided, it follows that 
the drum and its vernier will give at once the fractional part of any 
revolution made by the wheel in terms of these parts. 

At 17 on the axis of the wheel is cut a worm screw which engages with 
a pinion which forms the axis of the small graduated white celluloid wheel 
O. This worm is so arranged that one complete revolution of the Inte- 
grating Wheel and its axis will cause the wheel to make one-tenth of a 
revolution about its center, and since the circumference of the wheel O is 
divided into ten equal parts it is evident that the wheel O will record the 
number of whole revolution of the wheel W made during any operation. 

It is then evident that the wheel O together with the graduated drum 
and its vernier will give at once and accurately the whole numb'er of com- 
plete revolution and the tenths, hundredths and thousandths of a revolu- 
tion wade by the Integrating Wl\eel W dvivvng any operation of the 
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Planimeter. It further follows that if we know the circunafereace of the 
Wheel W, the number of revolution and fractions of a revolution thus re- 
corded will ^ive us accurately the length of any path rolled over by the 
wheel during the operation which caused those revolutions. 

Vernier Units, Relative and Actual Vernier Units. 

The one one-thousandth of the Revolution of the Integrating wheel W 
for any operation is called the Wheel Unit ov Wheel Vernier Unit and the 
number of such units recorded by the recording wheels during any given 
operation is called the Reading for that operation and will always be desig- 
nated by the letter r. 

In all operations of the Planimeter in the solution of any problem a 
definite numerical value is assigned to the Vernier Unit. The value thus 
assigned is called the value of the Relative Vernier Unit or the Relative 
Vernier Unit and is dependent in any given operation on the conditions 
of the particular problem of which that operation is a part. These as- 
signed values for various conditions are given in the Tables and their sig- 
nificance and use will be clearly understood later in the discussion. 

Adjustment and Care of the Instrument. 

The adjustments of the Polar Planimeter are few and simple but the 
accuracy of both instrument and its operation depends upon the perfection 
of those adjustments and upon the delicacy and care with which they are 
effected. 

That condition on which more than any other the accuracy of the Polar 
Planimeter depends is that the axis of the Integrating Wheel W shall be 
exactly parallel to the Tracer Arm R S. The importance of this paral- 
lelism is readily shown not only by actual trial but also by reference to the 
formulae deduced in the mathematical demonstration of the theory of the 
Planimeter given in a succeeding chapter and from which the effect in 
kind and extent of any deviation from parallelism is at once determined. 

Co-important with this condition is the further one that the axis shall 
turn in its bearings with the most perfect freedom and delicacy possible 
and with a minimum amount of fricture but without play or shake of any 
kind. 

The adjustments of the axis to cause it to conform to these two given 
conditions are easily effected by means of correction and binding screws 
in the Carriage C at both ends of the axis which give movement in any 
desired direction to the hardened bolts which form the bearings of the 
conical ends of the axis. 

An attempt to mimimize the errors in the operation of the Polar Plan- 
imeter due to the two causes just mentioned has resulted in the form of in- 
strument called the Compensating Planimeter by its inventor, Mr. Coradi, 
by which the errora while present in the result of a single operation, are 
practically eliminated or compenaated by taking the mean of the results 
of two operations in which the effects due to nonparallelism are in one 
operation taken positively and in the second operation negatively. This 
instrument being the highest form of the class of Planimeter under dis- 
cussion will on account of its importance in this connection be taken up 
and described in detail later. 

After a long period of use or as the result of accident the axis of the 
wheel may appear sluggish and to have lost the delicate sensitiveness 
and freedom of movement so essential to the highest e^cv^viLQ-^ cA. N\\& 
Planimeter. Should this be due to a dulling ov \tv^v\t^ \,o VVv^ Q,o\5AC"aX 'kc^^^ 
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of the axis the only remedy is to place the iQstrument in the hands of a 
competent instrument maker who can easily restore it to its original con- 
dition. In most cases, however, this dullness or sluggishness is due to the 
oil which has been applied to the bearings of the axis becoming congealed 
or hardened, in which case the defect is easily remedied by loosening the 
set screws which control the bearing bolts and introducing with a fine 
aluminum point a drop of benzine into each bearing and then revolving 
the axis quickly in both directions. This will dissolve or soften the con- 
gealed oil which can then be removed by a very soft cloth. After 
thoroughly cleaning the bearings a drop of the finest watch oil should be 
introduced to each bearing by the metal point and the axis then readjusted. 

In using the Planimeter great care should be taken to avoid any in- 
jury to or bending of either Tracer Arm or Needle, as the effect of such 
bending would be to seriously impair the accuracy of the instrument and 
its results. The rim of the Integrating Wheel should be carefully guarded 
against injury of any kind, as the slightest dirt or even speck of rust on 
the rim would effectually interfere with the accuracy of its operation. 
For this reason the Wheel should never be turned or even touched by the 
finger, and after use the instrument should be carefully wiped with a very 
soft chamois skin and the rim of the Wheel allowed to run several times 
over the chamois laid flat on the table or drawing board. 

While every device to increase the sensitiveness, and hence the effi- 
ciency of the Planimeter, has been utilized, at the same time due care has 
been taken that the strength and rigidity of the instrument has not been 
impaired, and that with proper care it shall be capable of long continued 
and effective service and with small liability to injury if used with the 
precautions mentioned. 

Test Plate and Its Uses. 

Enclosed in the case with each Plaimeter will be found what is known 
as a Test Plate. This Test Plate may have the form of a circular metal 
disk having a groove cut along its edge as shown in Fig. 2 of Plate I, or it 
may consist of a metal strip of the form shown in Fig. 3 of Plate IX. The 
intent or purpose of the Test Plate is to furnish an accurately known con- 
stant area by means of which the accuracy of the Planimeter and its 
adjustments can be tested. In the case of the circular grooved disk the 
area of the circle of which the groove is the circumference is accurately 
known, and by placing the point of the Tracing Needle in the groove, this 
known area is accurately traced by moving the Tracer along the groove 
until it has made a complete circuit and returned to the starting point. 
The other form of Test Plate consists, as has been said, of a short metal 
strip or plate. At one end of the plate, and held in position by means of 
the large screw head shown, is a very fine needle point which projects a 
short distance from the face of the plate. Along the center of the plate, 
and at different distances from the needle point, are very minute conical 
receptacles into which the point of the Tracer fits without play. These 
points are so spaced that when the needle point at the end of the strip is 
firmly pushed into the paper the distance from the needle point to any 
given receptacle is the radius of a circle, the area of which is a known 
quantity ; the circle itself having for its circumference the path of that 
particular receptacle when the strip is revolved about the projecting 
needle point as a center. 

The method of using the Plate is very simple and is as follows : Hav 
jn^ pressed the needle point of the Test Plate firmly into the paper, the 
Tracer of the Pianimeter is placed in the receplacVft ^^l^d^^, ^tvd either a 
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mark made on the paper opposite a line cut in the outer end of the Plate 
or a pin is pushed into the paper to mark the point of beginning. The 
Test Plate is then caused to revolve about the needle point at its end by 
pushing the other end of the plate with the finger until the mark at the 
end of the plate having made a complete revolution about the needle 
point has returned to the marked starting point. It is evident that by 
this operation the receptacle and the Tracer have traced the circumfer- 
ence of a circle the area of which is accurately known and the Test 
Plate has fulfilled the purpose desired. 

The number usually found engraved at each receptacle on the Plate 
is in most forms of plate the actual area of the circle whose circumference 
is the path travelled by that point during the revolution of the plate ; 
this area is usually expressed in terms of the Unit of graduation of the 
Tracer Arm which in most cases is square millimetres. 

When using this form of Test Plate in the manner described the plate 
is often moved through its revolution by taking hold of the Tracer with 
the fingers. This practice is objectionable for several reasons as not 
being conducive to the greatest possible accuracy during the operation, 
and a much better plan is to keep the Tracer firmly in the receptacle 
during the movement by placing small weights on the Tracer Arm and 
then to cause the revolution by moving the Test Plate with the fingers — 
not toucning the Tracer at all with the fingers during the entire operation. 

Of the two forms of Test Plate just described the second or strip form 
is preferable to the grooved disk for a number of reasons and is the form 
usually supplied with the best grade of Planimeters. 

It often happens that the area to be measured may be on an old map 
drawn on wrinkled or torn paper and otherwise not conducive to accurate 
working of the PJanimeter. In this or any similar case the path taken by 
the Wheel while the Tracer traces the outline of the given area can be 
easily determined by trial and a sheet of paper having a proper surface 
can be laid down in such a manner that the entire travel of the Integrat- 
ing Wheel shall be on this paper and not on the objectionable surface. 

Influence of Surface on Wheel Movement. 

As the revolution of the Integrating Wheel and hence the entire work- 
ing of the Polar Planimeter is due to the frictional contact between the 
rim of the Wheel and the surface of the paper or other material upon 
which the Wheel moves, it is evident that the nature of this surface must 
be a matter of the greatest importance in every case where a high degree 
of accuracy is desired. One great advantage possessed by the Rolling 
Spherical Planimeter and the Precision Disk Planimeter and other of the 
higher form lies in their complete independence of the nature of the sur- 
face upon which they are operated. In the case of the Rolling Spherical 
Planimeter the movement is produced by very heavy toothed wheels which 
roll over the surface and on whose motion inequalities and irregularities 
which would be fatal to the accuracy of the Polar Planimeter have little 
or no appreciable effect, while in the Precision Disk form the Integrating 
Wheel rolls over and receives its motion from a polished metal disk of 
uniform surface and free from any injurious influence. 

In the case of the Polar Planimeter uniformity of surface is a very 
strict essential to accuracy since the movement of the wheel which is 
partly slipping, partly rolling over the surface should have identically the 
same conditions of surface at every point in its patb. \xv o^^^^ \»\\^\» \X\^\\v- 
fluence due to the surface may be of the same WM ;sji^feTw\.ew^ \>KtQ>\y^«>oX 
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its entire operation. In fact uniformity of surface is of more importance 
than the nature of the surface itself, since very accurate results are ob- 
tainable with any of the papers or materials ordinarily used for drawing" 
and map making purposes. Those drawing papers having a medium 
smooth surface finish give perhaps the best results and the paper need 
not be glued or stretched on the board provided it lies smoothly and with- 
out wrinkles. 

Care should be taken that the drawing board or table on which the 
paper lies should be perfectly level, true and free from any irregularities. 

Most Favorable Position. 

The best position of the Polar Planimeter with relation to the outline 
of the figure to be traced is shown in Fig. 3, of Plate V. In general the 
** favorable" position of tlie Instrument with relation to any figure may 
be determined by the following general rule : Place the Tracer at the 
center of the figure to he measured and place the pole P in such a 
position that a line drawn from the Pole P to the rim of the Wheel W will 
he at right angles to the Tracer Arm. This position is indicated by Fig. 3 
of Plate V, as mentioned above. 

Point of Beginning. 

The starting point of the Tracing should be at or near the point as 
shown on the diagram. This point is the intersection of the *' Constant 
Circle" or ''Base" with the outline of the figure to be traced and is 
selected as the most favorable position for both beginning and ending the 
operation of tracing owing to the fact that it is at this point of the outline 
there is the least amount of movement of the wheel for any given 
movement of the Tracer, and hence at this point that any accidental error 
or deviation of the Tracer will have its minimum effect on the movement 
of the Wheel. 

A further consideration in selecting the best position of the Plani- 
meter with respect to any area to be traced is that the Instrument should 
be so placed that in tracing its outline no important side of the outline 
shall be parallel to or near the** Base." The reason for this is evident 
from the conditions named above as governing the choice of a starting 
point for the tracing. 

As has already been stated the description of the Polar Planimeter 
just given will apply in all essential particulars to all forms of the Polar 
type of Planimeter, as the theory and operation are identical in all. 

In the higher types of the instrument such as the ftolling Spherical, 
the Precision Disk Planimeter, the Spherical Polar, the Integraphs and 
others of like character — some of the more important of which are de- 
scribed later in our discussion — other principles are involved in construc- 
tion and theory which admit of the performing of a class of mathematical 
operation impossible to the simple Polar form. But in operation possible 
to both Precision and Polar types the more complicated nature of the 
construction and theory of the so-called Precision instruments and the 
additional precautions taken in their design and operation to avoid every 
possible source of error must necessarily permit of the obtaining of results 
by their use of a relatively higher degree of accuracy than is obtainable 
by the simpler form. While this may be of advantage in the case of a 
small class of problems necessitating an unusual degree of accuracy in 
the instrument, in the great majority of cases if the adjustments as de- 
scribed above are carefully made and t\ie coiid\Uo\i^ lox ^vicvvc^o;^ ^-i ^vven 
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are closely observed, the Polar Planimeter will give results of such a 
degree of accuracy as to be far within the error allowable in any given 
problem and far higher than would be possible by any other known 
means. 

In some forms the Polar Planimeter either by change in some minor 
details of mechanical construction or by a special attachment the instru- 
ment is made especially adaptable to some one particular operation which 
by this means it is enabled to perform with greater facility without lessen- 
ing its value for other operations. These special forms will be described 
in their proper place when describing the use of the Planimeter in its 
practical application involving the operation in question, as will also 
further notes on the adjustments, methods of operating and conditions 
requisite for maximum efficiency in the use of the instrument. 



CHAPTER III. 
Theory of the Polar Planimeter. 

The mechanical construction of the Polar Planimeter and its various 
essential parts having been described in detail in the preceding chapter, 
the general theory of the instrument will now betaken up and the mathe- 
matical relation of the different parts to each other and to the operation 
of the Planimeter will be described in as simple and clear a manner as 
possible. 

This demonstration together with the description of the instrument 
just referred to should show not only how the instrument described 
mechanically performs the operations demanded by the theoretical con- 
siderations involved in its principle and operation, but also the relation 
each essential part of the instrument bears to each other part and to the 
Planimeter as a whole, the relative importance of each such part, and the 
nature and extent which mechanical defect or non-adjustment of any part 
of the instrument would have on the theoretical degree of attainable 
accuracy of operation and result. 

Before taking up the strictly theoretical consideration of the Polar 
Planimeter however it may prove of service in making the following 
explanations and demonstrations clearer to devote a few lines to the sub- 
ject of the theory of Planimeters in general. 

Theory of Planimeters in General. 

While a full discussion of the general theory of Planimeters and of 
the special theoretical considerations involved in the various particular 
forms of the instrument would be of much interest and especially so to the 
mathematician and mechanical expert, lack of space will necessitate 
the limiting of such detail discussion to the particular type we have 
selected for description and illustration in the following chapters, confin- 
ing reference to other forms to description only. 

The general theoretical principles involved in the design and opera- 
tion of the Planimeter class of instruments while differing widely in some 
forms of the instrument— notably in the higher types — are essentialy the 
same in most of the simpler forms and in the particular Polar form to 
which the Planimeter we are discussing belongs. 

For this reason, while particular instruments may vary in some one 
or more points of mechanical detail or arrangement of parts, the follow- 
ing demonstration and statement of the theory of the Polar Planimeter 
will be found to apply to almost every form of the Polar type of the 
instrument. 

Various attempts to classify the different forms of Planimeters, ac- 
cording to their mechanical action or some other standard of comparison, 
have been made, but have all proved unsatisfactory, owing to the fact 
that in many instances a given instrument while placed in one class on 
account of its possessing certain characteristics common to that class, 
may with equal reason be included in some other class, one or more of 
whose characteristics it may also possess. 

28 
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For this reason, the only actual aad logical basis of classification or 
comparison is really one of relative degree of accuracy attainable by any 
given instrument and the range of operation of which the particular 
instrument may be capable. 

It has been already stated in the introductory chapter that a knowl- 
edge of the theory of the design or operation of the Planimeter is not an 
essential either to an ability to use it or to apply it in the solution of the 
raany practical problems for which its peculiar properties so eminently 
fit it. 

It will readily be seen from the following discussion that what we 
shall term the " General Principle "of the Polar Planimeter is very sim- 
ple, and can be stated in a very few words, while at the same time clearly 
expressing the fundamental theoretical considerations involved not only 
in the design and operation of the instrument, but also in all of its appli- 
cation to special conditions. 

In fact, the first requisite for the intelligent successful use of the Plan- 
imeter and an ability to apply its principles to every form of practical 
application of which the instrument is capable, lies in a clear understand- 
ing of this ** General Principle ^^ rather than in a knowledge of how to 
mathematically demonstrate the truth of that Principle. 

For this reason, while the mathematical proof of the truth of the 
**General Principle of the Planimeter " will be given as being necessary and 
proper to a clear and full theoretical treatment of the instrument, further 
mathematical discussion will be limited to showing how this General 
Principle can be utilized and adapted to various conditions so as to make 
the Planimeter the efficient mechanical aid to the Engineer which it is so 
capable of being. 

The theory of the Polar Planimeter has been demonstrated in a 
variety of ways by writers on the subject and by others who have made a 
study of the instrument. 

In some of these demonstrations use has been made of the Calcubus 
and other methods of the higher mathematics, while in others the desired 
results have been reached without going beyond the more simple of math- 
ematical operations. While perhaps the use of the Calcubus would shorten 
the demonstrations, and in some cases render the mathematical treatment 
clearer, it is best for our purpose that the discussion be confined to the 
more ordinary processes of mathematical computation. 

Symbols and Notation. 

In order to make all demonstrations and discussions clearer and the 
mathematical treatment of the theory and applications of the Instrument 
connected and uniform throughout, certain letters and symbols will be 
assigned to represent the different parts or dimensions of the Planimeter, 
as well as the factors, constants and other values entering into either the 
descriptions of the instrument and its operations and applications or the 
mathematical discussion connected with such descriptions, so that when 
any such letter or symbol is employed or occurs in any portion of the sub- 
sequent treatise it will be at once understood as representing the quantity 
or value thus assigned it. 

In the following demonstration of the general theory of the Polar 
Planimeter and the relation existing between its various parts, and in fact 
throughout all the subsequent discussion of the instrument and its prac- 
tical applications, the different parts and dimensions of the Planimeter 
will then be denoted by the following letters, which are also used in all 
the diagrams and drawings used to illustrate the dft^cYV5\\Ci\is»— NX. \i^\».^ 
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remembered that all dimeasioDs are given in millimetres and that the 
unit of graduation of the tracer arm is one-half millimetre. 

Referring then to Fig. 4, Plate XII, which represents the principal 
parts of the Polar Planimeter, these parts and their dimensions will be 
designated as follows : 

p = PF = Length of Polar Arm. 

f = FW = Distance between Wheel and Carriage Pivot. 

L = OT = Total length of Tracer Arm. 

b = VW = Distance between Carriage Vernier Zero and Wheel. 

s = OV = Setiing. 

t = FT = OT — (OV + VF) = Length of Tracer Arm. 

r = Reading of Wheel = No. of Vernier Units recorded for tracing any 
area A with any giv^n value of s or t. 

c = Circumference of Wheel W. 

X = Value of Relative Vernier Unit for any given operation. 

y = Value of Corresponding Actual Vernier Unit. 

R = Radius of Constant Circle. 

A = Area traced with length of Tracer Arm t and whicJi gives read- 
ing r for that tracing. 

C = Constant for inside position of Pole. 

Instrument Constants. 

It will be readily seen from the description of the instrument given in 
Chapter II, and from the diagram, that certain of the quantities or 
dimensions thus designated are constant for any given instruments, 
while others vary and may be given any desired value. 

Those dimensions which have a constant value for any given instru- 
ment are termed the ** Constants" for that instrument or ** Instrument 
Constants," and should be determined with great accuracy. 

The "Instrument Constants" for the particular Planimeter we are 
using have been determined and are as follows : 

p = 154.0 L = 208.0 

f = 23.0 C = 61.24 

b = 7.0 

all values being expressed in millimetres. 

Of these values p, f, b and L are found by direct measurement of the 
parts themselves, while the value of c or the circumference of the Wheel 
W, which is evidently also a Constant for any given instrument, is found 
by calculation in the following manner : 

Having very accurately drawn any plane figure having a known area, 
such for example as a square or circle having a known area of say 10,000 
Sq. Millimetres, we carefully trace that area with any Setting whatever 
and take the Reading of the Wheel due to tracing that area; this Reading 
is the value r. 

Let us suppose for example that having traced the known area of 
10,000 Sq. Millimetres with a settjing of say 29.4 the resulting Reading of 
the Wheel is say 1,000. 

Since the graduation of the Tracer Arm is in one-half millimetres the 
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distance OV represented by the Setting will evidently be --l_=14.7 

2 
millimetres and from Fig, 4, Plate XII. 

t = FT=:OT-OF = L— (^-|-+b + f) (1) 



But by measurement we have for this particular instrument b = 7.0, 
f = 23.0 and L = 208.0 
Uenee 

t = 208.0 — (14.7 + 7.0 + 23.0) = 208.0 — 44.7 = 163.3 m/ms. 
It will be demonstrated later that 

A 

c = 

rx t 
Hence substituting our known values of A, r and t we have as the 
desired circumference of wheel 
10000 

c = = 61.24 millimetres 

1000 X 163.3 

In the case of the Coradi Compensating Planimeter and one or two 
other forms of the instrument the Zero of the Tracer Arm graduation is 
at the Tracer end of the arm and in such a position that the length of 
Tracer Arm for any operation or the value of t is always the same as the 
Setting divided by 2 which much simplifies this and other calculations. 

As a full description of the Polar Planimeter and all its constituent 
parts has been given in detail in Chapter II no further description of any 
such part when referred to in the following demonstrations will be nec- 
essary ; and when any letters or symbols referring to the instrument, its 
details or factors are used it will be considered that the list of such letters 
and symbols just given will have been sufficient to admit of the quantity 
thus referred to being at once recognized. 

General Principle of the Polar Planimeter. 

What we have referred to as the ** General Principle of the Polar 
Planimeter*^ may be stated as being that ** The area traced by the 
Tracer during any operation is equal to the length of the Tracer Arm 
multiplied by the distance recorded by the Wheel for that tracing." 

General Equation of the Polar Planimeter. 

The mathematical statement of this General Principle is what we 
shall term the ** General Equation of the Polar Planimeter " and is 

A = c X r X t (1) 

in which 

A = Area of figures traced 

c = Circumference of Integrating Wheel 

r = Revolutions of the Wheel for that tracing 

t = Length of Tracer Arm of the Planimeter which is always taken 
as being the distance between the Carriage Pivot F and the 
Tracer T. 

The demonstration of the truth of this General Principle will now be 
given as concisely as is consistent with a clear understanding of the sub- 
ject, after which the application of the principle as expressed mathematic- 
aliy in the General Equation of the Polar Planimeter will be fully dis- 
cussed, the relation of the various essential parts of the instrument to 
each other and to the operation of the Planimeter described, and the de- 
rivation and significance of the factors with the methods for obtaining 
and applying their values fully described. 
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Analysis of Movements of Integrating Wheel. 

As the first step in the analysis of the theory governing the construc- 
tion and operation of the Polar Planimeter it will be necessary to determine 
the effect on the wheel W of any motion of the Tracer T. 

It is readily seen from the construction of the instrument that any 
motion of T must be either a motion of revolution of T about F as a center 
with a corresponding variable value of or, a motion of T about P as a 
center with a fixed value of a, or a combination of the two motions. 

Thus, in Fig. 1 of Plate XII, in tracing the area of the figure shown, 
the motion of the Tracer while tracing the element of its path T'T may be 
considered as being composed of two component motions, T'S and ST. 
Of these components T'S is described by a motion of T about P as a center 
with a constant value of or, while ST is formed by a motion of T directly 
toward the Pole P with a corresponding variable value of oc. 

It is evident that each of these component motions will have an effect 
on the Wheel W, the kind and extent of the motion being dependent on 
the direction and length of the element T'T and hence on the value of the 
angle a. 

In tracing any figure such as ABT'T it is seen that when the periphery 
of the entire figure has been passed over by the Tracer, the Tracer having 
returned to the point of beginning, that during the tracing the Tracer has 
moved just as much towards P as it has moved away from it and hence 
any revolutions of the Wheel due to movement toward P are neutralized 
by the same number of revolutions in an opposite direction due to move- 
ment away from P for that tracing : 

This shows that the number of revolutions recorded by the Wheel 
during any given tracing of a closed figure are due entirely to the motion 
of T about P as a center. 

In considering the path of the Wheel W due to motion imparted to 
the Wheel by motion of the Tracer T, it is seen that when the direction of 
the path in any given case is at right angles to the axis of the Wheel, the 
Wheel will move along that path by rolling : When the direction of the 
path of the Wheel is in the direction of the a^xis of the Wheel, the Wheel 
moves along the path by slipping and when the direction of the WheeVs 
path is between these two directions the Wheel moves along the path 
partly rolling, partly slipping, the amount of roll or slip in any given 
case being dependent entirely on the angle which the given path makes 
with the axis of the Wheel, 

Denoting the angle made by any element of the Wheel's path with its 
axis by a and the length of the element by I we have for that element. 

Distance Rolled = ^X Sin a (1) 

Distance Slipped = I X Cos oc (2) 

When a = 0®. 

Distance Rolled = ^ x = 0. 
and 

Distance Slipped = I x t = L 
When Of = 90 degrees, 

Distance Rolled = / x 1 = /. 
and 

Distance Slipped = / x o = o. 

Revolutions of the Wheel and their Significance. 

The component Rolling and Slipping Motions of Wheel due to move- 
ment of the Wheel along any element of its path being understood, the re- 
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iation of these component motions to the operation of the instrument in 
tracing any given figure whose area is desired should now be considered. 
In Fig. 2 of Plate XII let T'T be the component represented by TS of 
Fig. 1 of the motion of T while tracing an element of the periphery of a 
figure whose area is to be measured. Let be the very small angle at 
the center subtended by T'T, O'O the arc of the Zero Circle, WW the 
path of the Wheel during the movement T'T, and PE a perpendicular let 
fall on T'F produced. 

The dotted lines P W and PW' drawn from the Pole to the initial and 
final positions of the wheel for the given movement of T subtend an angle 
at P equal to the angle 0. 

The path W'W of the wheel is resolved into the two components W'S 
and SW ; SW representing the distance rolled by the wheel and W'S the 
•distance slipped by the wheel during its movement from W to W along 
its path. 

Let U be the arc subtending the angle at a distance of Unity from P. 
Since W'W = Arc X Radius 
^ve have 

WW = U X WP (1) 

It has already been shown that the distance rolled by the Wheel for 
^ny element of its path is equal to the length of that element multiplied 
hy the sine of the angle which that element makes with the axis of the 
Wheel : or from Eq. 1 of Pg 

Distance rolled = Z X Sin ^ (2) 

!Hence 

Distance rolled = SW = U X WP X Cos. W'WS....(3) 
Since is very small the angle WW'S can be considered as being 
^qual to the angle PWE. 
But 

WE = WP X Cos PWE 

= WP X Cos WWS (4) 

Gence substituting in Eq. 3 

Distance Rolled = WS =^U X WE (5) 

But 

WE = p X CosEF'P'— f = p Cos a — f (6) 

Hence 

Distance RoUed = SW ;;= U X (p Cos a — f) (7) 

which is the distance rojled by the Wheel, while the Tracer is moved from 
T' to T along the periphery of the Fig. A3TT in Fig. 1. 

The Zero Circle. 

From the discussion just given of the Rolling and Slipping components 
•of the travel of the wheel W, it is seen that there will evidently be some 
path or line along which the Wheel can be moved without producing any 
resulting rolling of the Wheel — the movement of the Wheel along this 
path being one of slipping only. 

If we so adjust the positions of the two arms of the Planimeter that a 
line drawn from the Pole P to the Wheel W shall be at right angles to the 
Tracer Arm, and with the arms fixed in this position we cause the entire 
instrument to revolve about P as a center, it is seen that the Wheel W, 
the Joint F, and the Tracer T, will each describe arcs of concentric circles 
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having P as a com mo a center. It is also readily seen that since the axis 
of the Wheel is at every point of the circle thus traced by the point of 
tangency of the Wheel at right angles to the element of the circle at that 
point, there cannot be any rolling of the Wheel whatever so long as the 
arms retain this position with respect to each other. Of the three circles- 
thus formed the circle described by the point of tangency of the Wheel is- 
called the " Line of Slipping," — that described by the Pivot Joint F is called 
the ** Directrix," while the circle traced by the Tracer during this revolu- 
tion is called the *' Zero Circle,'" 9A shown in Fig. 2 of Plate IIT. 

The "Zero Circle" can then be defined as being a line along which 
the Tracer can be moved without producing any rolling of the Wheel 
whatever. 

Fig. 1 of Plate III shows a plan of the Planimeter when the Arms are 
in position to cause the Tracer to describe the Zero Circle, while Fig. 2 of 
the same Plate shows a lettered skeleton diagi'am of the instrument whea 
in this position. 

It is evident that a is always constant when the tracer is following an 
arc of the Zero Circle. 

Referring to Fig. 2, just mentioned, it is readily shown that the Radius, 
of the Zero Circle is 



R = >v/ p* + 2 ft + t« 
while 

a = Cos" ^ L 
P 

On examining the graduation of the wheel it will be seen that whea 
the wheel revolves in the direction of a right-handed screw the revolution? 
will be positive, while revolution in an opposite direction would be back- 
ward or negative. 

When the Tracer moves about P as a center in the direction of the 
hands of a watch the direction of the tracing is positive, while motion ia 
on opposite direction is negative. 

Outside the Zero Circle, tracing in a positive direction gives a posi- 
tive rolling of the Wheel while tracing in a negative direction gives a. 
negative rolling. 

Inside the Zero Circle, tracing in a positive direction gives a negative 
rolling of the Wheel, while tracing in a negative direction gives a positive 
rolling. 

Relation of Roll of Wheel to Area Traced. 

In Fig. 3 of Plate XII, let ABC be any given figure of whose area pcj 
is an element. Let P, W and T be the Pole, Wheel and Tracer respect- 
ively of the Planimeter, and let the Tracer move across the width of the 
element at p, the width of the element being very small. 

Let oo be an arc of the Zero Circle, the upper width of the element 
being coincident with it at the point q. Let U be the small angle at the 
Pole subtended by the width of the Element pq, while the parts of the 
Planimeter are designated by the letter assigned them. 

Then 

Area pq = ^ U (p» + t« + 2 pt Cos a) — 4 U (p« + t« -f 2 ft) 

= Ut(p Cosa — f) (1) 

But the area pq is the area included between the portion of the periphery^ 
of the figure traced, the arc of the Zero Circle, and the radii drawn from 
the Pole to the beginning and end of the line traced by T. We have 
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already found that the distance which the Wheel wouldToU and record 
after tracing the width of the element at b is : 

Distance rolled = U (p Cos a—^ (2) 

Comparing Eqs. 1 and 2, it is seen thai the area of the element is equal to 
the distance rolled by the wheel for the given tracing multiplied by the 
length of the tracer arm t. 

As this is true for any element of area of the figure traced, it must be 
true of every element, and hence of the total area of the figure outside 
the arc of the zero circle. 

It will require but little consideration to show that the instrument 
deals in like manner with that portion of the traced figure included within 
the Zero Circle, and that the roiling of the Wheel resulting from the trac- 
ing of the periphery of any given closed figure when multiplied by the 
length of the Tracer Arm gives at once the area of that figure. 

If o is the circumference of the Wheel and r the number of revolutions 
made by the Wheel during any given tracing, it is evident that the dis- 
tance rolled by the Wheel, which we have also referred to as the ** roll" 
of the wheel, is c X r. Hence, denoting the area of any figure by A, and 
the length of Tracer Arm by t, we liave 

A = c X r X t 
which is what we have already termed the ** General Equation of the 
Polar Planimeter,'* and from which is at once obtained the ''General 
Principle" of the instrument. 

Fundamental Equations. 

From the " General Equation of the Polar Planimeter " just demon- 
strated, which is simply what we have termed the ** General Principle" 
matliematically stated, we are able to at once determine the relation 
existing between the various parts of the instrument, and deduce the 
formulae by which the values of the different factors for the various prac- 
tical applications are obtained. 

As already given, this General Equation or Equation 1 is 

A = c X r X t (1) 

from which 

C = -A_ (2) 

r X t 

r = -A- - .....(3) 

CX t 

t=^^ (4) 

c X r 

r X t=- - 15) 

c 

Since the above five Equations show the relation of the various parts 
of the Planimeter to each other, and the relation of each to the operation 
of the instrument, they may be termed the ** Fundamental Equations^' 
of the Polar Planimeter, and will now be discussed. 

Range of the Instrument. 

In Eq, 5 it is evident that c is a Constant for any given Instrument, 
and A is a Constant for any given operation. 
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For the particular instrument we are using we have already found — 
(Pg. 31)— C = 61.24 m/ms. Assuming A = 10000 Square Millimetres, and 
substituting in Eq. 5. we have 

10000 

r X t = = 163.293 (6) 

61.24 

This value of r X t is evidently a Constant for this particular instrument 
for the given value of A, which we have taken as 10000 Sq. m/ms. 

Eq. 6 shows also that since r X t is a Constant for any given instru- 
ment and for any given area, r is dependent on t for its value, and any 
change in t produces a corresponding change in the value of r. 

On examining the graduation of the Tracer Arm of our Planimeter,. 
it will be seen that the minimum value which the construction of the 
instrument allows being given to t for the instrument is about 60 m/ms,. 
while the maximum value is about 180 m/ms. 

Substituting thtse values respectively in Eq. 6 and reducing, we have 
as the resulting No. of Vernier Units 

163.292 168.292 
r = = = 2721.5 (7) 

t 60 

and 

163292 163292 
r = = = 907.1 (8) 

t 180 

These Equations show that by changing the length of the Tracer 
Arm we can make the given Planimeter record any desired number of 
Vernier Units between 2721.5 and 907.1 Vernier Units while tracing an 
actual area of 10000 Sq. Millimetres ; or in other words, that the range of 
the given Planimeter for an area of 10000 Sq. Millimetres is from 907.1 to- 
2721.5 Vernier Units. Since 10000 Sq. Millimetres equals 15.5 Sq. Inches 
the range of the instrument for 1 Sq. inch would evidently be from 
2721.5 907.1 

= 175.55 to = 58.52 Vernier Units. 

15.5 15.5 

The reason why, both in the calculations of the Tables and in all or 
most of the mathematical demonstrations given throughout, the value 
usually assigned to A in any given operation is 10000 Sq. Millimetres, or 
its equal 15.5 Sq. inches instead of 1 Sq. inch is already stated in the 
" Explanation of Tables," but will be explained in fuller detail later in 
the discussion. 

It should be remembered that r is the distance rolled and recorded 
by the Wheel for any given tracing or operation, and can be expressed 
either B>s the number of complete revolutions and fractions of arevolvtion, 
or as the number of Vernier Units recorded, since the circumference of 
the Wheel is divided into 1000 equal parts or Vernier Units. In any event, 
it is always the " jBeadingf " of the Planimeter for the given tracing or 
operation, and the change from Revolutions and fractions to Vernier 
Units is made by simply moving the position of the decimal point. 

Settings— Their Determination and Use. 

Having just shown the relation existing between the values of r and 
t for our particular instrument and the maximum and minimum values 
attainable for r for tracing an actual area of 10,000 Sq. Millimetres, we 
are able to explain the method by which we determine the value that 
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must be given to t in order to obtain any desired value of **r" for the 
same area ; in other words to find the length of Tracer Arm necessary to 
cause the Wheel to record any desired number of revolutions while tracing 
an area of 10,000 Sq. Millimetres. 

Eq. 4 of our Fundamental Equations is as already given 

A 

t = (4) 

c X r 

Substituting the value of c already formed for our pai*ticular instru- 
ment and making A = 10,000 Sq. m/ms we have 

A 10,000 163.292 

t = = = (5) 

c X r 61.24 X r r 

Since r is the number of revolutions which we desire the Wheel to re- 
cord while tracing the given area of 10,000 Sq. Millimetres, it is evident 
-^from Eq. 5 that the required length of Tracer Arm is obtained by dividing 
the Constant 163.292 by the desired reading or value of **r." 

The meaning of the term Setting together with the method of adjust- 
ing the Planimeter to any given Setting has Ijeen fully described in the 
preceding chapter and a glance at Fig. 1 of Plate III will at once show the 
relation existing between any given Setting and the corresponding Length 
of Tracer Arm for any given instrument. 

To determine this relation for the particular Planimeter we are using 
we make use of the skeleton diagram of the instrument shown by Fig. 4 
of Plate XII, which shows the essential parts properly lettered, together 
with the instrument Cohstants and other dimensions determined either in 
the manner already explained for finding those Constants^ or by direct 
measurement of the instrument in question. 

It is to be remembered that the unit of graduation of the Tracer Arm, 
being a half Millimetre the value of any Setting is expressed in that unit 
and hence the actual distance is always one-half of the distance as ex- 
pressed by the value given for the Setting, or in other words the actual 
Setting. 

distance S is 

2 

Referring to the diagram it is evident that 
t = FT = OT — (OV + VF} 
But for this instrument 
OT = 208 Millimetres 
OV = S 

VF = b + f = 7 + 23 = 30 Millimetres 
Hence 

t = 208 — (S + 30) = 178 — S 
from which 

Setting 

S = = 178 — t (6) 

2 

Eq. 6 shows that after having found by Eq. 5 what value of t is required 
in order that the Planimeter shall record the desired number of Revolu- 
tions while tracing an area of 10,000 Sq. Millimeters, by substituting this 
value of t expressed in Millimetres in Eq. 6 and solving we at once obtain 
the Setting to which the Planimeter must be adjusted in order that the 
tracer arm shall have the length required. 

By substituting for t in Eq. 6 its value as expressed in Eq. 5 we have 
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as the general Equation for finding the Setting required to give any de- 
sired value of r for the area of 10.000 Sq. Millimetres, 



Setting = (178 ) x 2 

r 
or 

326.584 

Setting = 356.6 (7) 

r 

It is evident that the Setting necessary for any instrument to cause it 
to record any desired number of Vernier Units for any given area can be 
found by trial by repeated tracings of the given area with different lengths 
of tracer arm, but except as a check in any given case the method by cal- 
culation as just described is much quicker and easier of application. 

To illustrate the application of the formulas just deduced let us sup- 
pose that we desire to find what Setting our given Planimeter must be ad- 
justed to in order that the instrument should record say r,550 Vernier Units 
when tracing an actual area of 10,000 Sq. Millimeters. 

Eq. 7 for this particular Planimeter is as just shown 
320.584 

Setting = 356.6 (7) 

r 
Since the desired value of r is 1550 Vernier Units or, when expressed 
in Revolutions of the Integrating Wheel, 1.55 Revolutions, we substitute 
this value of r in Eq. 7 which gives 

326.584 

Setting = 356.6 = 356.6 — 210.61 = 145.9 

1.55 
which is the Setting desired. 

The reason why the actual area of 10,000 Sq. Millimetres or its equal 
15.5 Sq. Ins., is always taken in this calculation and in fact in the calcula- 
tion of all the factors in the Tables is that not only does it simplify the 
calculation, but it is usually one of the constant areas found on the Test 
Plate accompanying most Planinieters and hence makes the checking of 
the calculation a very simple matter. 

Thus, in the example just given, having obtained the value of the de- 
sired Setting in the manner shown we at once adjust the Planimeter to 
145.9, the Setting in question, and trace the given area (10,000 Sq. Milli- 
metres) with the aid of the test plate. In this way the accuracy of the 
calculation is at once tested. 

The Cols, marked "Area" and '* Reading '* under the heading ** Test 
Plate" in all the Tables in connection with the values given in the 
"Relative" and "Actual Vernier Units" columns evidently give at once 
a very accurate test, both of the accuracy of the Setting for any given 
scale and of the adjustment and condition of the Planimeter and these 
should be used in connection with the Test Plate area of 10,000 Sq. Milli- 
metres to check the accuracy of the Planimeter before each use of the 
Planimeter. 

On examining the diagram given on Plate II, it is readily seen that 
the curve BB is simply the graphical representation of Eq. 7 for the 
various values of r for an area of 10,000 Sq. ivlillimetres between the limits 
of the given instrument ; the curve being the various values of the Set- 
tings and having for its ordinates the values of r while the abcissa are 
corresponding values of S. 

The determination for any given Planimeter of the Setting necessary 
to cause the instrument to record a certaxtv nurvvb^Y ol d^^vved Vernier 
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TJnits, when tracing a given area is greatly facilitated by the use of a dia- 
gram similar to that given on Plate II. 

As this diagram can by applying a proper connection be used for any 
Planimeter similar to the one we are discussing the method of preparing 
the diagram will be described at this point, and its manner of use des- 
-cribed. The size of the diagram having been decided upon, it is ruled in 
squares in the manner shown and the range of the instrument having 
been determined, the values of r due to tracing a constant area of 10,000 
Sq. Millimetres between the maximum and minimum values of the length 
"tracer arm ai'e lettered in a vertical column at the ends as shown. 

The upper base of the diagram is taken as representing to some scale 
of equal parts, the various divisions and subdivisions of the Tracer Arm 
^graduation and lettered or numbered accordingly. 

We have seen that the Setting necessary to give any desired Reading 
or value of r for the particular Planimeter we are using is given by Eq. 7 
just demonstrated and is 

328.584 

Setting = 356.0 (7) 

r 

If now we take the various values of r between the limits of the range 
of our instrument and substitute them successively in Eq. 7 — solving each 
■such resulting Equation — we can readily plot the resulting values of the 
respective Settings on the diagram — marking each such location by a dot 
— and by connecting these located dots by a curved line we shall have the 
•curve BB. 

It is evident that this curve is the curve of Settings for the given Plan- 
imeter plotted to co-ordinates in which any ordinate to the curve is a num- 
ber of revolutions and its correspond mg abcissa is the distance represented 
by the Setting (or the distance S) necessary in order that the wheel shall 
record that number of revolutions when tracing an area of 10,000 Sq. 
m/ms. 

In the diagram the curve BB is for use with the Planimeter we are 
using while the curve AA is the curve of Settings for those Planimeters 
like the Compensating Planimeter which has the Zero of its Tracer Arm 
graduation at or near the Tracer. The upper base is numbered for use 
with the curve BB while the lower base is for use with the curve AA. 

In plotting if the curve of the even numbered revolutions— 1,000, 1,100, 
1.200, &c are calculated and plotted and the curve constructed from their 
values the intermediate values will be found quite accurate enough for 
any but the most accurate operations. 

Vernier Units. 

In the discussion of the ** Range of the instrument " it was shown 
that while the Planimeter could be made to record different number of 
Vernier Units for the same area by changing the length of the Tracer Arm, 
there was a maximum and minimum number of Vernier Units which could 
thus be obtained for any given area and any given instrument. 

In the case of the particular Planimeter used, it was shown that for 
that instrument and for an actual area of 10,000 Sq. Millimetres, the 
instrument was capable of recording any desired number of Vernier Units 
between 907 and 2,721. 

It very often happens that the conditions of some problem may de. 
mand that the instrument should deal with values greater or less than the 
limits thus found. This is very readily accomplished in effect by giving 
an assigned value to the actual Vernier Unit so as\»o e^w%^ oue. Te.<i,oT^<5,^ 
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actual unit to represent as many assigned units as the conditions of the 
problem may require. ^ 

Thus, suppose, with the instrument having the range already deter- 
mined, we wish it to record say 3,200 Vernier Units for the given area. 

As 2,721 is the maximum number of Vernier Units which this partic- 
ular instrument is capable of recording for the given area, we can in 
effect obtain the desired result by assigning a value of 2 to each actual Unit 
recorded, and then making the Planimeter record 1,600 Actual Units for 
the given area. 

Since one actual recorded Vernier Unit has an assigned or relative 
value of 2 for the given operation, by multiplying the number of actual 
Vernier Units recorded for the given operation by 2, the assigned or rela- 
tive value, the result is exactly the same as though we had been able to 
make the instrument record the desired 3,200 units. 

Hence in every problem the Vernier Units recorded during the opera- 
tion of the Planimeter may have, and usually do have, two distinct values : 
one value the ** Actual " or absolute value, and the other the assigned or 
** Relative" value dependent upon the special conditions of the given 
problem. 

Thus, for example, in the case of the measurement of any area with 
the Planimeter, such for instance as a map drawn to some given scale, the 
number of recorded Vernier Units when multiplied by the "Actual " Ver- 
nier Unit value would give tiie actual area of the map traced in actual sq. 
ins. or other unit, while by multiplying the same by the assigned or 
** Relative Vernier Unit" value we would obtain the area in sq. feet, sq.. 
miles, acres, or any other unit demanded by the scale of the map and 
other conditions of the problem. 

An additional reason for the frequent use of the Relative Vernier 
Unit is that in most measurements with the Planimeter it is desirable that 
the length of tracer arm should be as great as possible consistent with 
other conditions, and this the employment of the Relative units will in 
most cases admit of. 

The significance and use of the Relative Unit will be more clearly 
understood from its frequent use in the following descriptions of the prac- 
tical applications of the Planimeter. 

Constants—Their Deriviation and Use. 

While the demonstrations and descriptions thus far given cover all 
the factors involved in the ordinary methods of Planimeter measurements, 
in a succeeding chapter is given a method by which the areas of figures 
too. large to be measured by the ordinary methods can be accurately 
determined. 

It will be seen from the description of the method referred to, that 
having placed the Pole of the instrument on the inside of the large figure 
to be measured and traced the given figure, the resulting Reading must be 
added algebraically to a certain "Constant" before the desired area can 
be obtained. 

The derivation and significance of these Constants are very easily un- 
derstood in the light of the previous discussion of the Zero Circle and its 
relation to the theory of the Planimeter. 

In the discussion referred to it was shown that the distance rolled by 

the wheel or the "roll" of the wheel when multiplied by the length of 

the Tracer Arm gave the area of that portion of the figure included 

between the path of the Tracer, the arc of the Zero Circle, and the radii 

drawn to the initial and final positions oi tVve Ttac^Y. 
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It is evident from this that if the area of the figure to be measured is 
a large one, and we place the Pole near the center of the given area and 
trace its periphery, the resulting Reading of the Planimeter, when multi- 
plied by the length of the Tracer Arm, will give the total area of the fig- 
ure traced, minus the area of the Zero Circle. In other words, the instru- 
ment will evidently measure the difference in area between the area of 
the figure thus traced ajnd the area of the Zero Circle, and hence the area 
of the given figure will be the algebraic sum of the area recorded by the 
Wheel and the area of the Zero Circle. 

This is true regardless of either the relative or actual sizes of the two 
areas. 

The Radius of the Zero Circle has already been shown to be 



R= ^p2 + 2ft + t« (1) 

and its Area is 

7R2 = 7(p« + 2ft + t») (2) 

In finding the actual area of^ny given figure by this method the constant 
used would evidently have to be the area of the Zero Circle, expressed as 
the number of Vernier Units which would be recorded by the Planimeter 
if the Constant Circle were traced with the given Setting for the opera- 
tion in which it occurs. 

In other words, the Constant for the measurement of any area drawn 
to a given scale is evidently the difference between the number of Vernier 
Units actually recorded for the given area and the number of Vernier 
Units which would be recorded could the entire area have been measured 
by the Planimeter with the Pole on the outside of the given figure. 

It is readily seen that the actual area of the Zero Circle must change 
for any change in t, since p and f in the expression p* + 3 ft. + t* are 
constant for any given instrument and t is variable, and hence there must 
be a corresponding value of the ** Constant" for every given ** Setting.'^ 

In the description given in Chap. IV of the method of measurement 
of large areas with the Pole on the interior of the given area, the signifi- 
cance, derivation and use of the '* Constant" is so fully described that 
further discussion of the subject at this point is unnecessary, althou&rh 
the theory and application of the Constant should be easily understood 
from what has already been said here on the subject. 

In fact, in all the following descriptions of the use of the Planimeter 
in all its many practical applications, the relation of the theory of the 
particular operations described is made clear, thus supplementing the dis- 
cussion given here of the theoretical considerations involved. 
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Measurement of Plane Areas. 

I. MEASUREMENTS IN GENERAL. 

Methods of Measurement. 

There are two methods by which the Area of any plane flgure may be 
accurately measured by the Polar Planimeter, the method selected for any 
given ca<«e being dependent on the size of the given Area and the capacity 
of the Planimeter used. The first of these two methods which we are 
about to describe is given under the lieading '* Measurement of Small 
Areas," and is the method invariably employed when the size and shape 
of the figure to be measured is such as to allow of every point of its peri- 
meter being reached by the Tracer without moving or shifting the posi- 
tion of the Pole during the tracing, and having the Pole outside of the 
given area. 

The second method of measurements is described under the heading 
'' Measurement of Large Areas," and is used when the area of the given 
figure is too large to be measured by the first method, or when the size or 
shape of the figure to be traced is such as not to allow of every point on 
it«yperimeter being reached by the Tracer when tracing the figure without 
moving the Pole -the Pole being on the outside of the given figure. 

These two methods are distinguished and usually designated as 
** Measuring with Exterior Pole" and '* Measuring with Interior Pole," 
respectively, and, as has been above intimated, the first method of measure- 
ment or "Measuring with Exterior Pole" is the method always selected 
when the conditions as specified above admit of its employment. 

The measurement of the area of plane figures will now be taken up, 
the use of the Planimeter in both methods of measurement described in 
detail, and the conditions, both theoretical and practical, on which the 
maximum degree of accuracy in operating and results depend, will be 
explained in as clear a manner as possible. 

As the actual operation of the Polar Planimeter in all its many par- 
ticular applications is exactly the same as in the single one of obtaining 
the area of a plane figure, the following description of the manner of 
operating And the directions given for obtaining the highest possible 
degree of accuracy and efticiency will apply with equal force to its use in 
every application, and should be clearly understood and carefully fol- 
lowed in every case. 

Keeping in mind what we have elsewhere termed the ** General 
Equation" or *' Fundamental Principle " of the Polar Planimeter which 
was deduced in the demonstration of the General Theory of the Plani- 
meter given in Chapter III, the theoretical conditions involved in each 
and every operation of the instrument can be clearly seen. It will also 
prove how essential to accurate results it is that the directions given be 
implicitly followed, as well as give an intelligent understanding of the 
working;' of the Pianimeter, and an apprecVaUoii ol Wv^N^ot^d^xlwl accuracy 

4-^ 
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and practical value of the Planimeter in every form of Engineering and 
Scientific computation. 

The measurement of the area of any plane figure by means of the 
Polar Planimeter is a very simple operation, and when carefully per- 
formed with a Planimeter in good condition and adjustment, and with, 
the conditiojis for accuracy properly observed and complied with, will 
give results with a degree of accuracy not attainable by any other method 
of measurement. 

This is especially true in the case of figures having irregular bounding 
lines, or when a portion or all of the periphery of the given area is com- 
posed of curved or broken lines, since the shape or nature of the outlines- 
of the figure have no influence whatever on the accuracy of the measure- 
ment. 

Examination and Adjustment of the Planimeter. 

Before beginning any operation with the Planimeter, and especially 
if the Planimeter has not been in very recent use, the condition of the 
instrument and its adjustments should be carefully examined, and with 
particular reference to the conditions mentioned in Chapter II. 

After a general examination of the instrument for apparent injury or 
defect due to accident, such as a bent needle or arm, rust or dent o^ the 
rim of the Integrating Wheel, binding of the carriage pivot, etc., the 
Planimeter should be tested for sources of error not discoverable by ordi- 
nary inspection. It is to the latter that we must look for cause and correc- 
tion in almost every case when the Planimeter fails to give a result with its. 
customary degree of accuracy, and the instruments must be subjected to & 
series of tests to determine the source and extent of the inaccuracy and 
the means of correction. > 

To test the accuracy of the Planimeter the Test Plate is fixed on the 
paper, a starting point accurately marked, and the Tracer being placed in 
one of the small holes already described, the Test Plate and Tracer ia 
made to revolve a certain number of even times about the needle point 
fixed in the end of the Test Plate as a center. The Reading of the count- 
ing and Integrating Wheels being taken at both the beginning and end of 
these revolutions, the difference of these two Readings is evidently the 
Reading of the Planimeter for the number of Jlevolutions of the Tracer 
thus made. If at the end of these revolutions the Tracer is caused to make 
an equal number of revolutions in the opposite directions from the first, 
and the Reading of the Instrument due to the reverse revolutions is equal 
to the Reading due to the first or direct revolutions, the assumption is that 
the Planimeter is in good adjustment. 

If, however, these Readmgs differ, or what is the same thing, if the 
reverse tracing of any figure does not give the same Reading as did the 
direct tracing of the same figure, the instrument is evidently either not in 
adjustment, or else one or more of what we have termed the *' conditions 
for accuracy," have not been complied with. 

This discrepancy in the readings thus obtained may then be due to 
irregular slipping of the Integrating Wheel, lost motion, irregularities in 
the surface of the paper on which the Wheel rolls, non- parallelism of Wheel 
Axis with Tracer Arm, or lack of sensitiveness in the Wheel Axis bear- 
ings due to causes already discussed in Chapter II. 

If we measure any given area which is placed first on the outside of 
the Constant Circle and then on the inside of the Constant Circle^ aiLd 
the Readings tor both positions of the sa«ieaTeaaTft\>afe%k^\!Ci^/\\i V^^ss^a* 
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that the defect in or lack of accuracy is not due to any displacement of 
the axis of the Wheel from its proper position, and that the axis of the 
Wheel is parallel to both surface and Tracer Arm. 

The unfavorable effect of the surface of the paper on which the Inte- 
^ating Wheel moves is easily determined by pinning to the drawing 
board a piece of paper, having what experience has proved to be a favor- 
able surface for the purpose, and of such shape and size as to contain 
wfthin its area the entire path of the Wheel during the measurements in 
question. 

Should the axis of the Wheel be too loose or shake in its bearings, it 
can easily be detected by forcing the Tracer Needle into the paper, and 
then after having fastened the binding screw, trying to shake the axis in 
its bearings by moving the other end of the Tracer Arm laterally with the 
fingers. 

Lack of sensitiveness of the Wheel Axis with its cause and method 
of correction has already been treated in a previous chapter and need not 
be repeated here except to say, that when the requisite degree of sensi- 
tiveness has not been restored by any of the methods described, it is safe 
to assume that the defect is due to dullness, or is the result of injury by 
shock or accident to the wheel axis or its bearings, and the only remain- 
ing remedy is to place the instrument at once in the hands of a compe- 
tent maker. 

All errors or inaccuracies in results of Planimeter measurements due 
to the non-parallelism of Wheel Axis with Tracer Arm, or to imperfect 
working of the Integrating Wheel or its axis from dirt or looseness in its 
bearings, are, however, easily discoverable by the testing methods just 
described, and disappear when the axis and its bearings are properly 
adjusted. These adjustments are made by means of the bearing and set 
screws in the Carriage, and by them the Wheel and its attachments can 
be adjusted with the greatest nicety, and with mathematical and mechan- 
ical precision. 

II. Measurement op Small Areas. 

As previously stated, what is meant by *' Small Areas " in this connec- 
tion are areas of such shape and size as to permit of every point of their 
periphery being reached by the Tracer without change of position of the 
Pole and when the Pole is entirely outside of the figure to be measured. 

The accuracy of all measurements made with the Planimeter depends 
upon the condition of the Planimeter, upon the accuracy and care with 
which the measurement is made and upon the strict compliance with 
those details of operating which theory and experience have shown to be 
conditions for accuracy. Many of these conditions have been already 
described or referred to in previous pfiges and others will be given as their 
application becomes evident in the fojilowing descriptions. The insistance 
on the strict observation of these conditions will be seen to be justified 
when their importance is more fully understood and the effect of this 
observance on the accuracy of the practical working of the Planimeter is 
shown. 

After having examined the condition of the Planimeter and made any 
adjustments found necessary after testing the instrument in the manner 
just described, the method of measurement of the given area is as follows : 

Adjustment of Drawing and Ij^strument. 

The plan or map on which is the figure whose area is to be measured 
is smoothly laid on and attached to the drawing board or table, the surface 
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of which should be level and free from irregularities : especial care being 
taken that the surface should be smooth and without uneveness due to 
warping. If the paper on which the plan or map is drawn is in good con- 
dition and lies smoothly on the board without wrinkles or tear it can be 
fastened to the board with the ordinary thumbtacks. If however the 
paper is torn, wrinkled, or badly creased so that it does not present an 
even surface or lay flat on the board it must be stretched and mounted 
with paste on the board, in the same manner as when water colors are to 
be applied with a brush. 

In the case of old and valuable maps or drawings which cannot be 
mounted without injury to the map itself, they should be tacked down as 
smoothly as possible to the board and a sheet of paper or card board 
tacked on that portion of it on which the Wheel will move during the 
tracing of the given figure as has already been described. The size and 
pK)sition of the paper thus used can be at once determined by observing 
the path of the Wheel while making a preliminary tracing of the figure. 

The map or drawing having been fixed to the drawing board with its 
surface as true and even as its condition will admit of, the Carriage 
Venier V is adjusted to the Setting as given in the Tables for the scale to 
which the figure is drawn, and the Tracer Arm firmly clamped to the 
Carriage by the proper screws. The Tracer is then placed near the 
center of the given figure and the Pole placed in its proper or most favor- 
able position on the paper with respect to the area to be measured. The 
proper or ** most favorable " position of the Pole with reference to any 
^ven figure is easily determined by the Rule already given as well as the 
selection of the point for beginning the measurement. That the Pole be 
placed in this position is a matter of considerable importance in obtaining 
the highest degree of accuracy of results, and to facilitate the finding of 
this position and illustrate the application of the Rule, Figs. Nos. 2, 3, 4 
and 6 are given on Plate V which show the most favorable positions as 
well as the proper direction of the tracing and places for beginning of the 
four principal forms of Planimeters with respect to the given figures 
whose ar^as are to be determined. 

Tracing the Figure. 

The Planimeter having been placed in position and a repreliminary 
tracing of the figure to be measured having been roughly made to see that 
€very point on its perimeter can be reached by the Tracer, the Tracer Rest 
is adjusted to the proper height and the Tracer brought to the point of 
beginning. With the Tracer at the point of beginning and before com- 
mencing the tracing the Reading of the instrument is taken which, as we 
have already seen, is the Reading of the Counting Wheel O and the gradu- 
ated drum of the Integrating Wheel W. Then carefully and in the 
directions of the hands of a watch the Tracer is conducted along the out- 
lines of the given figure by taking the Tracer Rest E (Plate I, Fig. 3) 
between the thumb and first finger of the right hand and guiding the 
Tracing Needle slowly but steadily and with a uniform motion along the 
center of the bounding lines, steadying the motion by resting the palm 
and the other fingers of hand upon the paper, until the Tracing Needle 
has traced the entire circuit of the given figure and arrived again at the 
point of beginning. A second Reading of the Planimeter is then taken 
and the difference between the first and second Readings, obtained by sub- 
tracting the Reading taken before the tracing from the Reading taken at 
the completion of the tracing, is evidently the Reading due to iK^tt^^vs^^ 
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of tb« eiv*rD fij^re or the " Reading for the given arpa.'" This Reading 
vhicb. ai« has already t»een explained in Cnap. IIL is the namber of 
- WTi^^i Umit*" or *• IVnuier ITailf"' recorded by the PUnimeier while 
tracing the given figure, wlien multiplied by the value of the Relative 
Vernier Unit given in the Table for the scale to which the figure is drawn 
^'nrt^ the desired area of the given figure traced. The description just 
given of the method of measuring the area of any plane figure will per- 
haps be more clearly understood by means of the following practical 
ejcample. It will also illustrate the simplicity and ease with which the 
area of any figure regardless of its shape or the nature or irregularity of 
its periphery can be at once obtained with the Polar Planimeter and with 
a UidliXy and accuracy unequalled by any other known method. 

EXAMPLE I. 

Example «:»f Measusement. 

Let us suppose the figure whose area is desired to be drawn to a scale 
of 1 inch = 30 feet, and we desire to measure the area with the Polaur 
Planimeter — the area to be expressed in Sq. Ft. 

Looking in Table 1 on Plate I we find the Setting of the scale 1' = 30' 
to be 121.8. Unscrewing the screw L (P. Plate 1, Fig. 1), we slide the 
Tracer Arm BS through the sleeves of the carriage until the first small 
division beyond the division line marked 12 is made to coincide with the 
Zero line of the Carriage Vernier V. Clamping the screw L the arm is 
moved by the slow motion screw Jl until the small line 8 on the Carriage 
Temier is made to coincide with the first line encountered by it on the 
Tracer Arm which in this case is the line 139. This being accomplished 
the Planimeter is now in adjustment for making the desired measurement. 
The Planimeter is now placed in correct position with respect to the 
figure to be measured, and the Pole placed in the '* most favorable posi* 
tion,"^ as explained above, and the Tracer brought to the place of begin- 
ning or starting point determined upon. The Reading of the Instrument 
is then taken ; let us suppose that the index of the Counting Wheel O 
points to or a little beyond the line marked 3, and that the graduated drum 
of the wheel W reads 324. The first Reading of the Planimeter ia then 
3324. 

The Tracer Is now carefully guided along the periphery of the given 
figure in the manner and with regard to the conditions already given until 
the Tracer having traced the complete boundary of the figure arrives 
again at the point of beginning. The Read n<? of the Planimeter is again 
taken, and let us suppose that the Counting Wheel now reads 7 and the 
wheel W reads 597, which makes the reading of the instrument 7597. 
If now we subtract the first Readmg 3324, from the second or final Reading 
7597, we have for the Reading for the given figure, 7597 — 3324 = 4273, 
which shows tliat the Integrating Wheel TUhas made 4 whole revolutions 
and 273 thousandths of a revolution while the Tracer has been tracing the 
periphery of the given figure ; or which is the same thing, the wheel has 
recorded 4273 Vernier Units while tracing the given figure. 

Looking now in Table 1 for the value of the Relative Vernier Unit we 
find that for the given scale, 1 in. = 30 ft., one Vernier Unit recorded by 
the wheel represents an area of 10 sq. ft., and as the wheel has recorded 
4273 Vernier Units for the given figure the area of that figure must be 
4273 X 10 = 42730 Sq. Ft., which is the required result. 

If for purpose of checking the accuracy or for other reasons the actual 
area in square inches of the figure ^ust measwt^d %\\ould be desired it can 
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of course be readily measured by setting the Planimeter to the Setting 
145.3 which with Vernier Unit .01 is the Setting for the natural scale of 1 
inch = 1 inch for the instrument used. The figure being again traced with 
the new Setting will then give a Reading which when multiplied by .01, 
the value of the Vernier Unit, will give the actual area in square inches. 

To facilitate this operation and admit of the measurement of the given 
area in square inches without changing the Setting or having to make a 
second tracing of the figure, a set of factors have been calculated and 
placed in all the Tables giving what we have termed the Actual Vernier 
Unit for each of the given scales or settings. The value of tlie Actual 
Vernier Unit in any case is such that if we multiply the Reading for any 
figure traced by the value of the Actual Vernier Unit found in the proper 
column opposite the scale in question, the product will be the actual area 
of the given figure expressed in square inches. For example, in the ex- 
ample just given, the reading of the instrument for the given figure was, 
as we have seen, 4273 Wheel Units. Looking in the column headed Actual 
Vernier Units opposite the given scale, 1* = 30' we find the value of the 
Actual Unit to be .1111, which means that each Unit recorded represents 
an actual area of .1111 Sq. Ins. The actual Area of the entire figure will 
then be 4273 X .01111 = 47.47 Sq. Ins. Since in our example 1 Sq. In. = 
900 Sq. Ft. tlie check is made by simply multiplying the total actual Area 
or 47.47 Sq. Ins. by 900, which gives the 42730 Sq. Ft. found by the first 
measurement. 

In the example just given should the area be desired in Acres instead 
of Sq. Ft. the measurement would be made in exactly the same manner, 
except that the Planimeter would be set to 50.0, which is the Setting given 
in Table 4 for the Scale 1 in. = 30 ft., and the resultant Reading would be 
multiplied by .0003, which is the corresponding value of the Relative Ver- 
nier Unit for the scale in question. 

When we consider that the area of any plane figure, regardless of the 
irregularity or nature of its periphery which may be curved or broken to 
any extent, can be measured by the simple operation described, and its 
area determined within a degree of accuracy of say 1/20 of 1 per cent, by 
the simple Polar Planimeter, we get some idea of the almost incalculable 
value of the instrument as an aid to professional or scientific work. 

Formula for Area. 
In the operation just described 
Let A = Area of Figure 

i\ and Tg the first and 2nd Readings respectively 
X = value Actual Vernier Unit and y = Value 
Relative Vernier Unit. 
Then 

AinSq. Ft. = (r^ — rj X y- (1) 

and A (Actual Area) = (rg — r^) X X_ (2) 

It is evident from the description just given that the operation of 
measuring an area with the Polar Planimeter is a very simple one and 
singularly free from liability to error, since but one mathematical opera- 
tion is involved— (the multiplication of the Reading by the value of the 
Vernier Unit) and that operation usually a mental one as the value of the 
Vernier Unit is usually a single simple number, often Unity. It is also 
evident that with an instrument in good adjustment and condition, the 
accuracy of the measurement is entirely dependent on the accuracy and 
fidelity with which the Tracer is made to follow the periphery of the 
given figure. 
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CONDITtONS FOR ACCURACY. 

Experience has shown that the accuracy of the Tracing is increased 
and the operation greatly facilitated by the observance of the following 
details during the operation of tracing the figure. 

Whenever possible the tracing of any line should be watched or 
viewed in the direction of the line, as by observing this precaution the 
Tracer can be kept to the center of the line with greater accuracy, and 
any deviation from its true path is more readily detected by the eye. 

At each angle of the figure, or when there is any decided change in 
the direction of the periphery, the finger should be placed on the top of 
the Tracer and the point of the Tracer pressed down into the paper at the 
given point, thus allowing the guiding hand to be rested and to assume 
the most convenient position for guiding the Tracer along the new direct- 
ion without danger of moving the Tracer while making the change. 

The motion of the Tracer along the periphery should be slow and 
uniform, and if from any cause the Tracer should deviate slightly at any 
point from its path by accident, it can be compensated for by causing an 
equal deviation to the opposite side of the path and for a length along the 
path equal to the length of the accidental deviation. A new tracing is, 
however, evidently preferable when a high degree of accuracy is desirable 
in the given operation. 

While tracing any given figure, it should be noted whether the Count- 
ing Wheel has passed its O mark during the operation. If it has done 
so, and its index points to a figure beyond O, the reading for the given 
figure must be obtained by subtracting the first reading from 10,000 and 
adding the second reading to the difference. 

To avoid complication and minimize the possibility of error, the Inte- 
grating Wheel is often set to Zero before beginning the tracing, and often 
the entire instrument is set to read Zero by turning the Counting Wheel 
to Zero as well as the Integrating Wheel. The advantage of this proced- 
ure is, however, doubtful, except in the case of very long and continuous 
tracings in one operation, as the temptation is always present to turn the 
wheels with the finger — an operation to be rigidly excluded. If, however, 
the Zero of the Integrating Wheel is sufficiently near to Zero as to require 
little turning to bring it there, it can be so set without injury to thePlan- 
i meter by placing the Instrument in its proper position with the Tracer at 
the point of beginning and then causing the wheel to read Zero by 
slightly shifting the position of the pole, the Tracer being pressed down 
at the starting point during the shifting of the pole. This has the advan- 
tage of making the second Reading the reading for the given figure by 
the simple mental subtraction of the two readings of the Counting Wheel 
alone, and is often of advantage when performed in the manner specified. 

Use of Guide or Template. 

In many cases of measurement with the Planimeter, and especially 
in cases where the figure to be measured has an outline composed of long 
straight lines, the Tracer is guided along these lines by causing the edge 
of a flat thin straight-edge or ruler to coincide with the line to be traced 
and the side traced by carrying the needle along the edge of the ruler thus 
placed. 

There is considerable difference of opinion as to the value of this 
method of tracing. M. Coradi, certainly an authority, condemns the 
practice as being a source of error rather than an aid to accuracy, arguing 
that owing to the more or less spring or bend of the Tracing Needle due 
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to its being pressed against tM edge of the Ruler, there will exist a con- 
stant error in the result of the measurement of any area whose periphery 
has been thus traced. He further supports his contention by deducing the 
•error due to this ** spring" of the needle in tracing a circle of 8 c/ms 
radius. Assuming the spring due to pressure of the needle against the 
guiding edge to amount to a deviation of the point of 0.02 m/ms from its 
normal position, he finds the error in the area of the circle in question due 
to this deviation to be 1/2000 = 10 Vernier Units, and remarks that *'when 
one thinks that it takes hut the slightest effort to put the Tracer 0,1 m/n 
out of its true position, 1 believe that what has been stated has been fully 
verified.'* 

The experience of the writer has been, however, that the use of a 
ruler as a guide to the Tracer not only greatly facilitates the tracing, but 
that repeated tests made by measuring a figure of known area, both with 
and without the aid of the guide, have in every case not only failed to 
detect any error due to spring of the needle, but have shown an increased 
accuracy in every case where guide was employed. Certain it is that 
the amount of deviation due to any such spring can be minimized and 
practically eliminated by giving a conical shape to the Tracer, by press- 
ing the point of the Tracer against the guide with only suflacient force to 
cause it to keep in constant contact with the guide, and by the simple 
precaution of moving the guide suflEiciently away from the line traced as 
to cause the deviated path of the needle to coincide with the center of the 
line traced. 

The accuracy of the results obtained in measuring with the Plani- 
meter volumes of continuous prismoids, discussed in a later chapter, 
which necessitates the continuous use of a template or guide, is also proof 
that when properly used and with the precautions given above properly 
taken, the use of a guide when tracing straight sided figures is conducive 
to increa^sed rather than decreased accuracy in the measurement. 

Accuracy of Results. 

With the Planimeter as with the Transit, and in fact with most 
measuring instruments, almost any degree of accuracy in the result of the 
measurement of any given quantity may be obtained by the method of 
repetition. Instead of taking the Reading due to one tracing of the given 
figure, the tracer is made to trace the figure any desired number of times, 
and the total Reading of the instrument due to the number of tracings 
made, divided by the number of tracings, is taken as the true Reading. 

Space will not be taken here to discuss the relative or absolute accu- 
racy of Planimeter measurements, as the question of accuracy is taken 
up and fully discussed in Chap. XI. Suffice it to say that in the vast ma- 
jority of cases the Polar Planimeter, by the simple tracing of a plane fig- 
ure as just described, will give its area with a degree of accuracy entirely 
impossible by any other known means. . 

II. MEASUREMENT OF LARGE AREAS. 

Adjustment of Drawing and Instrument. 

Following our division of the methods of Measurement of Plane Areas 
we come to the Second Method or Method of Measuring Large Areas. This 
method, as stated at the beginning, is the one used when the extent or 
shape of the figure whose area is desired is such that every point on its 
periphery cannot be reached by the Tracer from one position of the Pole 
with the Pole on the outside of the given figure. As vadicaXfe^ V3 \5cv^ 
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term '* Measurement with Interior Pole " commonly applied to designate 
this method, the Pole of the Planimeter is placed within the given figure 
to be measured, usually at or near the center of the figure, and the Tracer 
makes a complete revolution about the Pole as a center while tracing the 
periphery of the figure. 

The operation of measuring the area of a plane figure by this method 
is quite as simple as that just described and is as follows : 



Tracing the Figure. 

The Setting for the scale to which the given figure is drawn being 
taken from the column of Settings opposite the given scale, the Plani- 
meter is adjusted to that Setting and clamped. The Pole of the instru- 
ment is then placed at or near the center of the given figure, care being 
taken to see that every point on the perimeter of the figure can be 
reached by the Tracer from one position selected for the Pole, which can 
easily be determined by a rough preliminary tracing of the figure. A 
place of beginning is then selected and marked and the Tracer having 
been brought to this point the Reading of the Instrument is taken. Then 
carefully and in the manner described and with due attention paid to 
those details already given as requisite for accuracy, the Tracer is made 
to trace the periphery of the given figure in exactly the same mapner as 
described for the tracing of the small area. When the Tracer has traced 
the entire circumference of the figure and arrived at the pi ace of beginnino-, 
the Reading for the given area is obtained as in the first method by sub- 
tracting the first Reading from the second or final Reading. Unlike the 
first method however the area of the figure is not the product of the Read- 
ing of the given area by the value of the Vernier Unit for the given scale. 
The area recorded by the instrument during this operation is actually the 
difference in area between the area of the figure traced and the area of the 
Constant Circle, and hence to obtain the area of the figure, we must add 
to the Reading given the area of the Constant Circle for the scale of the 
figure expressed in Vernier Units and given in the Constant column of 
the Tables for that given scale. The sum of these two values will then be 
the area of the given figure expressed in Vernier Units and this sum mul- 
tiplied by the value of one Vernier Unit given in the Table for the scale 
of the figure will then be the area required. 

Movements of Integrating Wheel. 

While tracing the periphery of the figure, in the manner described, if 
the Integrating Wheel be watched, it will be found that the direction of 
the rotation of the wheel may not be the same throughout the tracing. 
At some places of the periphery the tracing may cau&e a forward or posi- 
tive rotation while at other places it may cause a backward or negative 
rotation and hence the final Reading will really be the difference betweeen 
the amount of the forward or positive rotations and the amount of the 
backward or negative rotations; or taking into account the algebraic 
signs of the two directions of rotation, the positive rotations being -f-, 
and the negative — , the final Reading will be the Algebraic sum of the 
two, and the proper sign being given to the resultant or Reading for the 
given area, it is algebraically added to the given Constant. It is 
evident that the algebraic sign of the Constant will always be positive or -f-, 
Applied to an actual measurement this opfeYa.V\oxi^o\3\^\ife^»lQ>Uows* 
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Example of Measurement. 

Example 2. Let it he required to measure the area of a plane figure 
drawn to a scale of say 1 in.=j^O ft. the size of which is too great to allow 
of measurement hy the first or Exterior pole method. 

From Table 1, Plate I, we find the Setting for the scale 1 in. = 40 ft. to 
be 92.6, with 20.0 as the value of the Relative Vernier Unit. 

Adjusting the instrument to 92.6, the given Setting, the Pole is placed 
at or near the center of the given figure and in such a position that the 
Tracer can reach every point of the peripliery of the figure without mov- 
ing the Pole. 

In this form of measurement owing to the fact that when the area of 
the figure to be measured is approximately equal to the area of the 
Constant Circle the resulting Reading of the Planimeter is small, (being 
only the difference between the two quantities named) it is well to cause 
the Integrating Wheel, or both Integrating and Counting Wheels to read 
ZerOy as it not only facilitates taking the final Reading but also diminishes 
the chance for error and admits of the algebraic sign of the Reading being 
more readily determined. 

The Tracer having been brought to the point of beginning and the 
instrument either being set to a Zero Reading or the Reading taken as in 
the first method, the Tracer is guided and caused to trace the periphery of 
the figure to be measured in exactly the same manner as already described 
for the measurement of small areas. 

At the arrival of the Tracer at the starting point after having traced 
the entire periphery of the given figure the Reading of the instrument is 
a,gain taken. If the instrument has been brought to a Zero Reading as 
recommended before beginning the tracing, it is evident that the final 
Heading is the reading for the given figure. If the instrument had not 
been made to read Zero buta first Reading taken, the Reading for the given 
a.rea is, as in the first method, the difference between the first and 
second or final Readings. 

Use of the Constant. 

It has already been stated that the instrument when measuring a 
figure with the Pole on the interior of the figure records only the Reading 
due to the dititerence in area between the area of the given figure and the 
area of the Constant Circle for the Setting to which the Planimeter is ad- 
justed. It has also been explained that when the area of the given figure 
is less than the area of the Constant Circle for the given Setting the re- 
sultant rolling of the wheel will be backwards and the Reading will be a 
— one. If the area of the given figure be greater than the area of the Con- 
stant the resultant rolling of the wheel will be a forward or positive rol- 
ling and the sign of the reading will be + • The final Reading being, as 
has been said, the Reading due to an area which is the difference in area 
between the area of the figure traced and the Constant Circle must then 
be added algebraically to the area of the Constant Circle in order to get 
the total Reading for the figure traced. 

If the resultant Reading is found to be a backward or — one, it shows 
that the area of the given figure is less than the area of the Constant 
Circle and adding a Constant to a — Reading is equivalent to subtracting 
the Reading from the Constant : This is to be expected since the Reading, 
being the Reading for the difference between the areas of figure and con- 
stant circle, when subtracted from the Constant (which is really the Read- 
ing for the Constant Circle when traced with an exterior pole) evidently 
gives the Reading for the given figure. 
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And conversely, when the resultant Reading is + > we add a Constant 
to a + Reading to get the reading of the given figure, since the area of 
the figure is greater than the area of the Cbnstant Circle. 

In our example, let us suppose that the final Reading after tracing the 
given figure to be say 8,743, which we know from having kept watch of 
the wheel is a backward or — movement. The Reading will then evidently 
be 10,000 — 8,743 = 1,257, which as we have seen is — . Looking in our 
Table we find the value of the Constant to be 18,355. Adding these quan-^ 
tities we have 18,355 + (— 1257) = 18,355 — 1^57 = 17,098 as the total 
Reading for the entire figure. Multiplying this by 20.0 the value of the- 
Rel. Vernier Unit, we have for the area of the figure, 17,098 X 20.0 = 
341,960 Sq. Ft. which is the area required. 

In this example if our final Reading had been say 1,257 and we know 
by observation that it was a forward or positive relation we should have- 
had 

18,355 + ( + 1257) = 18,355 + 1257 = 19,612 
and 19,612 X 20.0 would be the required area = 392,240 Sq. Ft. 

The description of this method of Planimeter measurement just given- 
will be more clearly understood at least as to the " why and wherefore '*^ 
from the demonstration and discussion of the theoretical principles in- 
volved in the construction and operation of the Polar Planimeter which 
are given in Chapter III. The derivation and significance of the Constant 
are there fully explained but it has not been thought best to introduce 
further theoretical explanation here from fear of complicating the des> 
cription just given for the practical use of the Planimeter. 

The intent of the descriptions given throughout of the use of the In- 
strument, both of the methods of measurement already given and in the- 
description of the use of the Planimeter in all its practical application, has 
been to make them so clear so as to admit of the intelligent use of the in- 
strument in every operation without reference to the theoretical conditions, 
involved. 

Formula for Area. 

In the operation just described 

Let A = Area of Figure 

y = Value Relative Vernier Unit, 
ri and Tg = First and Second Readings respectively. 
C = Constant for given Scale and Setting. 
Then 

A = C + (r«-r)y (1) 

It is evident that, as in the case of the measurement of small areas, if 
the actual area in Sq. Ins., of the given figure is required, it is at once 
obtained by multiplying by the value of the Actual instead of the Relative- 
Vernier Unit for the given scale. 

Accuracy of Results. 

Of the relative accuracy in results obtained by the two methods just 
described there seems to be a diversity of opinion. Some authorities^ 
claim that while the second method of measurement — with Pole in the 
interior of the figure — may and does give results with a degree of ac- 
curacy well within the allowable error in most instances, that measure- 
ment by the first or interior pole method is much more accurate and free 
from probability and chance of error, and YieiiCftYi\\^TiT%Q\\x.\x^dt« measure 
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an area whose size would preclude measurement of the whole by the ex- 
terior pole method, always divide the given large area by diagonal 
straight lines into constituent small areas, and measuring each independ- 
ently by the first method, add, the results for the total area. 

Others again claim to get equally accurate results by either form of 
measurement and the experience of the writer has been that there are 
very few instances in which with careful operating, results obtained by 
the second method are not of a degree of accuracy well within the permis- 
sable limit of error and entitled to confidence in their use. 

It is however advisable to always use the first method when the size 
of the figure will permit and when the size of the given figure does not 
allow of the first to use the second method, checking in cases requiring 
great accuracy by subdividing and independently measuring the areas of 
the subdivisions. 



CHAPTER V. 
Problems Involving Areaging. 

There is perhaps no class of problem to wiiose solution the principle 
underlying the construction and operation of tlie Polar Planimeter is so 
peculiarly applicable as it is to that large class of problems so common to 
Engineering and experimental work, which involves the determination of 
the average or mean value of a variable quantity. 

This class is a large and important one, and includes amongst its 
man}^ forms almost every form of operation having for its object the 
securing of a maximum degree of accuracy in the determination of the 
true value of a quantity by the operation of averaging ; this is best illus- 
trated, perhaps, by the method of repetition in the case of the measure- 
ment of an angle and processes of similar nature. 

To this class also belong problems such as the determination of the 
average or mean lieight of an indicator and similar diagrams, the finding 
of the center of gravity' of a plane figure, problems involving the princi- 
ples of probability and probable error, the reduction of the records of self- 
registering instruments, and in fact every form of problem in which the 
relation of two variables can be expressed in the form A = X X y, and 
which is capable of graphical representation by an area. 

Application of General Principle of Planimeter. 

That principle which, as we have said, makes the Planimeter espec- 
ially applicable to this class of problem, is that which we have elsewhere 
demonstrated and termed the ** General Principle of the Polar Plani- 
meter," and is given with its demonstration and discussion in Chap. in. 
To more clearly illustrate its relation in this connection, this General 
Principle can be stated as, the Area of any figure measured by the Polar 
Planimeter is equal to the Area of a rectangle having for its base the 
length of the Tracer Ann and for its height a distance equal to the dis- 
tance rolled by the wheel during the tracing of a given figure. 

This principle stated mathematically is what we have termed the 
•'General Equation of the Polar Planimeter," and is repeated here on 
account of its especial significance in the operation under discussion. 

Demonstration of Principles Involved. 

The General Equation is 

A = t X c X r (1) 

in which 

A = Area of the figure traced. 

t = Length of Tracer Arm. 

c = Circumference of the Integrating Wheel. 

r = No. Revolutions ot Whee\ i.\ue \-o \T^e\t\^ \\\^ ^W^ti figure. 
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Adjusting the Planimeter. 

To illustrate the application of this Equation in this connection let us 
take a rectangle having an area equal to the area of any given plane 
figure. 

The area of this rectangle will evidently be 

A' = Base X Altitude (2) 

Since the area of the given figure and the rectangle are equal, qy A = A', 
we have 

t X c X r = Base and altitude (3) 

If now we make the length of the Tracer Arm t equal to the base of the 
rectangle, we have 

c X r = Altitude (4) 

and since c X i* is the distance rolled by the Wheel during the tracing of 
the given figure, Eq. 4 shows that the rolling of the Wheel measures the 
altitude of the given area whose base is equal to the length of the Tracer 
Arm. 

If instead of a rectangle the figure is in the form of the figure given 
in Fig. 1 of P., Plate V, the formula for the area still holds good with the 
exception that the altitude in this case is the mean distance between the 
base A B and the curved line C D, which is evidently the mean height of 
the figure A B C D. 

Formula 4 then becomes. 

c X r = Mean Ht (5) 

and hence to obtain the Mean Ht. of any figure of a form similar to A B 
C D, we have simply to make the length of the Tracer Arm equal to the 
length of the Base A B and trace the figure A B C D in the usual way. 
The number of complete revolutions and fractions of a revolution made 
by the Integrating Wheel during the tracing of the given figure multiplied 
by the circumference of the Wheel is then the quantity c X r of Eq. 5, and 
is the mean or average height of the given figure, since it is the distance 
rolled by the Wheel. The same result is obtained without making the 
length of t equal to the base of the figure by tracing the figure with any 
length base and dividing the Area thus obtained by the length of the 
given base obtained by direct measurement by scale, and this is the 
method necessarily adopted when the Planimeter used has a fixed length 
of Tracer Arm, as is the case in the cheaper grades of the Instruments. 

Special Attachment for Measuring Av. Ht. of Diagrams. 

In the best forms of Polar Planimeter there is often a special attach- 
ment or arrangement (See Pg. 93) by which the Tracer Arm can be accu- 
rately and quickly adjusted so that its length shall be equal to the length 
of the base of any figure to be measured and without the necessity of 
measuring the base. In one form this attachment consists of two fine 
needle points which project upwards from the Tracer Arm, one needle 
point being at the Tracer and is usually the Tracing needle itself pro- 
longed upwards, while the other is at the Carriage Pivot F and attached 
to the Carriage. 

The adjustment of the length is then made by turning the Planimeter 
upside down, and having pushed the needle point at the Tracer end into 
the paper at one end of the base of the given figure, the Carriage is slid 
along the Tracer Arm until the second needle po\i\\> \^\ito\x^\.\.QN>wi Ci^Ccv^^ 
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end of the given base, when the Carriage is clamped and the instrument 
turned over. It is evident tliat by this operation the Tracer Arm length 
F T is made equal to the length A B of the base of the diagram. 

Other forms of this attachment are modifications of the form just de- 
scribed and usually require a corrective factor by which the Reading for 
the given figure must be multiplied. 

M. Coradi has adopted for his Compensating Planimeter a very sim- 
ple but effective means for making this adjustment, and which is made 
possible by the particular form of construction of this instrument. « It con- 
sists simply of making a very fine hole in the bottom of the receptacle, 
into which the ball joint end of the Polar Arm fits. The Tracer can then 
be placed at one end of the base of the given diagram and the carriage 
moved until the other end is seen this small hole. 

Although of no more importance than many other operations made 
possible by the principle of the Planimeter we have been discussing, the 
finding of the average or mean height of an indicator diagram is perhaps 
that operation with which the Planimeter is most commonly associated. 
This use of the instrument and its value in obtaining the most accurate 
results has caused the production of a number of simple forms of plani- 
meters designed especially for the measurement of indicator diagrams, 
and by whose use a degree of accuracy in this class of calculation is 
attained impossible by any other method. 

Method of Measurement. 

The use of the Polar Planimeter in measuring these diagrams and 
obtaining their mean height is exactly the same as for the plain diagram 
used in our description, and is as follows : 

Let a b c e in Fig. 8, Plate III, be the indicator diagram from which 
we desire to ascertain the mean etfective pressure of steam in the cylin- 
der of the Engine from which the diagram is taken. The paper or card- 
board on which the diagram is drawn should be pressed down smoothly 
on a very level board or table, and if, as is generally the case, the paper 
or cardboard is too small to contain the entire path of the Planimeter 
Wheel during the tracing of the diagram, a supplementary sheet of paper 
having a surface favorable for the purpose must be smoothly lain down 
down in such a position relative to the diagram that the entire path of 
the wheel shall be within its area during the entire tracing of the diagram. 

The base of the diagram having been decided on, the length of the 
Tracer Arm FT is made equal to the length of the base of the diagram. 
This adjustment maybe made in the manner already described by meas- 
uring the length of the base by scale, or, if the Planimeter has a special 
attachment for making this adjustment, it can be used in the manner 
shown in Fig. 3 of Plate III referred to. 

The adjustment for length being completed, the Planimeter is placed 
in the most favorable position, the Tracer brought to the place of begin- 
ning already determined, and the instrument brought to a Zero Reading. 

The periphery of the diagram is then traced in the direction of the 
hands of a watch, in exactly the same manner as for the measurement 
of the area of a plane figure, and the tracer having completed its cir- 
cuit of the diagram, the Reading of the Planimeter is taken. Unlike 
the Reading for the measurement of an area however, which, as we have 
seen, we consider as expressed in Vernier Units, the Reading in the pres- 
ent case is expressed in complete revolutions and tenths, hundredths and 
thousandths of a revolution, the on\y d\fteTeiic^\>ftVN>i^crL\}cv^VNo being in 
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the position of the decimal point. This Reading then multiplied by the 
circunaference of the wheel gives the actual distance rolled by the Wheel 
during the tracing of the diagram and is, as we have just proved, the 
average or mean height of the given diagram. 

Example of Measurement. 

As applied to the particular diagram in question, let us suppose that,, 
having unscrewed the protecting caps from the attached needle points, 
we turn the Planimeter over, and placing the point T at the right hand 
end B of the diagram abce, we move the carriage until the needle point at 
F is brought to the left hand end A of the base AB and clamp the Carriage 
in this position. 

Turning the Planimeter upright again, we place the Pole in its most 
favorable position, bring the Tracer to the starting point selected, adjust 
the instrument to Zero Reading, and trace the diagram abce in the direction 
Indicated. 

Let us suppose that at the end of the tracing we find that the Inte- 
■ grating Wheel has made one complete revolution and 483 one-thousandths 
of a revolution during the tracing of the given diagram, and that the 
Wheel of the Planimeter used has a circumference of 66.66 m/ms. It fol- 
lows then that the required average or mean height of given diagram is : 
1.483 X 66.66 = 98.857 m/ms. 

Discussion. 

When we consider that without the aid of the Planimeter this calcu- 
lation for finding the mean height of these diagrams must be made by 
drawing a greater or less number of equidistant lines through the diagram 
perpendicular to the base, and measuring the intercepted length of each 
perpendicular separately, and from this sum obtaining the average height^ 
some idea of the usefulness of the instrument may be arrived at. 

A further proof of its accuracy and importance is gained from the 
fact that, on the results of the measurements of these diagrams with the 
Planimeter in the manner just described is based the engine and speed 
tests of all vessels designed for the U. S. Navy, involving in each instance 
the thousands of dollars in bonuses or penalties apportioned as the results 
of these tests. 

It is, of course, evident that the use of the Planimeter in this form of 
operation is by no means limited to the case of Steam Engine indicator 
diagrams, but is equally applicable, as has already been stated, to any and 
every form of diagram in which the average or mean value of a variable 
quantity is to be obtained from a greater or less number of observed val- 
ues of the variable. 

Application To or Discharge of River and Similar Diagrams, 

As a further example of the use of the instrument in this particular 
form of problem, let us take a case of very frequent occurence in engin- 
eering work — that of obtaining the average discharge of a stream or river 
from a set of observations extending over a given time. 

In Fig. 2 of Plate IV is given a diagram taken from a Report of the 
United States Geological Survey, and is the graphical representation of a 
set of observations taken twice a day, and covering a period of one month 
or thirty days o! the observed volumes oi d\sc\iaxgft ol a.\:\^«t. 
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In all these diagrams it makes no difference in their reduction by 
means of the Planimeter whether the diagram be a plotted one, or whether 
it be the record of a self recording mechanism, providing only that their 
size be such as to come within the capacity of the instrument. 

In the case under discussion a line AB is taken as a base, the height 
of which is entirely arbitrary, provided only it does not axeeed the maxi- 
mum length of the tracer arm of the planimeter to be used in its reduc- 
tion. This base AB is divided into thirty equal parts to correspond to the 
thirty days covering the period during which the observations were taken, 
and through each point of this division of the base perpendiculars of 
indefinite length are drawn. 

As two observations were made each day, each one of the thirty 
divisions is divided into two equal pirts, and through these intermediate 
parts other perpendiculars are drawn as shown on the given figure. 

A vertical scale is now assumed in which a unit of length is made to 
represent graphically a certain number of thousand or million gallons dis- 
charge. In the particular diagram under description a linear inch was 
made to represent say one million gallons, and the rate of discharge ob- 
served each half day is graphically represented by making the length of 
the perpendicular which represents the day or half day on which the ob- 
servation was taken equal in length to the observed rate of discharge, 
thus making the perpendicular above the base AB as many inches and 
decimals of an inch long as there was million gallons and decimals of a 
million gallons discharge at the time of the observation. 

It is evident from this description of the construction of the diagram 
that it is simply plotting the ** curve" of the variable to rectangular co- 
ordinates, the times of the observations being plotted as abcissae and the 
corresponding discharge ratio as ordinates. 

If now we connect the top of each perpendicular with the top of its ad- 
jacent perpendiculars by straight lines we shall have the broken line which 
forms the upper side of the figure we are discussing. This brokenline is then 
the graphical representation of the fluctuation of the discharge of the river 
for the thirty days during which the observations on the discharge were 
made. By increasing the number of observations it is evident that the 
number of small lines which unite the tops of the perpendiculars will be pro- 
portionally increased while their length is diminished, and if the number 
of observations be very large the lengths of these connecting lines will have 
become so s^mall as to be practically elements of a curve, and the broken 
line which forms the top of the diagram will become a curve. This is 
what happens when the diagram is automatically drawn by a self-record- 
ing mechanism, in which case the observations being continuous are in- 
finite in number and the connecting lines are infinitely small. 

It is evident then that both in the case of a diagram constructed as 
above described with a comparatively few numbers of observations, and 
in the case of the self-recorded diagram in which the observations are 
infinite in number, the average or mean discharge will be average or mean 
of all the observations and will be represented b^' a perpendicular whose 
length is the mean height of all the perpendiculars or the mean distance 
between the base AB and the broken line or curve EF of the given diagram. 

If the Planimeter we are using is of the simple form and has a Tracer 
Arm of fixed length it is obvious that to obtain the length of this mean 
perpendicular or the mean distance between the base AB and the line EF 
we have simply to measure the Area ABCD of the given diagram, and 
since we know the length AB of the base the average or mean distance 
wiJI be equal to the measured area divided b^ tVi^ gwen. length of base. 
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This being done we have simply to multiply this distance by the number 
of gallons per linear unit to which the observations have been plotted, and 
the result will be the average or mean discharge for the entire period 
through which the observations were made. 

If on the other hand we have a Planimeter with an adjustable length 
of Arm, graduated into half millimetres and having the attachment already 
described, we adjust the Tracer Arm so that it is equal in length to the 
base AB of the given diagram and trace the diagram in the usual manner. 
The Reading for the given diagram multiplied by the circumference of the 
Wheel will then give the required mean height of the diagram in milli- 
metres and this height divided by 25.4001, the number of millimetre is a 
linear inch and multiplied by one million, the vertical scale to which the 
observations are plotted gives the average or mean rate of discharge for 
the month during which the observations were made, 

The application of this operation to the finding of the position of the 
center of gravity of any plane area is obvious, and although of very great 
importance will on that account not be given. 

General Notes on the Method. 

The two examples just given in detail illustrating theuse of the Plani- 
meter in this form of problem will serve to illustrate the method of appli- 
cation of the instrument to all similar forms in which the average or mean 
value of a variable quantity is sought, as the theory and operation is the 
same in all. 

It will take but little consideration to discover how easily this 
** averaging" property of the Planimeter can be applied to any and every 
problem involving the principle in question and to realize how many 
problems there are of constant occurrence in the engineer's practice to 
whose solution this property of the Planimeter makes the instrument par- 
ticularly adapted. Some of these we have already mentioned, and the list 
could be extended almost indefinitely. Enough, however, has been already 
said to show that even were the application of the Planimeter limited to the 
particular form of operation just described, its almost incredible accuracy 
of operation and the enormous saving in time aod mental effort effected 
by its use would alone make it an indispensable aid in the engineer's labors. 

In the highest form of the Planimeter, of which the Integraph and 
Integrator are examples, the principles just described have been developed 
even beyond the capacity of the Polar type we are dealing with, so that 
in addition to an ability to perform the operations possible to the simpler 
form they are capable of solving problems involving the finding of 
moments of inertia and stability, determination of stresses in framed 
structures, centres of gravity and gyration, and many others too numerous 
to mention. 

This class of Planimeter will be more fully described later when the 
higher forms of the instrument are taken up for discussion. 



CHAPTER VI. 
Quantities of Materials. 

Of the many and varied problems with which the Engineer of what- 
ever branch is concerned, there are few if any in which the calculation of 
quantities and volumes of materials does not enter to a greater or less 
extent. While this is true of all branches of Engineering work it is more 
especially true with the particular class of problem coming within the 
province of the Civil Engineer, and it is easily true that in the great 
majority of cases with which he has to deal by far the greater portion of 
the time and labor involved in the solution of any given problem is 
occupied in the making of these calculations. 

The importance of these calculations and the necessity of a high 
degree of accuracy in their results is too evident to need expression and 
but illustrates the need aQd enormous value of any aid capable of lessening 
the time and mental labor necessarily involved. The value of such aid is 
even more evident when we stop to consider how often problems arise in 
which the final decision in any given case is dependent on the results of 
the calculation of comparative costs : such for example as the final loca- 
tion of a section of railroad when several locations are feasible — the 
choice of a Reservoir sije, and innumerable problems of similar nature. 
Id too many instances the enormous amount of labor and time necessary 
for the calculation of the relative quantities of materials involved in mak- 
ing such comparative estimates limits the number considered, and in many 
instances causes the selection of a location which is afterwards found to 
have been by no means either the best or the cheapest. 

A further result of the use of any efficient aid in this form of calcula- 
tion is easily seen to be a much more accurate and intelligent preliminary 
report and estimate in any given case and the lessening of the drudgery 
involved in the making of the inevitable ** monthly estimate." 

The attempt to supply such an aid as we have been discussing is seen 
in the almost innumerable number of Tables, diagrams and similar de- 
vices which have appeared, each claiming to best serve the purpose in- 
tended, and many of which are of more or less assistance to the Engineers : 
but of the many with which the author is familiar there are none which 
can from any point of view compare with the Polar Planimeter. In 
degree of accuracy, saving of time and labor, and adaptability to every 
condition, the value of the Planimeter in this connection cannot be over 
estimated. 

While perhaps the most frequent use of the Polar Planimeter in this 
class of problem is in computing the volumes of Earth work or other 
material from cross-sections, since these computations are the most 
frequent and occupy the larger share of the Engineer's time, the instrument 
is by no means limited to that particular form of operation, but is adapted 
with equal facility and accuracy to every calculation in which the 
measurement of volumes or quantities of materials is involved. On this 
account and on account of the invaluable aid of which the Planimeter is 
capable in every application of this form of computation the use of the 
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lastrument will be described in those calculations of most frequent occur- 
rence in the Eagineer's practice. 

Very complete factors for the immediate adjustment of any Plani- 
meter and for all scales are given in the Tables for all of these operations 
and applications and these factors together with the following descriptions 
of the use of the Planimeter will at once admit of the intelligent use of 
the instrument in all calculations of similar nature. 

The operations selected to illustrate the use of the Polar Planimeter 
in the various calculations of the quantity or volume of materials are as 
follows and will be taken up in the order here given : 

I. Vols, from Cross Sections. 

1. General Methods of Measurement. 

2. Vols, of Single Prism oids. 

3. Vols! of Continuous Prismoids. 

a From Plotted Sections. 
h From Field Notes Direct. 

II. Vols, from Original Contours. 

1. General Methods of Measurement. 

2. Grading over Extended Areas. 

3. Contents and Areas of Reservoirs. 

4. Vols, from Displacement Diagrams. 

III. Vols, from Original and Final Contours. 

1 . General Methods of Measurement. 

2. Grading over Extended areas. 

3. Vols, of Material in Reservoir and Similar Construction. 

IV. Special Methods of Measurement. 

1 . General Methods of Measurement. 

2. Vols, of Brickwork in Sewers, Walls, Tunnels, etc. 

3. Wt. of Iron and other Metals. 

1. METHODS OF MEASUREMENT IN GENERAL. 
Mean End Area and Prismoidal Methods of Measurement. 

The two methods in general use for obtaining the volume or quantity 
of any materials in Engineering or Construction work are what are known 
as the "Average" or '*Mean End Area" method and the Prismoidal 
method. 

Of these, the first or Method of Mean End Areas is only accurate in 
the very few instances, when conditions may make it a special form of 
the second or Prismoidal method. While often used, and indeed, having 
its use in some States legalized by statute, the method is at best but 
■an approximation, and when used except as an approximation, is liable to 
work, great injustice to either the Contractor or to those whose interests 
are represented by the Engineer. In almost every case the results of the 
measurements of a quantity by this method are larger than the true quan- 
tity, and although attempts to counteract this are made by applying a 
correction, the error not being a constant one can not be eliminated, and 
is often productive of any amount of subsequent trouble and disagree- 
ments. 

The extended use of this Average End Area Method is due entirely to 
the rapidity with which calculations for the determination of quantities 
of materials can be effected, as compared to the secoiid oy ^\\s»\svQ?AaJv 
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Method, which while rigid and mathematically accurate, necessitates a 
mucli longer time to obtain any desired result than does the first. 

Owing to the extended use of the Average method just mentioned, 
and to the fact that the method has a certain value where confined to 
rough preliminary estimates or approximations, the use of the Plani- 
meter in connection with the solution of problems by that method will be 
included in our discussion, although it will later be seen that the use of 
the Polar Planimeter in all this form of computation entirely eliminates 
every advantage as to time possessed by the Average Method, allowing an 
absolutely accurate result by the Prismoidal method to be obtained in 
exactly as short a time as an inaccurate result by the Average Method. 

2. VOLUMES OF SINGLE PRISMOIDS. 

While the following descriptions and demonstrations are entirely 
general and apply to every form of prismoidal calculation, practical 
examples have been used to illustrate the use of the Planimeter in its 
various applications, and the examples selected for illustration made as 
typical as possible, so that no difficulty will be experienced in applying 
the methods to particular cases. 

Application of the Prismoidal Formula. 
As generally written the Prismoidal formula is : 

L 

V = - (Ao+ 4 Am + Ai) (1) 

6 
in which 

V = Vol. of Prismoid in Cu. Ft. 

L = Dist. in Ft. bet. End Sections. 
Aq = Area in Sq. Ft. of one End Area or Section. 
Ai = Area in 8q. Ft. of other end Area or Section. 
Am = Area in Sq. Ft. of a Section of the Prismoid midway bet. 
the two end sections, the lengths of the sides of this middle 
Section being the means of the lengths of the correspond- 
ing sides of the two End Sections. 
When the volume of the given Prismoid is required in Cu. Yds. Eq. 
1 becomes : 

L 

VCu. Yds. = .(Ao + 4Am+Ai) (2) 

6X27 
If L be taken as 100 ft., which it usually is in the calculation of rail- 
road excavation, Eq. 2 becomes : 

100 

VCu. Yds. = (Ao + 4Am+Ai) (3) 

6X27 
In Fig. 1 of Plate IV, let us suppose that we have plotted the two End 
Sections Aq and A^ as there shown ; Section Aq being ABCPD and 
Section A^ being ABHNG, both sections being plotted to a scale of 
say 1 inch = 8 ft, and both sections having, as in all railroad sections, the 
same width of road bed and the same ratio of side slopes. 

Since these sections are plotted to a lineal scale of 1 in. =8 ft,, 1 sq. 
in. of section will represent 8* ~ 64 sq. ft, and we have as the Volume 
represented by the two sections : 

100 X 64 

V Cu. Yds. = (Ao + 4 Am+ A,) (4) 

6X 27 
or hy reduction VCu. Yds. = E9.5061 (,^o -\- 4 A -V A^ (5) 
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Method of Plotting the Cross Sections. 

It is evident from the definition given above tiiat, since the area AB 
CPD is the Aq, and the area ABQHN is the A^ of our Equations, 
if vvre bisect the distances CH, PN, DG on our diagram and draw the lines 
FM and ME, the resulting area ABFME will be the Am of the Equations, 
since by so doing we have drawn an area the lengths of whose sides 
are the means of the lengths of the corresponding sides of the two end 
sections Aq and A^. 

If, now, we suppose the sum of the three areas Aq, 4 Am and Aj to be 
say 1 Sq. Inch, and subtitute in Eq. 5 we have : 

V Cii. Yds. = 39.5061 X 0) (6) 

or 

V == 39.5061 Cu. Yds (7) 

Eq. 7 then shows that when the sections of any given prismoid are plotted 
to a scale of 1 in. = 8 ft., each sq. in. of actual area represented by the 
term (Aq + 4 A + Aj) will represent a volume of 39.5061 Cu. Yds., the 
prismoid being 100 ft. in length. 

If, then, we adjust the Planimeter to that Setting which will cause the 
Instrument to record 3950.6 Vernier Units when tracing an actual area of 
1 Sq. inch, and with the instrument so adjusted we trace continuously and 
successively the plotted sections as indicated in the expression (Aq + 
4 Am+ Aj) — that is, tracing the area ABCPD once, the area ABFME 
four times and the area ABHNG once — it is evident that the number of 
Vernier Units recorded for that tracing when multiplied by .01, the value 
of the Relative Vernier Unit, will be the number of Cu. Yds. contained 
in the given prismoid. 

Method of Measurement. 

From the above explanation it is evident that to measure the volume 
in Cu. Yds. of any prismoid with the Planimeter, we plot the two end 
areas to any desired scale and from them plot the intermediate Section as 
above described, and as shown In Fig. 1 of Plate IV. Then having ad- 
justed the Planimeter to the Setting given in the Tables for the scale to 
which we have plotted the Sections, we trace continuously the two end 
Sections each once and tlie middle or Mean Section four times, and hav- 
ing taken the total Reading due to the tracing, we multiply it by the Ver- 
nier Unit given in the Table for the scale in question. The product of 
the Reading thus obtained when multiplied by the Relative Vernier Unit 
will be the desired volume of the Prismoid. 

It is evident that in the case of a prismoid having a less length than 
100 ft., the operation would be exactly the same except that having ob- 
tained the volume of the prismoid in exactly the same manner as though 
it were 100 ft. long, we simply multiply the volume thus obtained by the 
actual length of the given prismoid expressed as a per cent, of 100 ft. 

Owing to the strict importance of a thoroughly intelligent under- 
standing of the operation just described, it will be best to illustrate it 
more fully by the following example : 

Let us suppose that we desire to measure the volume in Cu. Yds. of a 
Section of Railroad excavation, the length of the Section being say 73 ft., 
and that we have the field notes of the Cross-sections at both ends. 

Having selected the Scale of 1 inch = 10 ft. as our plotting scale, we 
proceed to plot both end sections one upon the other, as shown in Fig. 1 
of Plate IV, ABCPD bemg one End Section and ABHNG the other End 
Section plottiid t > the scale selected. 
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We then find by scale the middle points of the lines CH, PN and DG 
and connect these middle points by the lines FM and ME, as shown. 

Looking in the table headed Volumes by Single Prismoids (Table 7), 
we find that the Setting for the scale of 1 in. = 10 ft. is 307.0. Ad- 
justing the Planimeter to this Setting, and bringing the instrument 
to a Zero Reading, we place the Pole in the most favorable position rela- 
tive to the plotted Sections and bring the Tracer to A as the place of begin- 
ning for the tracing. Then carefully, and with regard to the rules apply- 
ing to all cases of Planimeter measurements, we proceed to trace the 
Section ADPCB. Instead of stopping when we have arrived again at the 
beginning point, the tracer is carried on past A and the Section AEMFB 
is carefully traced four times, after which the tracer is made to trace the 
Section AGNHB once. The entire tracing is performed without stopping 
and without regard to or the taking of any Intermediate Readings, the 
only watching of the recording wheels being to see if the Recording 
Wheel has passed the O mark and begun a new revolution during the pro- 
gress of the tracing. 

The tracing of the three Sections having been accomplished in the 
manner described, the Reading of the Planimeter for the entire tracing is 
then taken. Looking again in the proper table (Table 7), we find the value 
of the Relative Vernier Unit for the given scale to be .9. 

Let us suppose the reading already taken for the entire tracing to be 
say 12472.0 Units : the volume of the given tracing, were its length /lOO ft, 
would then be 12472 X .9 = 11224.8 Cu. Yds., but since the length of the 
measured prismoid is only 73 ft., the required volume is evidently only 73 
per cent, of what it would be were it 100 ft. long, and hence the volume 
required is 73 per cent, of 11224.8 or 11224.8 X .73 = 8198.1 Cu. Yds. 

Accuracy of Results. 

If the Planimeter used, instead of having an adjustable arm, should be 
the simpler form of instrument and only capable of giving areas in one of 
unit, say sq. inches, it is evident that a considerable modification would 
be necessary from the operation just described. In fact, the operation 
would have to be exactly the same as it would have to be were no Plani- 
meter at all used except for the saving in time and effort effected by the 
Planimeter in measuring the number of sq. inches contained in the three 
sections. As to the degree of accuracy with which these results are ob- 
tained in the manner just described, it is evident that much depends upon 
the accuracy of the plotting of the Sections, as well as upon the care with 
which the tracing of the plotted sections is accomplished. Repeated 
trials made to test the accuracy of results obtained in the manner described 
have shown that, with ordinary care in the plotting of the Sections, and 
with that attention to the requisites for correct tracings which should be 
taken in all instrumental work, the error in the measurement of a prismoid 
need never be greater than two cu. yds. in one thousand or 0.2 of 1 per 
cent. 

In fact, even in cases where time is a very necessary factor, and 
where the rapidity with which the measurements are made precludes the 
attaining of any but a very ordinary care in operating, the results ob- 
tained have always proved to be far within the accuracy of any but the 
most accurate and precise field work and quite equal even to that. 

As to the relative saving of time and labor of the Planimeter meas- 
urements and the same measurements made by any other known method, 
either table or diagram, that the proportion in favor of the Planimeter is 
easily within the ratio of 1 to 3 is easily demonstrated. 
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As this subject of accuracy must come up for more detailed discussion 
later, it will not be enlarged upon here further than to say that when 
once the Engineer has used the Planimeter as an aid in this form of com- 
putation he will never again return to any — even the most accurate — 
which he may have used before, a remark which applies with equal truth 
to every form of calculation coming within the range of the Polar Plani- 
meter' s capacities. 

3. Volumes of Continuous Prismoids. 

A. Volumes from Plotted Sections. 

The method just described for finding the volume of any prismoid by 
means of the Polar Planimeter while applicable to the case of a single 
prismoid. or where the prismoids to be measured are not continuous, can 
toe modified in such a way when the volume of several continuous pris- 
moids is required as to effect an even greater relative saving in time and 
•labor than in the case of the single measurement. 

The first record of the use of the Polar Planimeter for the measure- 
ment of a number of continuous prismoids by one operation with which 
the writer is familiar, appeared in an article describing the method by 
•Clemens Hershell, C. E., in the Journal of the Franklyn Institute for 
April, 1874, and is essentially the same as that about to be described 
-although worked out entirely independently and without knowledge of 
Mr. Hershell's article. 

Deduction of Formula. 

To develop a form of the Prismoidal formula which will cover the 
case of obtaining by one operation the volume of a number of continuous 
prismoids, let us suppose that we desire to find the total volume of earth 
excavation in a railroad section several hundred feet in length, cross- 
sections of which have been taken as usual at each one hundred feet. 

liet us suppose there are n of these prismoids each of which is 100 
long, and that beginning with the first end section we denote the successive 

oross-sectionsby the letters Aq, Aj, A^, Ag An-i and An, the subscript of 

each A denoting the number of prismoids up to that section and n being 
a-n even number. 

It is evident that with L = 100 and treating each A having an even 
subscript as the end section of a prismoid, 2 X L = 2 X 100 or 200 ft. long, 
the intermediate As having an odd subscript would correspond to the Am. 
of Eq. 1, Pg. 

Taking then the prismoid whose end sections by this arrangement are 
Aq and A^ and making Aj, the middle section, we have for the volume in 
-cubic yards of the first prismoid 

2X100 

Vi = (Ao + 4A,+A,) (8) 

6 X 27 

Taking the next prismoid whose end sections are evidently A^ and A4, 
and whose middle section is A3, and denoting its volume in cubic yards 
by V 8 we have 

2 XlOO 

^2= (A8 + 4A3+A,) (9) 

6 X 27 
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Similarly for the third prismoid for whose volume we should have 

2x100 

^8= (A4 + 4A, + A,) (10) 

6 X 27 

and for the last prismoid 

2 X 100 

Vn = (An-a + 4 An-i + An) (U) 

6 X 27 

2 XlOO 

Since the factor is common to all we should have the total 

6 X 27 
volume of the n prismoids. 

2 X 100 

V, +V,+V3+V,+....+Vn = (Ao + 4 A, + 2 A, + 4 A3 + 

6 X 27 

2 A4 + + 4 Ad-1 + 2 An) (12) 

or by reduction and arranging 

2 X 100 / 

Total Vol. = V Cu. Yds. = ( Ao + 2 A^ + A^ +2 Ag +A^+. ..,+ 

3 X 37 \ 

Ao + An\ 

An ) (13) 

2 / 
or 
Total Vol. = V Cu. Yds. =2.4691 (Aq + 2 Aj + Ag +2 A3 + A4 +....+ 



Ao + An\ 



An ) (14) 

2 / 

which is the formula desired. It is at once seen that this general formula 
can be written as 

Total Vol. = V Cu. Yds. = 2.4691 (Sum Even A\s + Twice Sum Odd A's — 
}4 Sum Extreme A's) (15) 

To employ this formula let us suppose that the railroad section ^yhose 
volume is desired is say 600 feet long. Having selected a scale, say 1 inch 
to 8 feet, we proceed to plot the consecutive cross- sections, superimposing 
them one on another as shown in Fig. 3 of Plate IV, and denoting each 
cross-section by the letter A with the proper subscript showing its number 
from the first end section. 

Since we have plotted our cross-sections to a linear scale of 1 in. = 8 ft. 
each square inch of actual area of plotted cross-section will represent 8- 
or 64 square feet, and introducing this factor in the general Eq. 14 we have 
the particular formula for this scale 

V = 2.4691 X 64 X (Ao + 2 Ai + 2 A, + 2 A3 + A, + 2 A5 + 

Ao + Ae\ 
Ae j (16) 

or 

/ Ao + Ae\ 
V = 158.02/ Ao + 2 Ai + Ag + 2 A3 + A, + 2A5 + Ae j -(17) 

In E(i. 17 it is seen that if the entire quantity inside the parenthesis 
should reduce to an actual area of 1 Sq. Inch the resulting equation 
would be 

V = 158.02 X (1) = 158.02 Cu. Yds.- _ (18) 

which shows that if we have plotted all our cross- sections to the scale 
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of 1 inch = 8 feet, that every square inch of actual area of cross-section 
w plotted which ii represented by the quantity tvithin the parenthesis, 
represents a Vol. of 158. OS Cu, Yds. 

It is evident then that if we adjust the Planimeter to that Setting which 
will give a Reading of 1580.2 Vernier Units when tracing an actual area of 
1 square inch, and then proceed to trace the various plotted cross-sections 
continuously and in the manner indicated by the quantities inside the 
parenthesis of Eq. 17, the resulting Reading of the Pianimeter at the com- 
pletion of the entire tracing when multiplied by the value of the Relative 
Vernier Unit, which in this case is 0.1, will be the total volume in cubic 
yards of the 6 prismoids or the entire total volume of the section between 
the end sections Aq and Ag. 

Method of Measurement. 

The actual method of tracing as indicated by the quantity within the 
parenthesis would be as follows : After having adjusted the Planimeter 
as described to that Setting which will give a Reading of 1580.2 units for 1 
square inch of actual area, we bring the instrument to a Zero Reading, and 
having placed it in its most favorable position as elsewhere described, we 
select a beginning point and trace the plotted sections marked Aq and A-g, 
as shown on Fig. 3 of Plate IV as already mentioned. After having traced 
Aq and Ag once each as described, the reading of the Planimeter due to 
the tracing of these two sections is then taken and being divided by 2 is 
set down for later use. 

The Planimeter is again set to a Zero Reading, and following the 
operations indicated by the quantities within the parenthesis of Eq. 16 we 
trace Aq once, then Ai twice, then A^ once, Ag twice, and so on, tracing 
each A having an odd subscript twice and each A having an even subscript 
once until we have arrived at and traced the last section Ag once as indi- 
cated. 

The entire operation of tracing these sections in the manner indicated 

is continuous, no intermediate Readings other than the one for the quantity 

Aq -j- An 

as already described are taken, and no attention need be paid to 

2 
the Wheel movements throughout the entire operation except to note 
whether and how many times the counting wheel may have passed its 
mark and begun a new revolution. 

At the completion of the entire tracing the Reading of the Planimeter 
is taken, and from this Reading is subtracted the Reading first 'set down 
A0 + A5 

for the quantity This subtraction having been made the re- 

2 
suiting quantity is multiplied by the Relative Vernier Unit given for the 
scale to which the cross-sections are plotted. 

The product is then the the entire volume of the six prismoids or the 
volume of the R'y. section between the Sections Aq and Ag. 

Example of Measurement. 

To make the above description clearer, let us suppose that in the case 
of the six prismoids of railroad excavation we have been discussion, we 
have plotted the cross-section to the scale selected, 1 inch = 8 ft., and 
that Fig. 3 of Plate IV. are the plotted end areas or cross-sections. 

Looking in the table headed • 'VOLS. OF CONTINUOUS PRISMOIDS," 
we find that the Setting there given for the sca\e ol \ mc\v = % i\.. \^'^'^^.'^- 
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Adjusting the Planimeter to this Setting we place the instrument in its 
most favorable position and bring all the wheels to a zero Reading. 

Selecting the point A as a beginning point we then trace the extreme 

end sections. A© and A^, each once — the tracing being continuous. At the 

completion pf this tracing the Reading of the wheels is taken which we 

will suppose in this case to be say 2340 vernier units. Dividing this 

2340 Ao + An 

Reading by 2 gives = 1170 whichisthe value of the expression 

2 2 

Ao + Ae 

of Eq. 14, or in this particular case of the expression of Eq. 16. 

2 

We then reset the Planimeter to a zero Reading and perform the 
other operations indicated by the other terms of the quantities within 
the parenthesis : that is, we carefully and in the manner prescribed for 
the tracing of all plane areas with the Planimeter trace continuously and 
in one operation all of the plotted A's which have an even number as a 
subscript which in this particular case are A©, Ag, A^ and A^. Then with- 
out stopping or taking any intermediate Reading we proceed to trace twice 
each plotted A which has an odd number for a subscript which in this 
case are Aj, Ag and Ag. 

When the tracing as described is completed we take the Reading of 
the Planimeter which we will say is 24,950 Vernier Units. From the 
24,950 Vernier Units which evidently represent the value of the terms 
Ao + 2 Ai + Ag + 2 As + A4 + 2 Ab + Ag, we subtract the 1,170 already 

Ao + Ae 

found which represents the value of the term . Hence 24 950 — 

2 
1,170=23,780 is the total number of Vernier Units due to tracing the cross- 
sections in the manner indicated. 

Looking in Table No. 8 we find the value of the Relative Vernier Unit 
to be 2.0 for the scale 1 inch = 8 ft. 

Multiplying the total number of Vernier Units by the given value of 
one Vernier Unit we have 23,780 X 2.0 = 47,560 Cu. Yds., which is the 
total volume of the six prismoids measured. 

In Formula 14 and 15 deduced for the measurement of the volume of 
any number of continuous prismoids, it will be remembered that the value 
of L or the length of a single constituent prismoid was taken as 100 ft, 
and since two such single prismoids were taken as forming a larger pris- 
moid the length of the larger prismoid thus formed was of course 2 L or 
200 ft. 

In calculating the factors given in Table No. 7 for the measurement 
of continuous Prismoids the distance apart of the end Sections has been 
taken throughout as being 100 ft. as in the example cited. 

In rock and similar excavation the cross-sections which form the A's 
of the Equations Nos. 14 and 15 are frequently taken much closer together 
— the distance between the cross-sections often being 50 or 25 ft. or even 
less. 

In such cases the measurements are made in exactly the same manner 
as when they are 100 ft. apart the factors given in the table being used ex- 
actly as in the case of the 100 ft. sections and the correction made for the 
shorter length between cross-seclions by simply multiplying the result 
obtained by using the Table factors by the length between the end sections 
for the particular case in question expressed as a per cent, of 100 ft. 

Thus if the cross-section interval in any case should be say 30 ft. in- • 
stead 100 of ft, the final result obta\ned\)y uavug VW l^e\.oT^\w Vtv^T^X'^; 
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30 

would be multiplied by = .3 to obtain the desired vol ume of prisraoids. 

100 

It is evident frora the above description of this form of measurement 
that there are no restrictions as to the number of prismoids except when 
the quantities become too large to keep track of conveniently and with the 
provision that the number measured by one operation shall be an even 
number. 

Another limiting condition would also evidently be in the more or 
less confusion and consequent greater liability to error due to plotting too 
many sections over one another as described. This however can be par- 
tially remedied by using different colored inks for the plotting of the 
various sections. 

Accuracy of Results. 

As to the degree of accuracy in results of measurements made in the 
manner just described, it is evident that the nearer together the cross- 
sections are taken and the nearer will the prismoids conform to the actual 
condition of the surface of the ground, but in every caine the accuracy of 
the measurement with the Piani meter is far within the accuracy of the 
cross-sections and of the field work and with accurate data and accurate 
plotting the volume of excavation found by this method will be well 
within the degree of accuracy obtainable by any other known means. 

As to the saving in time and labor, it is too evident to need any dis- 
cussion and a statement of the results of comparative tests of this with 
other methods would seem like exaggeration until the reader had tested 
the matter for himself. 

Mr. Herschell in the article already referred to saj's as the results of 
comparative tests made bj' himself that the *' saving of time derived from 
the use of the Plani meter over that required by calculating from tables or 
from formulae, was as 1/2 to 4/5 ", and that the degree of accuracy practi- 
cally attained ** surpasses what in any odinary work has hitherto been 
considered practically attainable.'' He also estimates the probable error 
as not greater than two yards in one thousand. It will take but little ex- 
perience with this form of calculation to prove all of these estimates both 
as to saving of time and accuracy to be well upon the conservative side. 

3. Volumes of Continuous Prismoids, Cont'd. 
b. Volumes from Field Notes direct. 

In the method just described for measuring the volume of any num- 
ber of Continuous Prismoids by one operation, the cross-sections as will 
be remembered were plotted to some desired scale, each cross-section for 
convenience in plotting and tracing being superimposed on the others in 
the manner shown in Fig. 3 of Plate IV. 

As was also stated in the description of the method, when the number 
of prismoids included in one operation became very large there was apt 
to be some confusion owing to the large number of lines in one diagram, 
thus bringing in a liability of error due to the possibility of tracing the 
wrong outline. 

Advantages of the Method. 
The method about to be described has not only all the advantages 
possessed by the first method but the further advantage of a very large 
saving" in time and iabor due to the fact that tV\e rovitYvodi ^o^^ wo\. \^«^vt<^ 
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that any of the cross-sec tions shall be plotted : it is also evident, that 
owing: to this fact the possibility of error due to the mulitiplying of lines 
in the superimposed plotted cross-seclions is entirely eliminated and that 
any nunnber of prismoids can be measured by one operation with exactly 
the same degree of accuracy as can a single prismoid. The value of these 
advantages is self-evident and makes this method by far the most accurate 
and rapid of execution of any yet devised, while being at the same time so 
simple and so easily executed as to require butlittle experience to employ 
it with the greatest confidence and facility. 

The method is exactly the same as the first both mathematically and 
in execution except that unlike the first method the cross-sections are not 
plotted. All factors for both methods are the same so that the table 
headed VOLUMES OF CONTINUOUS PRISMOIDS being Table No. 8 of 
Plate V is used for both. 



Preparing the Templet. 

Having decided upon one of the scales commonly used for plotting 
Cross-sections in railroad and similar work, a sheet of Cross-section paper 
ruled to the scale chosen is carefully pinned down to the drawing board as 
shown in the diagram on Plate VI which illustrated this operation. A 
heavy vertical line near the center of the sheet of Cross-section paper is 
then selected as a center line and a corresponding heavy horizontal line 
near the bottom of the sheet is selected as the base of the Cross-sections. 

The width of road-bed and ratio of side slopes of the Cross-seclions 
being of course, known, a template is prepared for that particular width of 
bed and slope ratio as shown on the diagram mentioned. 

This template may be of good stiff card or bristol board but what is 
by far more preferable and accurate is one made of transparent celluloid 
or *' Xylonite" which is manufactured and supplied only by the Keuffel& 
Esper Co. of New York City and from whom templates of this description 
for any desired scale and for any width of road-bed or ratio of slope desired 
can be obtained. 

In the diagram mentioned (Plate IV) the scale of the Cross-section 
paper is I inch to 8 feet, while the template shown is cut to that scale and 
is for a road-bed having a width of thirty-two feet and a slope ratio 
of 11^ to 1. 

A line cut in the template at the center point of and at right angles 
to the base permits placing the template on the Cross-section sheet, so 
that the road-bed of the template and its center line will coincide with the 
horizontal and vertical lines of the Cross-section selected for the base and 
Center line of the sections. 

The template having been thus adjusted to the cross-section sheet it 
is securely fastened in position by thumb tacks through the template and 
paper as shown on the diagram. 

Having adjusted the Planimeter to the Setting in Table 8 for the scale 
1 in. = 8 ft. the Planimeter is placed in the proper position on the Cross- 
section sheet, the Tracer brought to the point of beginning and the instru- 
ment set to a Zero Reading. 
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Form of Field Notes. 
In the particular case we are using for illustration let us suppose the 
cross-section notes in our field book to be as follows : 



Station 0— 


34.0 
12.0 


c 
16.0 


37.0 
14.0 


Station 1— 


35.3 
12.8 


c 
17.0 


38.5 
15.0 


Station 2— 


37.3 
14.2 


c 
17.8 


39.7 
15.8 


Station 3— 


39.1 
15.4 


c 
18.8 


41.2 
16.8 


Station 4— 


40.9 
16.6 


c 
20.2 


43.6 

18.4 



which is the form of all cross-section notes and in which the numbers 
dbove the horizontal lines are the number of feet out on each side of the 
Center line that the slopes of the sections intersect the surface of the 
ground, while the figures under the lines give the height of those points 
above the finished grade of the road-bed. For example, at Station the 
surface of the ground at the Center line at this section is 16.0 feet above 
the finished grade while the side slopes, which have a slope ratio of IJ^ 
to 1, intersect the surface of the ground, the right hand slope at 37.0 and 
the left hand slope at 34.0 feet respectively from the Center line, while 
the elevation of these points of intersection are 14.0 ft. and 12.0 respec- 
tively above the finished grade of road-bed. 

Method of Measurement and Use of the Template. 

It is evident that when the template is adjusted to the Cross section 
sheet in the manner described, the tracing of each cross-section with the 
Planimeter is easily accomplished from the mere inspection of the field 
notes of each section : the width of road-bed and slope ratios of all the 
sections in any given case being the same it is a very easy matter with 
the template to locate on the cross-section sheet both the points of inter- 
section of each side slope with the surface of the ground and the center 
height and to conduct the tracing needle from one to another of the points 
thus located, the edges of the template causing the needle to accurately 
trace the other three sides of the section. For example, suppose we wish 
to trace the Cross-section at Station in the manner described, the opera- 
tion would be as follows : Having selected a point of beginning say the 
point of intersection of road-bed and the left hand slope, we adjust the 
planimeter to its most favorable position and place the tracer at the point 
of beginning. We then begin the tracing by moving the tracer along the 
edge of the template up the left hand slope of the section until we have 
arrived at the point on the cross-section sheet indicated by the expres- 
34.0 

sion. 

12.0 

The mental location of this point, which is the point of intersection 
of the g^ven slope with the surface of the ground, is made with the great- 
est ease and rapidity by simply determining with the e^^ \Xv^ \vQ>^\'LRk\i\.'aS. 
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line at the numbered center line which represents a height of 12 ft. above 
the Road bed and following it until it intersects the edge of the template 
at the side slope. 

The needle being brought to this point, it is then conducted along an 
undrawn straight line to that point on the center line which is 16.0 above 
the road bed. From this it is conducted in a straight line to that point 
on the WgTit /land slope, where ^he horizontal line 14 ft. above the road 
bed intersects the right hand slope, which point is indicated by the ex- 
37.0 

pression ; and from this point the tracer is simply carried along the 

14.0 
edge of the template to the point of beginning, thus tracing the outline 
of the given cross section. 

It will take but little experience to enable the three surface points of 
each section to be accurately located mentally and with a rapidity which 
should cause no stop or hesitation in the tracing and the measurement of 
volumes and quantities by this method, and with the use of the template 
will be found to be quite as accurate as is attainable with the plotted 
cross sections and without the time and mental effort expended in plotting 
the Cross-sections necessitated by the first method. 

As already stated, the operations involved in both plotted section and 
template measurements are the same and have already been explained in 
detail ; they consist in adjusting the Planimeter to the Setting given in 
the tables for the scale of the Cross-section paper used and then tracing 
once each the first and last cross- sections of the set of prismoids which are 
to be included in the one measurement, dividing the Reading due to the 
tracing of these two end sections by two and setting the resulting value 
down as a partial result. Then, as previously explained, having read- 
justed the Planimeter to a Zero Reading each even numbered section is 
traced once and each odd numbered section traced twice, the entire opera- 
tion being continuous and without intermediate Reading ; and after sub- 
tracting from the total Reading the value first set aside, the result is mul- 
tiplied by the tabular value of the relative vernier unit for the scale used, 
and the product thus obtained is the total volume of the prismoids 
measured. 

In rock work, or where a greater degree of accuracy is desired in ob- 
taining the volumes of materials, it is often customary to take the field 
notes of the Cross-sections in greater detail by including in the cross-sec- 
tion notes the elevation of the surface of the ground above the Road bed 
at a distance out on each side of the Center line equal to one-half the 
width of the road bed, thus making the cross-sections ** five level sections,'* 
instead of ** three level sections," as used in the above example. 

The location of these two points is quiteasaccurately and easily found 
on the cross-section sheet as are the other three, and admit of ** live level 
sections" being traced quite as readily as are the ** three. level." 

It may be urged, and especially in the case of large sections, that in 
tracing the surface of the ground of each section, since no lines are drawn, 
the tracer may deviate more or less from a straight path between the 
slope stake and the Center or the Center and the other slope stake, but it 
is readily seen that the actual surface of the ground is rarely a straight 
line, and that the deviating path of the tracer would probably conform to 
the actual surface with quite as much accuracy as though following a 
drawn straight line connecting the points. 
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Accuracy of Results. 

What has been said as to the attainable degree of accuracy in results 
by the method of plotted cross-sections applies equally to the method just 
described when the template replaces the plotted sections and the meas- 
urements are made from the field notes direct. 

To test the accuracy of this form of measurements, the volume of a 
section of Railroad excavation six hundred feet long, of which the notes of 
five cross-sections are given on page 71, was calculated very accurately by 
means of the prismoidal formula. The volumes of the six prismoids were 
then measured continuously by the Polar Planimeter in the manner just 
described, the scale of the cross section paper and template used being 1 
inch to 8 feet. In the measurement of these prismoids with the Plani- 
meter no attempt was made to secure a degree of accuracy higher than 
attainable by average care in the tracing and use of the Planimeter in this 
class of work, the design being to have all the conditions of the measure- 
ment the same as would be the case in any ordinary measurement or use 
of the instrument. 

The results of^ the two measurements of the 600 ft. section were as 
follows : 

Volume by Prismoidal Tables 23,326 Cu. Yds. 

Volume by Planimeter 23,294 Cu. Yds. 

making the difference in volume as given by the two methods of meas- 
urement 

23,326 — 23,294 = 32 Cu. Yds. 

a difference so small as to be far within the strictest allowable limit for 
this class of work and showing a degree of accuracy in the Planimeter 
method far higher proportionately than the field operations by which the 
notes were obtained. 

The saving in time and labor as between the two methods was also 
shown by this test to be well within the proportion of 1/2 to 4/5 already 
mentioned in the case of the method by plotted end sections ; in fact, that 
proportion was almost doubled and with the further very important con- 
sideration that by this method the probability of error is reduced to a 
minimum . 

The value of the Polar Planimeter in the class of measurements we 
have been discussing is so great that when once used and its capacity for 
furnishing results unequalled in accuracy and saving in time and labor by 
any other known method once recognized, the Engineer will never again 
return to the old methods ; a fact requiring but a very short experience 
with the Planimeter to amply demonstrate, not alone of the instrument 
in this form of operation, but in every form of operation to which it is 
applicable. 



CHAPTER VII. 
Quantities of Materials (Cont'd.). 

II.— VOLUMES FROM ORIGINAL CONTOURS. 
1 — General Method op Measurement. 

Although perfectly general and applicable to all forms of prismoid, 
we have so far limited our discussion to that particular form of prismoid 
occurring most frequently in the work of the Railroad or Canal Engineer, 
since it is in this form of prismoid that by far the greater portion of the 
quantities to be measured are presented. 

In the examples thus far given to illustrate the use of the Planimeter 
in the measurement of the volumes of materials, the prismoids into which 
the material to be measured have been divided have had vertical end sec- 
tions and their length as the greatest dimension. 

There is, however, a very large class of problems of costant occur- 
rence in the Engineer's practice in which the material to be measured, in- 
stead of being divided in the form of prismoids just described, is consid- 
ered as divided into a number of continuous prismoids having more or 
less extended horizontal areas as bases and a very short vertical height 
between these bases or end areas as the length. These prismoids in most 
instances are formed by the passing of several parallel, equidistant, hori- 
zontal planes through the material to be measured, the sections made by 
these planes being the base of the prismoids, and the vertical distance 
between them the lengths. 

From this it is readily seen that the form of measurement about to be 
described by which the volume of the prismoids thus formed is obtained, 
will include all problems involving the measurement of quantities of ma- 
terials in operations, such as errading over extended areas, the measure- 
ment of borrow pits, volumes of materials in dredging operations, dis- 
placement diagrams, contents of reservoirs and many other problems of 
similar nature. 

While the principle involved in the measurement of quantities is the 
same for all problems included in the class we are discussing, the general 
method of measurement can often be modified in the case of some partic- 
ular application or application to some particular problem so as to sim- 
plify it for that operation and lessen the time and labor involved in the 
measurement. 

To illustrate this and to show the use of the Planimeter in the various 
special applications referred to, several of the more important and most 
frequently occurring problems of this class will be taken up and the use 
of the Polar Planimeter in each will be explained. 

Very complete Tables giving the Settings, Constants and other factors 
for the immediate adjustment of the Planimeter for all of the various 
forms of measurement described, and for all scales are given among the 
Tables. In those cases where the same Table is used for two or more dif-* 
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ferent operations, the proper Table to use is designated at the end of the 
section describing that operation, as well as remarks on the proper use of 
th^ Table and any other notes which may serve to make the Tables of 
tfcie greatest possible service. 

2 — Grading Over Extended Areas. 

To illustrate this form of measurement, let us suppose that the Area 
^xxclosed within the square in Fig. 1 of Plate X to be the plan of a square 
lot drawn to a scale of say 1 inch to 10 ft., and that it is required to know 
tile number of cu. yds. of material necessary to be removed to grade the 
^ot so that its final surface shall be level and at a determined elevation. 



Preparation of Diagram. 

In the diagram let the elevation marked Grade be the final height to 
which the surface of the lot is to be brought, and let the lines marked 2.0^ 
4.0, 6.0, etc., be counter lines of the original surface or lines of intersection 
of the original surface of the ground with equidistant, parallel, horizontal 
planes — the cutting planes being two feet apart vertically — and the num- 
bers at the end of each contour being the number of feet that the given 
plane is above the Zero or Grade plaoe to which the surface of the lot is 
to be brought by excavating. 

It is evident that by passing these parallel, horizontal planes in the 
manner described we have divided the total volume of material necessary 
to be excavated to bring the surface of the lot down to the desired surface 
into ten continuous prismoids, having for their respective bases the areas^ 
included within the contour lines and the intercepted portions of the twa 
sides of the lot, and for their lengths the vertical distance between the 
horizontal cutting planes, which in this case has been taken as two feet. 

As we have assumed the excavation to be vertical at the sides of the 
lot, we have as the upper base of our first prismoid the area included be- 
tween the Contour line 20.0 and the intercepted portions AB and AC of 
the sides of the lot, while the lower base of the prismoid is the Aregu 
included within the Contour line 18.0 and the intercepted lengths AD and 
AE ot the sides. 

The second prismoid has the area ADE for its upper base and the area 
AFG for the lower base, and so on to the last prismoid, whose upper base 
is evidently the area AMNV and whose lower base is the area ARSTV : 
the length of each prismoid being equal to the vertical distance between 
the cutting planes, is of course two feet. 

Since these prismoids are contiunuous, the lower base of one prismoid 
being also the upper base of the one below it, it is evident that we can 
apply to it the same method of measurement as explained in our previous 
discussion of Railroad excavation under the the head of ** Continuous^ 
Prismoids." To do this in this case, two adjoming prismoids, each hav- 
ing a length of two feet, are considered as a single prismoid having a 
length of four feet. The upper base of one prismoid and the lower base of 
the other prismoid are thus taken as the even As of Eqs, 14 and 15 Pg. 66- 
while the intermediate As are evidently the odd As of the same Equation. 

In the particular example we are discussing, since there are 10 pris- 
moids each 2 ft. in length, the total volume would be considered as the 
volume of 5 prismoids each having a length of 4 ft., and the demonstra- 
tion would be exactly the same as in the previous case, and hence does 
not require further repetition here. 
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Application of the Prismoidal Formula. 

The general formula for the value of any number of continuous pris- 
moids has been shown to be 

2XL / 
^cu. ft. = (Ao + 2A, + A, + 2A3 + A, + .... + 2An.i + An 

Ao + An\ 



.(19) 



2 / 

or 

2X L / 

^cu. yds. = ( A0 + 2A, + A, + 2A8 + A^ + .... + An-j + An 

3 X 27 \ 

Ao + An\ 

In the particular problem we are using for illustration there are 10 
small constituent prismoids each 2 ft. long. 

In applying Eq. 19 to this particular case it is evident that the areas 
ABC and ARSTV of Fig. I Plate X are the A^ and An of that Equation 
and since there are 10 of these small prismoids each 2 ft. long n will be 10 
and L = 2.0 

Designating the areas of the bases of these 10 constituent prismoids by 
the numbers of the contours on the diagram we have the areas 18, 14, 10, 
6, 2 as the values of the quantities Aj, Ag, Aj, A, and A 9, respectively or 
the odd A*s of Eq. 13, while the areas 20, 16, 12, 8, 4 and are the correspond- 
ing values ofAo, Ag, A^, Aj.Ag and Aio or the even A's of that Equation. 

Substituting all these values in Eq. 13 we have as the total volume of 
excavation 

V = ( (20) + 2 (18) + (16) + 2 (14) + (12) + 2 aO) + (8) + 2 (6) + 

3X27 V 

(0) + (20) \ 

(4) + 2(2)'+(0) ) (a) 

2 / 
or generally 

2x2/ Sum Extreme As\ 

V = I Sum Even As + 2 Sum Odd As— -^ I ---(b) 

3 X 27 V 2 / 

Since our diagram is plotted to a scale of 1' = 10', 1 Sq. Inch = 10* = 
100 sq. Ft, which being introduced into Eq. 13 gives for the total volume 
after reduction. 

(Sum Extreme A's \ 
Sura Even A's -f 2 Sum Odd As j (c) 

By assuming the expression within the parenthesis of Eq. (c) to be 1 
Sq. inch of actual area we have 

V = 4.9382 Cu. Yds (d) 

Eq. (d) shows that after having performed aJl of the operations in- 
dicated by the expression within the parenthesis of Eq. (a), each square 
inch of actual area indicated by the result of those operations when plotted 
to a scale of 10 ft. to 1 inch will represent a volume of 4.9382 Cu. Yds. 

Method of Measurement. 
Hence to measure the total volume of all the prismoids into which the 
total quantity of material to be excavated has been divided, we adjust the 
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Planimeter to that Setting which will give a Reading of 4938.2 Vernier 
Units for each sq. inch of actual area traced. The areas ABC and ARSTV 
are then traced and one-half the resulting number of Vernier Units re- 
corded is set down as a partial result. 

The Planimeter is then adjusted to a zero Reading and all the bases of 
the constituent prismoids are traced — those bases designated as odd being 
traced twice and those designated as even being traced once. At the 
completion of this last tracing which is continuous and without inter- 
mediate readings, the total Reading is taken and from it is subtracted the 
partial Reading already recorded. The resulting number of Vernier Units 
is then multiplied by the relative value of the Vernier Unit for the scale 
in question, which in this case is .001, and the product thus obtained is 
the total value of the 10 prismoids or the total number of Cu. Yds. of 
material which will have to be excavated to bring the surface of the given 
lot to the required surface. 

In the description just given of the use of the Polar Planimeter in the 
measurement of quantities of materials in grading and similar operations, 
the example chosen to illustrate this method of measurement while of 
very frequent occurrence was purposely made of very simple character in 
order that the method should be clearly understood, but the extension of 
the method and its application to much more complicated conditions is 
quite as simple and involves no principle other than those already 
described. 

It will take but little thought to discover how easily this form of 
measurement can be extended to cover every form of operation similar to 
the one above described, no matter how complicated it may be and how 
perfectly the Planimeter is adapted to the solution of all problems of 
similar nature. 

In the case of grading and leveling operations the Planimeter when 
used with any topographical map and by the simple operation of tracing 
the contours will give at once not only the volume of material necessary 
to be excavated to bring the surface of the ground to any desired level 
but also the amount of material necessary to fill in any depressions, thus 
enabling the quantities for cutting and filing to be compared and greatly 
facilitating the entire operation. 

The facility and ease with which the Planimeter measures the volumes 
of materials in all these forms of operation has also the very great ad- 
vantage of allowing cross-sections or contours to be taken much closer 
together than is customary and hence giving a much more accurate and 
satisfactory result, since by the use of the Planimeter we are able to 
measure at least three prismoids in the same or less time than it takes to 
measure one by any other method and with a far greater degree of accu- 
racy. 

As already stated the extension of this method of measurement to 
other problems of like nature is evident and will not require further de- 
scription except to say that the value of the Polar Planimeter in every 
such problem will be found to, be quite as great as is apparent in the 
simple case we have been discussing — a remark equally applicable to each 
and every application possible to the instrument. 

Table No. 9 gives the Settings, Constants and other factors for ad- 
justing the Planimeter to this form of measurement and for all the usual 
scales. 

The factors there given are calculated in all cases on the assumption 
that the vertical distance between the Contours or End Sections is one 
foot which would make L = 1.0 ft. in Eq. 19. Tiie correction applied to 
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the final result for any other value of L is evident and consists simply of 
multiplying the result obtained by using the factors given in the Tables 
by the vertical distance in ft. between the parallel cutting planes. Thus 
in the example just given the results obtained by using the factors in the 
Table would be the total volume of all the prismoids if the contours 
were one ft. apart. Since the cutting planes are 2 ft. apart the result 
thus found must be multiplied by 8 to obtain the correct volume for this 
particular case. 

3 — Contents and Areas of Reservoirs. 

There is perhaps no one problem in which the wide range of applica- 
tion and adaptability of the Polar Planimeter to the many forms of Engi- 
neering computation is better illustrated than in the following and were 
the capacity of the instrument limited to the one problem about to be des- 
cribed, it would still remain by far the most valuable of all the Engineer's 
assistants. 

Description of Diagram. 

In Fig. 2 of Plate X is shown in plan the site of a Reservoir and Dam 
on which the Engineer is required to make a report and estimate of cost. 

Tiie diagram shows the location of the dam and contour lines of the 
proposed reservoir, the zero or datum line being taken as the height of 
the water in the creek at the site of the dam and the contours show the 
water line of the Reservoir for each two feet in height of the dam above 
the datum, the number of the contour being its vertical elevation in feet 
above the zero plane. 

We will suppose the diagram to be drawn to a scale of say 20 ft. to 
one inch and that the Reservoir is required to hold a given number of 
thousand gallons. 

It is evident that the first step in the solution of the problem will be 
to determine to what height or contour the water must be raised in order 
that the Reservoir shall have a capacity of the desired number of thousand 
gallons. It is at once seen that this operation is exactly the same as that 
already explained for finding the volume of excavation from original con- 
tours since, by passing the horizontal parallel planes whose intersection 
with the surface of the ground form the contour lines, we have divided 
up the capacity of the Reservoir into a number of continuous vertical pris- 
moids whose bases are the areas included within the respective contours 
and whose common length is the vertical distance between the equidistant 
cutting planes, in this case being one foot. 

Application of Prismoidal Formula. 

The formula previously demonstrated for finding the volume of any 
number of continuous prismoids of the form under discussion and given 
on Pg. 76 of this Chapter is 

L X 2/ 

Vcu. ft. = (Ao +2Ai + A^ + 2A8 + --- + 2An-i+An 

3 \ 



Ao X An..\ 

j — -(19) 



2 

or 

L X2 
V = (SumEvenA's + 2SumOddA's — J^ Sum Extreme As).. -(19) 



I Sum Even A's + 2 Sum Odd As — % Sum Extreme As I . 
in which V was the total volume in Cu. Ft. of the n continuous prismoids 
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and n is an even nunnber. Since the vertical distance between the 
contours is one ft. 

L = 1 in. Eq. 19 and since 1 U. 8. Gallon = .18868 Cu. Feet by subs- 
tituting these values in Eq. 19 we have 

1X3/ \ 

V = 1 Sum Even As+2 Sum Odd As — J^ Sum Extreme As ) . .(21) 

3 X . 13368 \ / 

or by reduction the Vol. in U. S. Gallons is 

V = 4,987 (Sum Even As + 2 Sum Odd As — 1/2 Sum Extreme As) 
.... (22) 

which is the general equation required. 

Since the given diagram has been plotted to a scale of 1 inch = 20 ft., 1 
Sq. inch = 400 Sq. ft. and including this in the general formula we have 
as the Equation for this particular case (since 4.987 X 400 = 1994.8). 

V = 1994.8 (Sum Even As+2 Sum Odd As — \ Sum Extreme As) (22) 
the required volume being expressed in U. S. Gallons. 

Method of Measurement. 

It then we adjust the Planimeter to that length of Tracer Arm which 
will give a Reading of 1994.8 Vernier Units for each Sq. inch of Actual 
Area represented by the values within the parenthesis, and then trace the 
various As in the manner indicated, it is evident that the resultant Read- 
ing due to the entire operation will be the volume in U. S. Gallons of the 
Contents of the Reservoir if filled up to the Contour selected as the An of 
the trial measurement. 

For the reasons already given elsewhere, exactly tlie same result is 
obtained by using another length of Tracer Arm or Setting and multiplying 
the resultant Reading by a corresponding value of the Vernier Unit, the 
Setting and Vernier Unit selected as best adapted to the particular case 
being given in Table 12 opposite the given scale. 

Looking in Table 12 we find the Setting for the scale 1 in. = 20 ft. to be 
39.2 with the value of the Relative Vernier Unit. 30.0. Adjusting the Plani- 
meter to this Setting and bringing the Instrument to a Zero Reading the 
Planimeter is then placed on the diagram in its most favorable p osition and 
the Tracer brought to the point selected for the point of beginning of the 
tracing. 

It is evident that since we desire to find that Contour at which the sur- 
face of the water must stand in order that the Reservoir shall contain the 
desired number of gallons, this can only be done by trial, varying the num- 
ber of prismoids or contours measured until we find that value of n which 
will give us the desired value of V in Eq. 22. 

Since n must be an even number the first trial measurement is made 
by taking any even Contour as the An of Eq. 22, and the volume of all the 
prismoids, or its equal the Contents in Gallons of the Reservoir where the 
water line is the n Contour, is found as indicated by the Formula by trac 
ing continuously the Contours marked Ao and the An selected for this- 
trial measurement. This Reading which when divided by 2 is the '* 1/2 
Sum of Extreme As " of our formula is then recorded as a partial result. 

Adjusting the Planimeter again to a zero Reading, each Even A up to 
the Contour selected as the An of this trial measurement is then traced 
once and each odd A twice— the tracing as in the previous measurements 
being continuous. At the completion of this tracing the total Reading is 
taken and from it is subtracted the partial result already recorded. The 
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result when multiplied by the value given for the Relative Vernier Unit 
for tiie given scale in Table 12 is then the total number of Gallons which the 
Reservoir would contain, were it filled with water up to the level of the 
Contour taken as the An of our trial measurement. 

It is evident that the result of this trial measurement will at once show 
whether the Reservoir when filled to the Contour chosen for the An of the 
trial measurement holds less or more than the number of Gallons decided 
upon and will act as a guide in selecting another Contour for the second 
trial measurement. In most instances the results of a second trial measure- 
ment, which is of course made in exactly the same manner as described for 
the first trial, will be sufficient to definitely determine the water line of 
the Reservoir when holding the number of Gallons of water previously 
decided upon. 

The desired contour having been determined in the manner just de- 
scribed, the next step is evidently to find the number of acres of land 
covered by water when the Reservoir is filled to the height thus found. 

Measurement of Area. 

This is at once found by adjusting the Planimeter to the Setting given 
in Table 5 for the scale of the diagram, or 1 inch = 20 ft., and tracing 
the area included within the Contour found by the above operation. The 
Reading of the Planimeter, after tracing the given contour, when multi- 
plied by the value of the Relative Vernier Unit given in the Table for the 
given scale, gives at once the number of acres of land covered by water 
and required for the given Reservoir. 

Since the finding of the Water line as above described also determines 
the height, and hence the Crose-section of the dam required, the volume of 
the various materials entering into the construction of the dam is also at 
once found by adjusting the Planimeter to the Setting required by the 
given conditions and tracing the cross-section of the designed dam. 

In fact, we could quite as easily cause the Instrument to give the esti- 
mated cost of the dam were it desirable to do so. 

The Engineer who has made the above indicated calculations by any 
other method than by the aid of the Planimeter in the manner just de- 
scribed, will never again willingly revert to the old methods or believe 
that too much can be claimed for the value for the aid thus rendered by 
the new. 

Obviously all that has been said as to the accuracy of the Instrument 
in the operations previously explained will apply with equal truth to that 
just described and need not be repeated. 

In Table No. 12, under the heading of *' Contents of Reservoir," is 
given the Settings, Constants, Vernier Units and other factors for all the 
scales commonly used in calculations of this nature. The derivation of 
these factors will be easily understood from the practical example we have 
used for illustration in the above explanation and from the general de- 
monstration of the principle of the Planimeter given in Chap. III. 

4 — Displacement Diagrams. 
Description of Problem. 
The extension of the use of the Polar Planimeter to many other Engi- 
neering problems of similar nature to those already described can easily 
be made in the light of the explanations given and need not be further 
discussed here. There is, however, a certain class of problem more espe- 
cially met with in the work of the marine engineer or constructor, and to 
which the peculiar principles governing the operation of the Planimeter 
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«eem to especially adapt the iastrument. To this class belong those oper- 
ations involving the measurement of tonnage, the displacement of ves- 
sels, obtaining the coeflBcients of Water Lines, areas of wetted surfaces 
and similar applications too numerous to mention. 

The special adaptability of the Polar Planimeter to all calculations of 
this nature is at once apparent, as they will be readily seen to be in reality 
only special forms of the particular form of measurement we have been 
<Jiscussing. The use of the Planimeter, both in theory and practice, in all 
operations of this class will be readily seen to be alike in all, being modi- 
fled only in details to meet special conditions, and the general application 
being clearly understood, the modifications necessary to meet special con- 
ditions can be easily and intelligently made. 

As a typical problem of this class we will take the measurement of 
volumes from displacement diagrams and briefly describe the use of the 
Planimeter in this connection. 

Preparation of Diagram. 

As a requisite in this form of measurement an accurate displacement 
diagram of the given vessel or scow must be made, being carefully plot- 
ted to some suitable scale. To prepare this displacement diagram, the 
vertical distance or depth that the vessel or scow sinks when loaded, as 
■compared with its depth when empty, is first found and then accurately 
divided into any number of equal parts. 

The wetted perimeter of the vessel at each one of these equidistant 
parts must then be measured and accurately plotted to a suitable scale, 
each such area being superimposed on the others on the diagrrara. In the 
case of a scow, which is usually rectangular in plan, these displacement 
areas can be found by actual measurement, while in the case of a curved 
or shaped vessel they are more easily obtained from the builder's plans. 

It will be readily seen that these displacements or wetted areas are 
exactly the same as obtained in our previous illustrations by the passing 
of the equidistant, parallel, horizontal planes through the mass of mate- 
rial to be measured, and that the entire operation is exactly the same as 
already described in the previous cases referred to. It is also evident that 
the method of measuring the volume of water displaced is identical with 
the method of measurement employed in the previous examples. 

Method op Measurement. 

The successive displacement areas being numbered in the manner 
already described the volume of displacement to any given depth in Cu. 
Yds. of water displaced is evidently found by Eq. 15, or 

L X D« X 2 

^ = (Sum Even As + 3 Sum Odd As — 3^ Sum Extreme 

3 X 27 

As) (23) 

where L is the unit vertical distance between the displacement surfaces 
and D is the lineal scale of the plotted diagram. 

The volume of water displaced being thus found the corresponding 
volume of loaded material, is found by introducing the proper coefficient 
for the given material. 

This coefficient is the reciprocal of the specific gravity of the mate- 
rial, and is found by trial for any given material by loading the ganged 
scow with a measured volume of the given material. 
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As the conditions are the same, Table No. 9 will give the Settings 
and other factors for all problems or operations of this class when the 
units of measurement are the same. As the vertical distances between 
the displaceiQent surfaces are usually taken as less than 1 ft, which is the 
distance adopted for the calculation of the Table, the final volume of dis- 
placement must be multiplied in any given case by the rates or per cent 
which the particular interval in any given case bears to one foot, the 
Tabular interval. 



CHAPTER VIII. 
Quantities of Materials (Contd.) 

ni. VOLUMES FROM ORIGINAL AND FINAL CONTOURS. 

1. General Method of Measurement. 

We have thus far in the discussion of the measurement of volumes with 
the Polar Planimeter assumed that the volume of material measured was 
simply material to be excavated or moved, and without reference to any 
particular design or purpose in its removal other than that the area from 
which the material was removed should be left as a level surface. 

It is also seen that, as in the case of the measurement of the volume 
of material for which Fig. 1 of Plate X was used as an illustration, the 
volume was obtained from measurement of the Original or surface con- 
tours only. 

It very frequently happens, however, that either we desire the surface 
of the ground after the material measured has been excavated or removed 
to conform to some given grade or shape, or that the excavation or 
removal of the material should be done in furtherance of some definite 
final plan ; in both cases the problem then is to measure the volume of 
material necessary to be removed in order to bring the original surface of 
the ground to the definite final surface or form. 

The measurement of the volumes of material to be moved under 
these conditions can be very much simplified and shortened by the use of 
a specially prepared diagram which shows not only the contours of the 
original surface, but also the final contours or contours of the final surface 
to which we wish to bring the original surface either by excavation, by 
embankment or filling, or by a combination of both operations ; by means 
of such a diagram the volumes of materials involved can be measured by 
one operation of the Planimeter, and the highest degree of accuracy 
attained with a minimum expenditure of time, labor and mental effort. 

To illustrate the preparation of these diagrams and the method of 
measurement of the volumes involved with the Planimeter, two practical 
and frequently occurring examples have been taken, which will not only 
clearly illustrate the principles and methods employed, but will serve as 
examples of the application of the Planimeter to every form of problem 
of similar nature. 

2. GRADING OVER EXTENDED AREAS. 

Preparation of Diagram. 

As the first example of this form of measurement, let us suppose the 
diagram on Plate VII to be the map of a lot drawn to a scale of say 1 in. 
= 10 ft. In this diagram let the curved full lines be contours of the origi- 
nal surface of the ground made by passing a number of equidistant hori- 
zontal planes, the lowest or datum plane being taken at the height of the 
lowest point of the surface marked 0.0 on the diagram : the vertical dis- 
tance between the contours being 2.0 feet, and the height of any contour 
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above the lowest or datum contour to be given within the circle on that 
contour. 

Suppose it is desired to excavate and remove the dirt or rock until the- 
surface of the lot shall be brought to a given grade or surface which shall 
be level parallel to the front line, and shall have a regular up grade, so 
that the surface at the rear line of the lot shall be say 8 feet above the 
surface of the front line — the front line to be at the same elevation as the- 
datum or zero line of the contours. As the lot is taken as being 80 feet 
square, the rise in grade of the final or finished surface is evidently one 
foot in ten. 

The lot being' 80 ft. deep, it is evident that if we divide the depth of 
the lot into 8 equal parts, and through each part draw straight lines- 
parallel to the front line, that these lines thus drawn will be the contour 
of the final surface when graded in the manner described, and that the ele- 
vation of each final contour above the zero level will be given by the 
figures in the margin at the ends of each such contour line on the diagram. 

The two sets of lines just described are evidently then simply the 
contours of the original and final surfaces respectively, of the lot, or the 
lines of intersection of the parallel cutting planes with the ori>.'inal and 
desired ground surfaces, observing, however, that in this particular case 
the contour interval of the final contours is 1 ft., while for the original 
contours it is 2 ft. 

It is evident that at each point of mtersectipn of the two sets of con- 
tours, since one contour gives the height of the original surface, and the 
other contour gives the height of the final surface of the ground at that 
particular point, if we subtract the height of one contour from the heights 
of the other intersecting contours, the difference will be the depth of 
material which must be excavated at that point in order to bring the sur- 
face from the original height to the final height. 

If now, we make this subtraction at each such point of intersection, and 
write at each such point the number of feet given by such subtraction, by 
connecting all points of equal difference by dotted curved lines these 
dotted lines will evidently be lines of equal cutting, and at every point of 
each such dotted line the depth of cutting necessary to bring the original 
surface to the final surface will be the same. 

A little consideration of the diagrams as thus constructed will show 
that these dotted lines or lines of equal cutting are also contours of the 
original surface, which may be considered as the horizontal projection of 
the lines of intersection of a series of equidistant parallel planes passed 
through the original surface and parallel to the designed final surface — 
these planes being spaced one foot apart vertically. 

It is also seen that these planes have divided up the quantity of 
material to be excavated necessary to bring the original to the final sur- 
face into a number of continuous prismoids. The bases of the various 
prismoids are evidently the horizontal projections of the areas included 
within the various dotted lines and the sides of the lot, the excavation 
being vertical on all the sides of the lot. 

Method of Measurement. 

Beginning then with the area included within the dotted line marked 
00 and the sides of the lot and making this the Aq of Eq. 14, and giving 
each following base its proper subscript up to the dotted area 8.0, which is 
the An of the formula in this case ; the successive As are traced in the 
same manner as in all the other cases of the measurement of Continuous- 
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prismoids previously explained and the final and total desired volume is 
obtained. 

It is to be remembered that, as stated above, the various areas thus 
traced are not the actual areas cut out by the parallel cutting planes, 
since in this case the cutting planes are not horizontal, but are parallel to 
tlie final surface of the lot, but they are the horizontal projections ol those 
areas, and the required volumes are equal to the horizontal projections 
of those areas thus cut out multiplied by the vertical distance between 
the cutting planes, which in this particular case is evidently one foot. 

To simplify the explanation of the method of measurement just de- 
scribed a simple case was taken as an illustration of the method, the final 
surface being an inclined plane, but the extension of the method to much 
more complex final forms will be found to present no more serious difiicul- 
ties, while the method itself will be found to relieve all similar forms of 
calculation which may be treated in like manner of a very large portion 
of the time and labor inseparably connected with such calculation when 
made by any other of the usual methods. 

It is of course readily seen that Table No. 9 contains all the factors for 
this form of operation the only correction necessary in any case being that 
required for any value of L other than one foot as the length between 
sections which is the value assumed throughout in the calculation of the 
Table. The method of making such correction is too evident to need 
further description, 

3— Volumes of Materials in Reservoir and Similar Construction. 

The following example of the measurement of the volume of mater- 
ials from Original and Final Contours by means of the Polar Planimeter has 
been selected owing to the fact that not only is it a problem of very com- 
mon occurrence in the Engineer's practice but also because it so clearly 
illustrates the enormous value of the instrument in this particular form 
of measurement. 

In the example just used to illustrate this use of the Planimeter the 
conditions were made of the simplest nature — the final surface being taken 
as a simple inclined plane — in order that the principles involved in both 
the preparation of the diagram and its measurement might be clearly un- 
derstood, This knowledge having been acquired the extension of the 
principle to the case of any problem of similar nature and requiring sim- 
ilar form of treatment is easily accomplished regardless of the seeming 
complexity of any special set- of conditions which might be involved in any 
given problem. 

The theory and practical application is the same for every problem of 
the class under discussion regardless of the form or shape of the required 
final surface whose contours may be straight, curved, or irregular. In 
each case the diagram is constructed by plotting both sets of contours or 
their horizontal projections, original and final, one set being superimposed 
on the other and the elevations of both sets being referred to the same 
reference or datum plane. The total volume of the constituent prismoids 
into which this treatment divides the volume of material to be excavated 
is then measured by means of the method of Continuous Prismoids with 
the Planimeter in exactly the same manner as described in the example 
just described. 

The factors given in Table 9 are to be used in all operations of this 
nature, proper correction being made to the final result when the contour 
interval in any given case varies from that employed in the calculation of 
the table which for convenience is taken as one foot. 
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The facility and ease with which calculations of this class are made 
with the aid of the Polar Planimeter has in many cases a very direct re- 
sult of the very greatest importance, and especially in the case of prob- 
lems similar to that about to be described since, by allowing the making 
of a number of different measurements by this method in the time re- 
quired to make one by any other method, we are able to make the calcu- 
lations and obtain the results of a number of possible Reservoir locations 
and thus intelligently select the best location by a comparison of the re- 
sults obtained, and that with no greater expenditure of time or mental 
effort than is ordinarilly given to one such computation. 

The diagram shown on Plate VIII. shows the lines of a small storage 
Reservoir constructed some years ago by the writer for the Suburban 
Water Co., of Pittsburgh, Pa. 

Description of Problem. 

As will be seen the site selected was on a side hill having rather a 
steep slope, and the reservoir proper was constructed partly by excavating, 
partly by embankment, and measured 128 ft. by 148 ft. in size at the top 
of the basin. 

The irregular curved lines shown on the diagram are contours of the 
original surface, the cutting planes being parallel and horizontal and hav- 
ing a perpendicular interval of 4 ft. The zero or datum line was taken at 
the line between the cut and fill portion of the construction marked oo and 
shown dotted on the diagram, the elevation of the various contours above 
or below this elevation is given in the margin at the end of each contour. 

The top of the embankment portion being 10 ft. wide, this width was 
carried level around the Reservoir basin as shown, making in the excava- 
tion part of the reservoir a level strip 10 ft. wide between the top of the 
inner or basin slope and the bottom of the outer slope. The elevation of 
this level strip which is marked "GRADE" on the diagram was taken at 
the same height as the zero plane of the surface Contours. 

The slopes of the finished work both embankment and excavation 
being all taken as having a ratio of 1-1/2 to 1, the straight broken lines on 
the diagram are the lines of intersection of the same set of cutting planes 
as produced the surface or original contours with the slopes of the final or 
finished Reservoir surfaces and are the ''final contours" or contours of 
the final surface. 

The problem then is to measure the volume of the material which 
must be excavated and filled in. in order to bring the original surface of 
the ground to the desired finished surface or in other words to find the 
number of Cu. yds. of excavation and embankment required in order to 
construct a reservoir of the size and shape shown on a site whose surface 
is shown by the original contours. 

Preparation of Diagram. 

On examination of the diagram constructed in the manner just des- 
cribed it is seen that it shows the two complete sets of contours — one set 
being the ** Original" or Surface contours, and the other the ** Final" or 
Contours of the finished reservoir — the two sets of contours being made by 
the same set of parallel cutting planes and one set being drawn superim- 
posed upon the other. 

It will also be seen that by passing the cutting planes in the manner 
described we have divided all of the material necessary to be excavated 
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above the Zero plane into a series of oblique continuous prismoids, the 
bases of the various prismoids being the respective areas enclosed by any 
two intersecting contours, one in each set of contours having the same 
elevation above the datum plane, and the length of each such prismoid 
being the vertical distance between the cutting planes, which, in this in- 
stance, is four feet. 

Thus, in the diagram the first prismoid would have for its upper base 
the area enclosed between the contour numbered 36 of the ** Original Con- 
tours " and the contour number 36 of the " Final Contours " or the area in 
eluded between the curved line marked 36 and the broken line A' B' ; the- 
lower base of the prismoid being the area included between the contours 
marked 32 of the two sets of contours, or the area included between the 
original contour 32 and the broken line C D', and so on to the last pris- 
moid whose upper base would be the area OVUT and whose lower base 
would be the area PSML. 

Since the dotted line 0-0 or PS is the dividing line between the ex- 
cavation and embankment portions of the Reservoir, the total volume of 
embankment is evidently the total volume of the prismoids into which 
the parallel cutting planes have divided that portion of the Reservoir below 
the level assumed as grade. The bases of these prismoids being formed in 
exactly the same manner as those above the O-O line just described, these 
prismoids need no further description since they differ only from the other 
prismoids in that they are the volumes of embankment necessary to bring 
the original surface up to the required surface instead of volumes of ex- 
cavation. 

Method of Measurement. 

It is at once evident that the measurement of the volumes of these 
prismoids with the Planimeter is accomplished in exactly the same manner 
as described in detail in the examples already given for the measurement 
of continuous prismoids, and that the settings and other factors to be em- 
ployed are the same and are those given in Table 9, remembering always 
to make the proper correction in cases where the contour interval differs 
from that used in the table mentioned. 

The particular case we are using for illustration would evidently re- 
quire three distinct sets of measurement operations ; the first operation 
would give the volume of excavation above the level or elevation taken as 
grside ; the second would be to find the volume of excavation in the basin 
proper below the grade level, the result of which being added to the first 
result would give the total number of cubic yards of material to be ex- 
•eavated ; while the third operation would be for finding the number of 
■cubic yards of embankment required for the given construction. 

With the examples already given of the use of the Polar Planimeter 
in the measurement of volumes of prismoids, no difficulty will be en- 
■countered in applying the instrument to the measurement of any quantity 
which can be treated by any of the methods described, and with the prin- 
■ciples involved clearly understood there is almost no limit to the number 
or variety of problems to the solution of which the Planimeter cannot be 
most easily adapted and with the same degree of accuracy and almost in- 
<;redible saving in time, labor and mental effort which characterizes its use 
in those applications already discussed. 



CHAPTER IX. 
Quantities of Materials (Cont'd.) 

IV. — Special Methods of Measurement of Quantities. 

As already stated, those principles of the Polar Planimeter which 
make the instrument of such great value in the various forms of measure- 
ment already described are also such as to make the instrument almost 
universal in its application to all forms of engineering computations. In 
fact, there are very few of the calculations so constantly met with in engi- 
neering practice in which the aid of which the Planimeter is capable is 
not as efficient and valuable as in those selected for illustration. The 
simple enumeration of these practical applications would extend the limits 
of our discussion far beyond the allotted space and will not be attempted, 
but a brief description is desirable of a few of the mor« important of these 
in order to clearly explain the use of the factors given in the tables for 
the operations in question. 

When not definitely stated the table to be used in any given case is 
easily determined by the conditions of the given problem. In many cases 
the selection of the table from which to take the factors for adjusting the 
Planimeter is determined by the unit in which it is desired that the results 
should be expressed. For example, in making the measurement for the 
volume of contents of a reservoir if the result is desired in U. S. gallons 
the setting would be taken for the given scale from Table 12, while if the 
result is to be expressed in cubic feet Table 9 would be used. 

The tables in all cases are made very complete so that the accuracy of 
results can be very readily checked, usually by other factors given in the 
same table. 

1. Volumes of Brickwork. 

In most instances of the use of brick in engineering construction work 
the amount of brickwork is estimated and paid for at a given price per 
thousand brick "laid" or '*in the work." In a great many cases the 
operation of determining the number of brick used in any given work is a 
very uncertain and often unsatisfactory one due to the irregular shape of 
the brickwork and its varying quantity in different portions of the work. 

This is especially true in the case of oval or irregular shaped brick 
sewers where the very nature of the material excavated may cause a most 
irregular shape of cross-section, or in case of a tunnel such as shown in 
Fig. 6 of Plate V, where the cross-section of the brick lining would be 
constantly varying and would require measurements at near intervals — 
often a very difficult and almost impossible operation by ordinary 
methods. 

The ability of the Planimeter to accurately measure the area of any 
figure regardless of the irregularity of its outline, and to give the measure- 
ment of that area in any desired unit and for any scale of drawing makes 
the instrument of very great value in this connection. 

In table 11 are given the Settings, Vernier Units and other factors for 
adjusting the Planimeter for use in the measurement of brickwork for all 
of the commonly used scales. 
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Method of Measurement. 

To illustrate the use of the table in this connection, let us suppose 
Fig. G of Plate V to be the cross section of a tunnel to be lined with brick 
in the manner shown, the irregularities of the tunnel to be filled in with 
brickwork, and that we desire to know the number of brick used per linear 
foot, the drawing being made to a scale of 1/4 inch to 1 foot. 

Looking in Table 10 we find the setting for the given scale to be 285. & 
and the value of the Relative Vernier Unit to be 4.0. 

Adjusting the Planimeter to the given setting, and having brought 
the instrument to a Zero reading the area of the cross-section of the 
brick lining is traced in the usual manner. Let us suppose the reading of 
the instrument for this tracing to be say 1250 Vernier Units. Then since 
the value of the Vernier Unit for this scale is 4.0 we have 

9256 X 4 = 37024 
which is the number of brick per linear foot required. 

It is evident that since the Planimeter gives the number of brick per 
linear foot for the area traced, the quantities of brick in house walls and 
similar forms of construction is at once obtained in exactly the same 
manner by simply tracing the elevation of the wall directly on the plan of 
the building and multiplying the result by the required correction for any 
given thickness of wall other than 1 foot. The openings for door or win- 
dows can be traced and the results substracted in instances where such 
correction is required but ordinarily this is not done in the measurement 
of house walls, the walls being usually counted as solid to allow for the 
extra work involved in the construction of such openings. 

If, as is often the case and especially in retaining walls or foundations 
the result is required in Cu. Ft. or in Cu. Yds. instead of number of brick. 
Table 3 or Table 3^ would be used respectively in place of Table 11 — the 
operation however being exactly the same in each case whichever Table 
were employed. 

In the preparation of the Table the average number of brick per Cu. 
Ft. was taken as 18.5 brick which will be found to be a very close approxi- 
mation, and any result obtained by the use of Table II can be at once 
reduced to Cu. Ft. or Cu. Yds. by a simple multiplication. 

The method of finding the factors given in this Table is easily seen 
from the general Equations and mathematical discussions given in 
Chapter I and need not be repeated here. The Table is intended to cover 
every possible case in the measurement of brickwork and factors are given 
for every scale to which plans for brickwork are usually drawn. 

2. Weights of Metals. 

The ability of the Polar Planimeter to give any desired Reading for 
any given actual area circumscribed by the Tracer admits also of the use 
of the instrument in many operations to which it otherwise would not be 
applicable and this principle of the Planimeter can often be made use of 
to very great advantage. 

It very often happens that it is required to know the weight of a 
piece of metal which, from the irregularity of its shape, the absence of 
the proper tables, or some other reason makes the necessary calculation 
either impossible or at best a long and tedious operation. 

It will take but little consideration to see how the principle of the 
Planimeter just mentioned can be utilized in a case of this kind by so 
adjusting the instrument as to cause it to record the desired weight of the 
metal when the tracer has been passed about its plotted boundary. 



Method of Measurement. 

To illustrate this application 1st us suppose we have a piece of iron of 
the shape shown in Fig. 4 of Plate 4. the total weight of which is required 
and that the given figure is an accurate drawing of the article drawn to 
any convenient scale — say % inch to I foot. 

Since the scale of the given drawing is }4 i"^^^ to 1 foot, one actual 
square inch of the drawn figure will represent an area of 4 square feet of 
metal. 

Since the material is Iron and 1 sq. ft. of Iron taken as 1 inch thick 
weighs 40.0 lbs., and since 1 sq. inch of actual area of the drawing repre- 
sents an area of 4 s(i. ft., the weight represented by 1 sq. inch of actual 
area will be 40 X 4 = 160 lbs., and the total weight of the article will be 
160 lbs., taken as many times as there are square inches of actual area io 
the drawing of the figure. 

If then we adjust the Planimeter to that Setting which will give a 
Heading of 1600 Vernier Units for each square inch of actual area of figure 
traced, it is evident that the Reading due to tracing the given figure will 
be ten times its weight in lbs., and to obtain the weight of any piece of 
flat iron drawn to a scale of % inch to 1 foot we trace the outline of the 
given figure with the Planimeter adjusted as described and the resultant 
Reading divided by 10 or multiplied by .1 will be the desired weight in lbs. 
assuming the iron to be 1 inch thick. Multiplying this result by the thick- 
ness of the iron in inches will evidently give the total weight required. 

Table No. 11 has been calculated in the manner just described and 
gives the Settings, Vernier Units and other factors for all the scales used 
in plotting construction work or similar nature. 

The table has been calculated on the assumption that the metal 
measured was 1 inch in thickness or length and the result of any tracing 
must be multiplied by the total thickness or length in inches of the metal 
measured. 

Gauge Points and Their Use. 

At the foot of Table 12 will be found the names of several of the more 
common metals used in construction work together with the value of 
what is termed the Gauge Point of that metal. In all cases this value is 
the ratio between the weight of any material in the metal whose gauge 
point it is, and the weight of the same quantity in Iron ; the weight of the 
material being found in Iron by the use of the Table, its weight if made 
of any other metal is found by multiplying the weight in iron thus found 
by the Gauge Point of the desired metal. 

For example, let us suppose the metal whose weight is desired to be 
brass whose Gauge Point as given is 1.09. The operation just described 
and with the factors given in Table 12 give the weight per linear inch of 
the given area if the material were iron, and to obtain its weight in brass 
we multiply its weight thus found in iron by 1.09 the Gauge Point g^iven 
for brass — the product being the desired weight in brass. 

The unit of length has been assumed in this form of measurement as 
one inch instead of one foot as probably covering more cases of actual 
problems than the foot unit, although in the cases of Beams, Girders^ 
built up Sections, etc., the foot unit would oftenest apply. 

Gauge Points of Various Metals. 
Wrt. Iron— 1.00 Copper— 1.15 

Cast Iron— 0.93 Brass— 1.09 

Cast Steel— 1.02 Lead— 1.47 

Steel Plates —1.04 Zinc— 0.92 






CHAPTER X. 

Various Forms of Flanimeters and their 
Characteristics. 

a. Area Planimeter. 

As has previously been stated, there are many forms of the Plani- 
meter varying from the simple Area Planimeter whose capacity is usually 
limited to a single operation, to the complicated Precision Instruments 
whose range of operation and attainable degree of accuracy is almost 
unlimited. 

A brief description of these various forms of the instrument together 
With the operations possible to each and any particular application to 
which they may be especially adapted should be of interest here. 

The simplest form of Planimeter consists of two arms of unchangeable 
length connected at the end by some form of pivot joint. The free end 
of one arm terminates in a vertical needle, which on being pressed into 
the paper, becomes a center about which the entire Instrument can re- 
volve. At the free end of the other arm is the vertical Tracing Needle or 
Tracer which is used to follow the outline of the figure whose area is re- 
quired. 




No. 1. 
Polar Planimeter, German Silver, to measure square inches. 

At the other end of the Tracer Arm and near the pivot joint connect- 
ing the two arms is the Integrating Wheel having its axis parallel to the 
Tracer Arm to which it is attached. 

The drum of the Integrating Wheel is divided into one hundred equal 
parts, and the relation of the areas and Wheel is such as to cause the Wheel 
to record one hundred of these parts, or to make one complete revolution 
when the Tracer has traced an area of ten square inches. By this arrange- 
ment the figures on the Wheel represent square inches, the intermediate 
graduations tenths, and the vernier hundredths of a square inch of area 
traced. 

Having no recording wheel the limit of the area which can be traced 
and recorded is evidently ten square inches while the length of the Tracer 
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Arm being- constant restricts the measurement to one unit of area for all 
measurements, usually one square inch. 




No. 2. 

The addition of a recording wheel to this form of Planimeter which 
records the number of complete revolutions of the Wheel for any tracing 
allows of the measurement and recording of an area of one hundred square 
inches for those instruments having this attachment. 

The simplicity of this form of Planimeter restricts its use to the 
simple operations of measuring areas within its capacity, although it 
performs that operation with a degree of accuracy unapproachable by 
any other method when applied to the measurement of areas having more 
or less irregular bounding lines. 

b. Polar Planimeter. 

The next higher form of Planimeter to the simple instrument just 
described differs from the simpler form in having a tracer arm whose 
length can be increased or diminished. Since any change in the length 
of the Tracer Arm produces a change in the number of units recorded for 
the tracing of any given area, this form of instrument admits of the ad- 
justment of the tracer arm so as to give the area of any figure traced in 
more than one unit of area, and to allow of its use in measuring figures 
drawn to different scales. 




No. 3. 

Index marks are usually engraved upon the tracer arm to which the 
arm must be adjusted in order to give the area traced in terms of the unit 
of area desired. Thus, when set to one such mark the area recorded 
will be in square inchos, in another square yards, in another square deci- 
meters and so on, the unit given by any given index mark being engraved 
on the arm at that mark. 

Owing both to the adjustable length of arm and the larger size of 
this form of Planimeter this instrument is capable of measuring much 
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larger areas at one operation than is possible to the simpler form and 
with the same degree of. accuracy, thus largely increasing its usefulness 
in all such operations. 

While any of the forms of Plani meter so far referred to may be used 
to find the mean height of an indicator or similar diagram, the operation 
is evidently an indirect one and necessitates more or less mathematical 
computation to arrive at the desired results. 

To obviate this a special form of the kind of Planimeter under dis- 
cussion is made by means of which the Planimeter is enabled to give the 
average height of these diagrams, without having to submit the results 
to subsequent calculation. 




No. 4. 



This special form of the instrument has two conical needle point pro- 
jections extending upward from the Planimeter. One of these projecting 
points is attached to the Frame or Carriage of the instrument while the 
other. is attached to the top of the Tracer Arm and moves with it. By 
loosening the binding screws of the Tracer Arm and placing the Carriage 
Point at one end of the base of the diagram the Tracer Arm is slid through 
its bearings in the Carriage until the needle point on the top of the Arm 
is brought to the other end of the base of the diagram, in which position 
the Tracer Arm is firmly fastened by means of the clamping screws of the 
Carriage. 

By this operation the distance between these two needle points is 
made equal to the length of the diagram, the mean height of which is to 
be measured. The points on the Planimeter at which these needle points 
are attached are so arranged that the instrument having been thus ad- 
justed and the outline of the diagram traced, the resulting reading when 
multiplied by a certain Constant given for each instrument will be the 
average mean height of the diagram traced. 

As this special attachment in no way interferes with the use of the 
Planimeter in any other of its applications, this attachment's one of very 
great convenience and importance where there is much use of the Plani- 
naeter in this form of operation. 

c. Improved Polar Planimeter. 

A still higher form of the Polar Planimeter is that having an adjust- 
able tracer arm which is graduated for its entire length into some scale of 
equal parts, usually and preferably the value of one division of the 
graduation being J^ millimetre and which is sub-divided by the Carriage 
Vernier to read ^^^ millimetres. 
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Iq this form of instrument the needle forming the Pole at the end of 
the Polar Arm is discarded in favor of the Ball Pole and weight which 
adds much to the facility and accuracy with which results are obtained 
in all its forms of operation. 

As this is the form of Planimeter used throughout our entire discus- 
sion and described in detail in Chapter II. it needs no further reference 
here except to repeat and emphasize the statement already made, that of 
the many varying forms of Planimeters it is that one which is best 
adapted to the General uses of the Engineer, and is that instrument of 
all others, capable of rendering him invaluable aid in any and every form 
of his professional work. 




No. 5. 

c. The Compensating Planimeter. 

All that has been said either here or in previons chaptei-sof the Polar 
Planimeter, just mentioned, can be repeated with even greater truth and 
force of that form of the instrument designed by Mr. G. Coradi of Zurich, 
and termed by him the " Compensating Planimeter. ^^ 

Reference to this statement has to be made in a previous Chapter and 
its advantages over other forms of Polar Planimeters due to the elimination 
from its results of those errors inherent in the ordinary Polar type are 
quite sufficient to place it within the Precision class. 




Mr. Coradi regards this instrument as "destined little by little to 
replace the Polar Planimeter" — a prediction which the instrument seems 
fully to justify. The theoretical considerations involved in the design of 
the Compensating Planimeter are easily understood from the mathemati- 
cal discussion of the principles of the Planimeter given in Chaps. II. and 
III. and the manner in which the tendency to error in the results of Plaini- 
nieter measurements due to non-parallelism of the axis of the Integrating 
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Wheel and other causes are compensated for in the working of tliis form 
of instrument will be readily seen from the two diagrams given in Plate 
IX., Figs. 8 and 6. 

These Figs, show the Compensating Planimeter as placed in position 
for the measurement of the area J. As explained in Chap. III., when the 
axis of the Integrating Wheel in any Planimeter is not in adjustment or 
not parallel to the Tracer Arm, it produces an error in the results of any 
measurement, the size of the error being directly proportional to the 
amount of the displacement. 

By taking the mean of two Readings, one taken with the Planimeter on 
the right of the base XXS as shown by the full lines in Figs. 5 and 6, and 
one Reading taken with the instrument on the left of the base as shown by 
the dotted lines in the given Figs., any error in the results due to the 
causes named is evidently eliminated, since in one position the sign of the 
error would be positive, and in the other negative. Detail drawings of 
the Compensating Planimeter are given on Plate IX. from which the con- 
struction of the instrument can be readily understood. 

The Pole of the Planimeter is a very fine needle point projecting from 
the bottom of the Polar Weight P shown in Fig. 4. This Polar Weight is 
permanently attached to the Polar Arm and revolves with the Arm about 
the needle point as a center, the bottom of the Polar Weight being wedge 
shaped in order to reduce friction to a minimum. 

The special arrangement by which the length of the Tracer Arm is 
made equal in length to the base of any diagram whose average height is 
to be measured has already been described on Page 55 of Chapter IV., 
as has also the special form of graduation by which the ** Setting" of the 
Planimeter for any case is also the length of the Tracer Arm, an improve- 
ment of much value when making the calculations of the factors for any 
given operation. 

The workmanship of this instrument is all that could be desired and 
of the kind which characterizes all of this maker's productions. 
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A special form of the Compensating Planimeter has recently been 
produced which has an adjustable Polar Arm which may be shortened or 
lengthened as desired. By this arrangement the value of p in the Equa- 
tion of the Constant Circle (Figs. 1 and 2 of Plate III.), can be made such 
that the Constant for any given scale or operation shall be a round num- 
ber or any number desired. 

A further advantage of the adjustable Polar Arm lies in the ability to 
extend it and thus increase the size of the Area which may be measured 
with the instrument. 

As giving an idea of the actual size of the Figure whose area can be 
measurad in one operation of the Planimeter it can be said that the Com- 
pensating Planimeter as described above is capable of measuring with one 
tracing and with the Pole on the outside of the given figure a figure in 
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the form of a square having a side 25 centimeters in length or an area of, 
say, 625 Sq. Centimeters, equivalent to about 97 Sq. inches, which is also 
■about the same capacity as the Polar form of instrument which we have 
been using for illustration and description. 

d. Precision Planimkters. 

In aJl forms of the Planimeter thus far described the rotation of the 
Integrating Wheel has been due to frictional contact between the rim of 
the Wheel and the paper or other surface which it rolls. 

The method by which any error in the results of measurements with 
the Polar Planimeter due to irregularities or imperfections in the paper 
upon which the wheel moves is miniminized, has already been explained 
in a previous chapter. 

Attempts to entirely eliminate this source of error and make the 
accuracy of the instrument independent of the nature of the surface upon 
which the area to be measured is drawn, has resulted in the production of 
a class of instruments termed Precision Planimeters, in which this elimina- 
tion has been successfully accomplished. The importance of these instru- 
ments makes a brief description of them desirable in this connection. 

Precision Rolling Planimeter. 
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That form of Planimeter which may be considered as best repre- 
senting the Precision class of instrument is what is termed the " Precision 
Rolling Planimeter" by its maker Mr. Coradi of Zurich detail drawings of 
which are given on Plate X. 

It will readily be seen from the drawings and from the following de- 
scription of the characteristic features of its construction that the ac- 
curacy of the instrument and its operation is entirely independeut of the 
nature or condition of the surface upon which it works, enabling measure- 
ments to be made with it of the areas of figures drawn on poor paper, 
tracing cloth or other material with the same degree of accuracy as 
though the surface were of the most favorable character. 
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By refernng to the drawing it is seen that the Planimeter has three 
points of support, the two wheels or rollers R and R' and the tracer rest Z. 
These wheels or rollers are of exactly the same size and are rigidly at- 
tached to an axis which carries the frame and recording apparatus of the 
instrument. The bearing surfaces of these wheels are covered with fine 
slightly projecting points or teeth which entirely prevents any slipping 
whatever of the wheels on the surface over which they roll. The rigid 
connection of the wheels with the axis which turns with them prevents 
any movement of the Planimeter in any direction other than backwards 
or forwards along a straight line at right angles to the axis — this straight 
line being the " base *' of the instrument and differing from the base of 
the Polar form, which it will be remembered is a circle. 

One of these large wheels is provided with a fine toothed rack F in 
which engages the teeth of a smaller wheel E fixed upon the steel 
axis B, the end of the axis carrying the spherical segment M. The 
spherical segment M is of very finely hardened polished steel and when 
in use is lowered until it comes in contact with a polished steel cylinder 
G, to which it imparts its motion by frictional contact. To this steel 
cylinder is attached the recording mechanism of the Planimeter W, V and 
O which by means of the parts mentioned thus records the number of 
revolutions and fractions of a revolution of the wheels R' due to any 
movement of the Planimeter in the direction of the base. 

The Tracer Arm F is graduated for its entire length having the zero of 
its graduation at the tracing needle D. This arm slides in sleeves in the 
frame and can be adjusted to any given length or Setting by means of 
the Vernier P. When desired an extension to the Tracer Arm is furnished 
by means of which its )ength can be greatly increased, thus adding to the 
size of the area which can be measured with the instrument in one opera- 
tion. 

The range of the Tracer Arm is about 30 degrees on each side of the 
base or center line which with the usual length of Tracer Arm allows of 
the measurement of an area 50 centimeters in width and of unlimited 
length being performed in one operation— a capacity not possessed by 
any other form of Planimeter. 

This instrument is made in two sizes — the smaller size having a length 
of Tracer Arm of 20 cms. and the larger of 30 cms., which lengths can be 
increased by means of the extension mentioned above to 40 cms. and 50 
cms., respectively. 

The high degree of accuracy of this Planimeter together with its 
capacity and independence of the nature of the surface on which it 
operates gives it the highest place in the class of instruments to which it 
belongs. 

Precision Disk Planimeter. 

Another form of instrument which, like the Rolling Planimeter just 
described, is included in the Precision Class on account of the high degree 
of accuracy of which it is capable, is the Precision Disk Planimeter. 

With this instrument as with others of its class this high degree of 
accuracy is due to the elimination of those sources of error present in the 
simpler forms of Planimeter, chief of which being the irregular and 
slipping movements of the instrument caused by uneveness and lack of 
uniformity of the contact surface when the integrating wheel receives its 
motion from direct contact with the surface over which it moves. 
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This Planimeter consists of two distinct parts — the Polar Disk P hav- 
ing a rim on which are cut very fine teeth and the Planimeter proper 
AFHSM. 

The Tracer Arm F of this instrument is of the form common to all 
Planimeters and like them is adjustable in length and capable of being 
adjusted to any desired Setting, and has also the usual Tracer Rest, Bind- 
ing and Slow Motion screws. 

The Polar Arm is supported on the paper by the small wheel L and 
the Tracer Rest S, and on the Polar Disk P by means of the small spherical 
bearing at p, the exact center of the disk, and turns about a finely polished 
pivot at this point which forms the center of revolution or Pole of the 
instrument. Any movement of the Tracer f produces a revolution of the 
entire instrument about the point p and this movement being communi- 
cated to the disk S through the Wheel r causes a corresponding move- 
ment of the Integi'ating Wheel R which moves around the edge of the 
Disk S — the extent and nature of the movement of the Tracer f being thus 
measured and recorded by the wheels R and Z. 

Since the Rest S and the small wheel L are mere supports of the 
Tracer Arm they have no effect on the movement of the instrument, and 
since the motion of the Integrating Wheel R is produced entirely from its 
contact with the Disk S the surface of which is uniform, the accuracy of 
the instrument is seen to be entirely independent of the character of the 
surface traced. 

The diameter of the Polar Disk is about 15 cms. and the total length 
of the Tracer Arm 35 cms. while the area which can be traced from one 
position of the instrument would be that of a figure 25 cms. in height by 
20 cms. in length or about 80 sq. inches. 

Referring again to the relative degrees of accuracy of these Precision 
Planimeters as compared with the Polar form used throughout the pre- 
ceding discussion to illustrate the various operations of which it is capa- 
ble, it can be said that in most cases equally accurate work can be done 
with the Polar or Compensating Instruments as with the instruments 
included within the so-called Precision class, provided that in the use of 
the simpler instruments the conditions for accuracfj given in detail in a 
previous chapter are carefully complied with and that the surface or paper 
upon which the integrating wheel rolls is of the nature proved by ex- 
perience to be most favorable for accurate results. The special value of 
the Precision Planimeters being as already stated their independence of 
these conditions. 

The class of instruments known as Mechanical Integraphs and Inte- 
grators while differing from the Planimeters already described, must still 
be included with them since they possess most, if not all, of the properties 
of Planimeters. 

In addition to an ability to perform those operations of which the 
ordinary form of Planimeter is capable, the Integraph and Integrator 
have a range of operation impossible to the simpler instrument and which 
makes them of the greatest interest and value besides rendering their aid 
almost indispensable in certain forms of calculation. 



Mechanical Integraphs and Integrators. 
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Lack of space prevents any adequate description either of the instru- 
ments themselves or of their characteristic properties other than to say 
that by their aid not only are moments, curves of stability and differential 
and integral curves, mechanically obtained and with the highest degree 
of accuracy, but in some instances — notably Coradis Integraph — the 
inatrument directly plots the curves themselves, making the operation one 
of automatic graphical integration. 

When to these operations are added the immediate mechanical calcu- 
lation of moments of mertia and gyration, the solution of problems in- 
volving the finding of the Centers of gravity, of problems of stability and 
flotation — in fact of almost every operation occurring in the practice of 
the Bridge Engineer or Naval Architect the practical value of these 
instruments is apparent. 
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Although lack of space prevents even the enumeration of many very 
valuable forms of instrument which from the nature of their theory alid 
operation would be included in the Planimeter class we have been dis- 
cussing, enough has been said to give some idea of their practical value 
and of the almost indispensible aid of which they are capable in almost 
every form of Engineering calculation. 

That the value of these instruments is becoming slowly recognized is 
true, but the slowness of the recognition can only be accounted for by a 
lack of knowledge of the instruments and of their invaluable character- 
istics. With this knowledge and by the acceptance of the aid furnished 
by these instruments in almost every detail of Engineering labor, the 
work of the Engineer regardless of its nature will be relieved of by far 
the greatest share of its present attendent drudgery. 



CHAPTER XI. 
Accuracy of Flanimeter Measurements. 

While the degree of accuracy in results attainable in the various oper- 
ations of measurement with the Planimeter as described in the previous 
chapters has been given in the discussion of the use of the Planimeter in 
thos^ descriptions, it will be of interest in conclusion and give a clearer 
understanding of the general subject of the accuracy of Planimeter meas- 
urement to give the results of the experiments which have been made at 
various times to determine the relative and actual degree of accuracy 
which may be confldently expected in the various forms of operation. 

Not only is a knowledge of the degree of accuracy attainable in these 
operations of the greatest possible value as furnishing proof of the reliance 
which may be placed in all results of measurements thus obtained, but 
they serve the added purpose of showing the almost incalculable value of 
the aid these instruments are capable of rendering in every form of Engi- 
neeriog work and giving them the high place in the list of the Engineer 
mechanical assistants for which that accuracy and adaptability so emi- 
nently fits them. 

While this subject has engaged the attention of a number of investi- 
gators, and many experiments have been made at times with more or less 
valuable results, perhaps the most valuable conclusions reached have been 
those due to a series of experiments conducted by Prof. Lorber while in- 
vestigating the subject and reported by Prof. Shaw in his admirable paper 
read before the Institution of Civil Engineers of England and reprinted 
from their Proceedings. 

In conducting these tests no attempt whatever was made to have the 
conditions during the experiments any more favorable than would be the 
case in the ordinary use of the instrument, so that the results obtained are 
those which may confldently be expected in every case in which the Plan- 
imeter is understandingly used and in compliance with the conditions for 
accuracy already given in a previous chapter. 

It should be stated that the results obtained and reported were from a 
single tracing of the figure measured and not the average of a number of 
repetitions of the same measurement, and that the results are the average 
of nine different Planimeters, thus making them equivalent to the results 
of an average* instrument. 

From the series of experiments referred to Prof. Lorber concludes that 
" the different angles at which the measuring-roller of the Polar Plani- 
meter acts has little effect upon the results." He also found that taking 
one turn of the measuring roller, as -f- 100 Sq. Centimetres, the average 
error in the reading was only from 0.00075 to 0.0018, according as the cen- 
ter of rotation or the pole was without or within the area to be measured. 

As the results of all of his experiments. Prof. Lorber offers the fol- 
lowing empirical formula as giving the average error for the different 
instruments for average conditions : 

dFn = Kf-f n yFf 
in which 

n = Reading of Integrating Wheel 

F = Actual Area to be measured 

d F n = Error in result expressed in terms of the Area 
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Applying to the various forms of Planimeters, of which we have given 
descriptions in the previous chapters, and introducing the values furnished 
by experiment for the factors k and n, we have as the error of the differ- 
ent classes of Planimeter 

dF = 0.00126 f + 0.00022 ^ F~f for the Polar Planimeter 

dF = 0.00069 f + 0.00018 V ^ ^^^ ^^^ Precision Polar Planimeter 

dF = 0.0009 f + 0.0006 V Fl for the Rolling (Coradi) Planimeter 

The degree of accuracy as determined by the application of these for- 
mulae to a given operation may be inferred from a trial measurement 
taken with the Coradi Rolling Planimeter where f = 100, which gave the 
relative error of that instrument for the given instrument as 

dF 1 
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a degree of accuracy unattainable by any other method of measurement. 
The actual results attained by the application of Prof. Lorber's for- 
mula is best shown in the following table, prepared by him as showing the 
results of his investigations : 

TABLE 



Actual Area 


Absolute Error 


Relative Error 




Measured 


in Result 


in Result 




F) c/m« 


(dFn c/m« 


f = 100 c/m« 


Per cent. 


200 


0.157 


1 in. 1274 


0.0785 


100 


0.148 


lin. 682 


0.148 


50 


0.141 


1 in. 355 


0.282 


20 


0.135 


lin. 148 


0.675 


10 


0.183 


1 in. 75 


1.380 


5 


0,131 


1 in. 39 


2.620 



The above results are from single, not repeated, tracings of the given 
area, and from the table it is seen that 

V Absolute Errors differ but little and are not proportional to the 
Actual Area traced. 

2** The Relative Error diminishes rapidly as the Area increases and are 
almost inversely proportional to the increase in Area. 

The ifesults of similar experiments made by other investigators have 
been stated in many different ways, most of them however being the 
results of experiments involving some one particular application, so that 
the impirical formulae as given by Prof. Lorber probably is more general 
and covers the subject more completely than do any or all of the others. 

As the actual and relative degrees of accuracy which may be expected 
in any particular practical application of the Polar Planimeter has been 
stated in connection with the description of that particular application in 
the preceding chapters, it need not be repeated here, but enough has been 
said to prove the truth of the assertion made of the Planimeter at the 
beginning of our discussion that "a knowledge of its invaluable capabili- 
ties and of the enormous saving in time and labor effected by its use is the 
only requisite to make it the invaluable and inseparable co-laborer of the 
Engineer in almost every detail of his professional life. 



103 



t/5 

< 



I 



n 

o 

IH 

O 

OQ 
Hi 
<1 

IH 

o 

H 

n 






H 






•4 




« 


H 


« 




iz; 


H 


t3 


o 






O 




1 


o 




^ 


S 




:^ 


S 


to 

1^ 


^ 


QQ 




:st 



*5 



SB 5 






^g 




5 


K 


o •< 


fl 


Sh 


^fe 


^ 


p < 








< °° 


o 




GO 


c £ 


as 




;^ 


^5 
5 


1 

03 


H 





iocoiOco»oapco*oooi>co"^opco*oooco'^iO 



COCDCDCOCOi-lXCDr-IOCOTHr-ICDCOr-ICO'^CO 



S 

:« 



OOCOQOCOOOOCOQOO'^COaDOCOQOOCOWC 

cococococot*opcct*^go<M«>eoooi>cOTHC 



5a»Qoaoa6aoaoaoa»aoaoaood 



COOCOCOeOOOCOCOOOQOOOSQOCOCOQOCOCiICO 
»0 Oi O (N O -"^ 05i id tH O Ci 00 ^* CQ id ^' Cii '^ ip 
r-t tH tH tH 1-1 t-I t-1 1— I tH tH 



QQ 






cooooa>f500-^iO»oOiH 

l>t* I'* 00 t-OS00I>*>Oi 



COOCOOCOOOCDOOOOOOOOCDOOOOCD 






I Oi «o l> Oi «o Oi t* 

> CO CO tH 00 «o o ■•-• 

> CQ 99 09 CQ C9 CO c<i 



C9 






K 




5 


Q 


« 


s 


^ 




tS 


P^ 






s 




£ 


^ 




^ 



OOOOOiOOOW(MOQO»000»OQ«00 
100!llO(Mi0C0«i0C00i<M»«C«»000C0Oi0 



lOOUdOIOOOOOOOOOOOOOOO 

id o> id 00 c-^ 00* ©» o CQ 00 o i> Q c> o o o oa o 
i-iOi-*THoo*coaiocoooao»5oiiDoo«po 

CQCO*«'OilOC«^OJ«OOSaQI>OOC«500 

rH$4COCOOiCO'5<OOi«Oit*»0 

i-HC^OOIOOiO lO 



H 






> 














« 


fe 
^ 


•< 
p 


U5 


00 

a 


O 




cr 


< 




CO 



-'"^SSSSSSSS 



lO 



« 53 

< CD lO ^ lO 1-1 lOOO 
<10C»COi-l(M r-i©«Tt* 

ooooooooooooooooooo 



QQ 



0'^COO»ftQdOOQTi<0 

COWCO"^0'^iiDO«0»iOCO^OSO 

4Ti<O&i-"CQ005Dr-iTH©>'<^COOa>-<(?iCOCOCOTH 

I II II II II II II II 11 II II II II II II II II II II 



tH N CO Tj* iO CO 00 



OOCOOIOOOOOOCOO 
CO00r-iiFH,-i(MOJC0'^»OCO0000r-l 



II II II II II II II II II II II li II II II II II II 



0'«:*<COOOOOOOOOd 
GOrt4COOOO<MCOOI'^Oa'^OCOOpO(MCOOCQ 
i-iC0CO"^CO£>Oai-<'-''-'C<J00CO"^COl>O5T-ir-i 



THC<>00'«^ir5COl>OOGfeO^C9COTt*lOCOI>a)Oi 



104 



€4 

i 



o 
o 



s 



00 



^1 

Is 

8 



*5 



l*^i 



g 

CO 



id 






i i 



A A O Oft 

^' lo ^' >d 

00 CO 09 00 



• H 




. 


ieSB 


09 


.■j; 


o -^ 


H 


fl 


«s 


^ 1 


o 




OQ 


n 


H 


S 


s 


«: 


OQ 




:« 



o 



CO CO 



CO CO CO CO 

0) c^ oo' cot 

lO lO lO lO 



n 
o 
o 

< 

h 

o 

s 






s 



s s 



s s s 
s s s 



i** 



§ 



00 

o 

00 



to 

CO 



lO iO 

00 00 
CO CO 



§ 

CO 



CO* 



i 



CO* CO 

o o 



i 



CO CO CO CO 

g g g s 



o 



CO 

s 

CO* 



est o o 

CJ tH lO 

^ s s^ 

tH CM 00 



to 



00 o 



s 



ooooooooo 






o o o 
o o o 
rH "^ oa 



y I 



s s s 

» s se 



I I 1 



s 



8 I 



I i 



8 § 



rH©«CO'^»OCDl>OOOi 



105 







Y 

1 


11 


3 


1 1 1 ■ 4 1 4 1 t 4 » 1 ' 

1 1 * ■ 4 ' 1 1 1 4 ' < ' 


2 


4 » 4 » 1 P < 


p 

sf 




1 


10 




i M : i : : ; i ; : : i 




1 4 » 4 1 i 1 > 1 > 4 1 
» 1 » 1 ■ 1 I 1 i i i 4 1 


a 




11 
II 




^ 

rt 


1 


t-t^^so-j'mt-ggg^^^ 






g 




9 

1 




1 


o* c4 OD 1.-? ac^ LT rr* -x^ M -^ ^i oi Oi 




<» CB tf> r^yt ^ OS aq t^i ca »0 Oi di 


1 
1 




6 


1 




5 
5 




5 
p 
p 




i 

"S 

i 

1 
a 




9^ 










n 

I 


11 


o 

iH 




m CIS 1-^ « 1^ a:j CO ic o? OT ^ lO oe 


■5 

p 


ii^lilipiPiPi 

ti r- r- !> t- t» t^ t> f ' ^ t- t- 


1 




s 


a 


*3- 




*3! 


00 30 ^' g OD la ^^ ao"^ g 0^ g ^ 


1 






1 

a 


« 


3 

P 


0« M « 




t-t-Oi-'iOT-it-iOi-'Oi-'OO 

|!||S|^||S|||| 




I 


1^ 


^ 
^ 


W3 00 l£3 n 


4 




^ £^ w: ;=; S *J -* 10 (?^ -^_ 


i 

la 




1 

i 

H 


H 


« 


^ 
.? 




^ 

s 

d 




10 -^ 1r-^ W 




3 

b 


« 






& 1 00 00 £0000 00 S3 


•2-S 




3 


4 
1 


^ 


1 

CO 


■^ 4^ « t- ^ K ^ ffl 

Ti II II II 11 Ft II ri II II II M II 




gSSg2523S§S2§ 

CBcrti-idoooddoocjo 










s 


« 


i 




i 


^ S tD t^ 3 US ^ M 
OO-^Oi-iOlOC-O-^C^T-iO 

1I 11 II II II II II II II II II II II 




II 11 II II Ij II 11 II II II II II II 

-Hi 1-1 oa ee ?o 


2S 




1 


n 




2§S?gsisSa!«^c. 




iTiiiiiiii'iiiiii'itii'iiiiii 


s 




6 


rt 




4—1 f— 1 1-1 r^ 


J_ 







106 



i 



< 

o 

03 



D 

03 



s 





H 

1 




5 
1 


< 1 J 1 < h 1 1 1 b t r 

1 ' , fc 1 t » » 1 1 




I 

QQ 


10 




t 
1 


; ; 


; 


s 


J 


! 


1 1 P 

i 1 P 
4 1 P 


: 


: 


; : 


: : : 






il 


-# 

rt 


i 


1 


11 


i 


i 


11 


ill 


i 


t^ 


If? ad 


ill 




g 




■5 




to 00 


04 


i 


SI 


si 


t- m eo 
"^ iO ci 

3 i «3 


90 





K3 OD 


op tt 




;i> 




J! 


























1 


Si 


H 


i 


s 1 g 

OD S ^ 

■t-H 1— 1 ^-1 


T— 1 


00 


1^ 


iiil 


s 

s 




1-H 1— t 


i-H *** 11 




c 

5 






Cff 


C!C O 


63 


CR 


ffi 


CO 


C* CD 00 





2> 


CQ t& 


5ft «C 




H 


s 


3 g 

ip-i 


s; 


aci 


S 




S 3 !S 

1-H 


SI 


§ 




iH tH 




14 




:i! 


























t 

o 


^1 


« 


3 
^ 


■7^ 


1 i 


f— 1 1— r 


i-H 


1^ 


1-H i-< i-< 


Oft 

1— « 
1-1 


03 

l-H 


^ at 
ca 1-H 

•-* 1—1 


ill 










OD 


Id ^ 


O 


dO 








^ « 


1-H 


OQ 


to ^ 


to qS^ 






1 


QQ 


IS 


— OS 


^ 
W 


i 


s 




IIS 


t* 

g 


§ 




s ^ ^ 

01 ^ C4 






1 


« 


1 


? 


If 

1— t 1—1 


1—1 


t- 


1—1 





s S g g 

OS CJ 10 i-f 


i 


g §■ 

Ift T-H 
1-H 1-H 


tH *^ 1-H. 




< 


t- 


1 


i 


si 




ci 


8 

^ 


i^ 
^ 


g8 « 

S § iS 




00 

i 


S 

§ i 


7' U 

$ S £ 




DC 
H 


S2 


<a 


<< 


^ 


i.ii 





9 


i 


s g s 


3 


^ 


■S 


sis 


































14 


b3 

■4 


IQ 


d 


i 


i 


^ 





S 




g s 


1 


1 


s 


s 




!> 


4 




^ 


^ 


O b 





d 








^^ 








w CS 









< 


^ 


i 




II II 


jl 


II 

i-H 


II 


II 


^ ^ 

^ to C) 

II 11 li 

1^ !-• 1-H 


71 



jl 


1-H 

1-H 

ti II 

^H 1-H 


^ ^ = 
jl JI1 jl 




S 

3 
^ 


1 

Si 


» 


i 
1 


^1 


11 11 


II 


Jl 
CD 


II 


1^ 
II 

1—1 


rt T-i 1-H 
II II 11 

(M QD 

^ T-H 


1-H 
II 


1-H 
II 


rH -PH 

rt fi 


11 II 11 
(?o 10 

,-H 




E 


« 


1 
1 




t- 1—1 


1 


T— 1 


09 


s 

s 


ig§ 


i 


i 


4? 

00 T— 1 


1 1 « 




/ 

1 


^ 


ir-l 1-^ 


1-^ 


^ 


T-^ 


■^H 


— 4 ^^ 1-H 


T^ 


^^1 


1-t 1-1 


v-4 ^ 1^ 




^■/ 


-1 


« 


1—1 


c?i CO 


tH 


1« 


to 


It- 


qn qa = 


H <- 


f!^ 




ws ta t- 

< T^ -rt 1^ 


V 



107 



5 



O 
3 



>. 
X 



=1 



52 


^ 


2 


^S 


H 


e 


o 




? 




eo 

H 


^ 


OQ 




:« 



ig 






CO 
00 



O 



CO 

1—1 



g 


CO 


^ 


o 








fe 


eS 


s 


CO 


<M 


Oi 


<N 


w 


CO 


iH 


CO 


iH 


o» 


^ 


00 


f>. 


« 


09 


m 


§J 



S5SB 



5 ' " 



GO 



O 

o 

00 



o 
o 



00 

o 
eo 



CO (» 

Od 00 






o 
o 



o 






o 

00 



00 



o 

00 



o 
o 



3Q 

b 
D 



«5 



CO lO 






CO 



s 



^ t^ t-^ lO 

>> I t- t- o 

^ I (M 0» CO 



t* 1-H 

QO CO 






CO 

^^ 

1-1 



o 
eo 



1-1 1-1 "^ 



' 1-1 1-H 






i-< CO O r-l 



ss s 



s s 



O CO 
lO oo 



g 2 



s 






1-4 oi 



CO ^ 
CO o 
<N o 



CO 

a 

CO 

to 



<J " 



o 

s 



§ 

o 



o o 
o o 



CO 

o 
o 



s s 



00 00 

§ 5 





O; 




c 


la 


l-H 




cr 




CD 



o 



00 

o 






OB 

3 



05 

O 

o 



CO 

o 



-^ « t- 

CD oa lO 

O CO o 

00 T^ (M 

O 1-1 « r-l 



O CO 
CO l> 

O CO 



il II II 



o 

II 



§ 



II II 



s 1 

00 ^ 

II II II 



o 
o 






L 



I i i " I i 



O -r-^ «^ «i \ 



104 



O 



OS 

8 









eo I 



00 

I 



<N W (M « 

9i Oft 9 A Oi 9i 

g § g § g g 

CO 00 CO CO 00 CO 






i 

CO 



o 
eo 






*^ 



oooooooo 
QOQoaoQoaocz>a5oo 



s 



CO 



o 
o 



o 

03 

< 

IH 
O 

H 

n 








© 


3 


©:< 




a 


«S 




P 


o 




^ 


« 




9^ 


H 


o 


^^ 


H 




13^ 


CO 




;« 



s 

"< 



00 



i 



CO 



CO 



CO 



o 

00 



00* 



CO' 



00 CO 

o o 

00 CO 



o 






K 




3 


Q 


00 


a 


H 




D 


P^ 








r- 


^ 


< 




5- 



CO CO 

o o 



i 



CO CO 



<o 

o 



s 



CO "^ 
00 <M 



§ s 



TH iO 



CO 
C4 






^-t Tl 1-^ 

o o o 



T-l 40 
00 o 



S 00 o 



o o o o o o 



n 

2 



PS 



I II 



^(MCO'^IOCOt-OO 



H I 



II II 



^CJCO'^lOCOt^QOOaO 



109 



§5 



p 





O 



Is 



GO 



SKSB 
O < 



§5 



a 



=1: 



iS 



5 S 



Ol 



00 
CO 






00 a> 

CO o 
0^1 CO 



CO t- S S t- 

00 00 CO 00 00 



s 

00 

op 



00 
00* 



00 
00 



00 

00 



il 


H 
H 


5 


a 




? 


S 




a^ 


s 


© 
H 


> 


QO 




:« 






§ S 2 

00 '^ lO 

t- t* l> 









00 00 O t-< 

ob CO o Oft 

90 09 CO 0^1 



00 



5 






iH |> tH Oi 

S' S § § 

1-1 GQ O r-i 



C9 



^ 



S 

00 



o o 

:$■ S S r: 

00 CO Od 00 



00 

oo 



to 

o 



o 

00 



00 
00 



o» o oi 

o» i5 oo 

o >o csl 

T-l GQ 



o 

00 



(» O^ ^ 
tH C» CO 

o* o o 



to 
o 



o 

09 



CO 
CO 



o 



JO 00 
CO lO 
C9 "^ 



g 



s 



L 



.PC4 



00 



CO 00 

CD io 



OD 

§ 
i 

I 

OD 



5 

o 

S 



I I I 



I I I 



CO IO 

II I 



•n< o -^ 

T T t 



CO 



s 

1 



^? v4 CO 

1 t T T T T 7 



s; 



-/ 



J5 I 



! ^ 






\ 



110 



00 

6 



o 



og 



- I 5 



99 



i :« , 






5K» 


19 


a 


O < 




fl 


«s 




P 


o 




00 






^ 

^ 


CQ 




:« 



o S S o 
CO to o o 



i 



CO 



I 



00 



s i i i i 






I ;s i 



^* 






s s § 



r-^ lO 



00 t- 



o •< 



8 



00 »^ 



% 



OD 
00 



«0 th 

go 
0^1 



00 CO 






g 









<0 C9 

lO O 



s 



i 

CO 



Oi CO 






iO o 
00 lb 



o 



O Oi 

Uf CO 

»o Oi 



s ^ 

GO go 



00 o 
CO o 

00 CO 



s 



'3 



o ©i o 

i-I rH « 



O 



O 
00 





fl 


CO 


CQ 


S 


i 


Oi 


g 


g 


<N 


s 


10 




^ 


QD 


''f 


CO 






CO 


"<* 




s 




tH 


y^ 


tH 


TH 


tH 


TH 








o 


O 


o 


o 


O 


o 


O 


o 


o 



L 



O '-^ 00 

'^s' CO oa 

y* la y-< 

Oft JO !-• 



S 9 



1 



I 1 I 






CO 


»o 


CO 


1—1 


c^ 


CO 


« 


1 


1 



"^ o 5 
CD 1-1 ^ 



I II 



^^ v« W '^f '-^ 

111111111 



Ill 






1 

00 



il 


il 




1 


i% 


« 




QQ 


Q 




H 


^ 




OQ 




:« 






00 



00 



00 
00* 



oa o 



00 c« 



• H 




a 


15 




o 


«^g 




p 


o 




w 


i 


H 


» 

^B^ 


OQ 




:« 



00 












CO r» 

00 tH 



fc* CO 





H 
H 




o 




? 






a^ 


H 


© 
H 


> 


CQ 




:« 









f: S 



CO 

o 






00 

CO 



C4 



00 



CD 

3 



CD 



00 
00 



1-1 00 

«> 00 

Cd CO 

0^1 C4 






g 



CO O) 

i^ o 

a r-l 



s 






o <w 



CO 



CO 

a» 



S 

5 



s 






2 SI 



S § 



CO O 

CO Oft 

CQ CO 

tH jo 

CO o» 



CO ^ 



00 
CO 



o 
cci 



lO 00 



o 
o 

u 



o 

00 



o 

§ 

00 



8 

00 



-is 






I 



CO 

o» o 

CO TT" 



09 S 

CO "^ 



s 



CO 

o 






I 

I 



.^ 



CO 

o 



s 



s 



Q "I-" 00 

'^ CO oa 

^ lO 1-1 

OS iO 1-t 

CO lO c# 

Ti< »o CO 

CQ CO CO 



CO 



»o 

I 



s 



I I i e I I 



CO 

T 



CO 



O "* 
O "^ 
T-l tH CQ 



n I 



o »o 

I T I 



s 

I 



8 



I 
i 

I 



_^ OCQCOO'^OQOOO 

ITTTTTTtttftTt 



I -1^1- 



CC O^ O 1-^ C^ <3^ 



112 



I 



o 

H 
H 

QQ 
Hi 

t 

of 

Pi 



M 

o 
•-• 

PS 

n 
o 

QQ 

H 

n 

a 





. h 


^■^ 


3 


^^ 




^^ 


"^ 


^^ 


^^ 


■■■" 


~~ 


^■^ 




■^^ 


, 


"H 




!QK 


h- 




























• 1 




O < 


^ 


a 






























^g 




nJ 


' 


• 


' 


• 


' 


' 




• 


' 


' 


' 


' 


' 


O 




=« 






























s 




S 




1 


1 


1 




1 


1 


• 




» 


I 


• 


• 




H 




'^ 






























& 


r^ 


^ 


I 


I 


1 


1 


• 


1 


1 


1 


1 


1 


1 


1 


• 




n 




:« 





























p 

la 

6 


II 


10 






1 


i 


1 


3 


1 


1 


1 


1 


i 


1 


1 


i 


■4 




OQ 

1 


o 


e» 


^ 


(M 


rH 


C9 


o 


rH 


09 


tH 


©1 


y^ 


CO 




00 


i 


i 


i 


i 


i 


S3 


i 


i 


i 


g 


O 

S3 


1 


^ 


?5 




a 


00 


C9 


s 


0) 


S 


e« 


s 


"¥' 


rH 


s 


ff> 


s 


s 














<M 


1—1 


TH 






0) 






■^H 


rH 


d 


OS 


^ 


S 




^H 




00 


C5 

T-l 


rH 


s 


s 


rH 


rH 


QO 


00 


o 




m 




























» 
4 


as 




^ 


CO 


CO 


t- 


CO 


t- 


00 


CO 


t- 


00 


e* 


00 


iO 


o 


g 


... 


< 


5 


s 


2S 


? 


S 


?^ 


9 


s 


f^ 

t- 


s 


e^ 


5i 


s 


tad 


QQ 












_ri^z. 


.iz:rr^ 


~~^~~ 


^- 
















t« 


CQ 


th 


rH 


,.^ 


,_^ 


,.^ 


yh 


CO 


o» 




§5 
5s 


^ 




s 




8 


s 


s 


« 


g5 


s 


c$ 


s 


e§ 


5 




'^ 


s 


't^ 


fH 


1—1 


1—1 


$: 


rH 


rH 


S: 


y\ 


rH 


rH 


rH 


rH 


1 


o 




CO 

'as 


1-4 


«o 


CO 


CO 


00 


CO 


rH 


oc 


CO 


00 


CO 


lO 


T|4 


M 


o 


o 


lA 


00 


lO 


00 


i 


o 


00 


*o 


00 


!S 


^ 


9 




H 


F^ 


s" 


00 


cS 


00 


25 


CO 


1— 1 
00 


So 


c5 


s 


^ 


s 


^ 




Kfi 




3! 






























3| 




• 


t* 




g 




ig 




l> 


»o 




lO 






U5 




© 




5 


|> 


a» 


i> 


» 


e* 


00 


o 


t- 


Od 


t- 


e? 


l> 




hS 




& 


Tt* 


tH 


Tt« 


TH 


"<* 


-.^ 


rH 


-^ 


y* 


'^i* 


<o 


eo 




tf 




»H 


T-l 


o 


l-H 


o 

T-H 


y-K 


o 

y* 


o 

rH 


y* 


o 

rH 


T^ 


o 


y* 




























^ 


O) 


00 


IB 

;< 






s 


o 


o 


g 


O 


T-l 


O 


s 




g 


9 




i 


s 


Pk 
H 


PQ 
d 


« 


PQ 
d 


1 


i 


S 


i 


i 




f2 


i 


i 




r- 


55 


t- 


S 


55 




^ 






00 




rH 






















r>- 


^^ 
























t^ 
































^ 




H 




^ 


o 


o 


§ 


o 


ss 


O 


S 


s 


»o 


1 


00 




% 








t 


i 


i 


^ 


1 


o 

1-^ 
1—1 


s 


S 


r* 

w 


s 


CO 


eo 


T^ 






> 
< 


« 


\ 


o 


o 


o 


o 


o 


o 


t- 


*o 


g 


i 


i 


s 


s 


^ 


iJ 




o 


o 


CO 


00 


-^ 


CO 


^^ 






' 


* 






• 


PS 

H 


« 




55 


t- 


T-< 
























iJ 






00 


tH 




T-< 




^ 


00 




^ 




yi 




09 


H 


D 


IS 




5 


g 


s 


g 


g 


§ 


t* 
•^ 


s 


3 


g 


SS 


§• 


§ 


> 








1— t 






^H 




1— t 




T^ 






y^ 








c^ 


o 


o 


o 


o 


o 


o 


o 


o 


o 


o 


e 


q 


q 
























Tt« 




w 


« 


^ 


g 




u: 




iA 






lO 




»o 




CO 


t* 






o 


rH 


< 


u 




« 


o 


o 




o 


lO 


o 


CO 


00 


»o 


09 


CO 


lO 




S 




PQ 


CO 


"^ 


CO 


CO 


iH 


"^ 


l> 


« 


00 


00 


•^ 


O) 


o 




PQ 


^ 


i> 


00 


« 




CO 


t- 


"*»< 


00 


rH 
















(i 


th 


TH 


»o 




rH 




















o 




o 


Oi 




























;z; 




^ 


1 


1 


1 

1— t 


i 


HH 


1 


1 

y* 


1 


J. 


y^ 


1 


1 

yK 


i 






^ 






c© 




tH 






*> 




"^ 




1— 1 


00 








^ 










1— 1 






t* 




-^ 1 




rH 


l> 


a 


•< 




o 


O 


-«J< 


o 


1—1 


o 


CO 


r- 
t- 


o 


"^ 1 


^ 


rH 


s 


o 


H 


eo 


5* 


CO 


'^J^ 


00 


CO 


c* 


'H' 


0) 


^ 


y^ 




■ 


* 




OS 


<«5 




e? 


CO 


CI 


























c 


1 


1 


1 

T-l 


▼H 


1 


J. 


\ 


1 

T-H 


\ 


\ 


rH 


rH 


1 

yK 


C3 
-< 


N 


£ 


T 


1 


1—1 


1— < 


T 


T-l 


7 


y^ 


T 


T 


t 


7 


y\ 




iz; 


. 


h: 


\00 


«p 


:s? 




::^ 


^00 


'^ 




iR 








/ 


*J 




»-< 


















rH 




0^ 


eo 


«D 



1— ' 

co" i 



l-lil 



o -* «^ «i \ 

rH r^ -rA T^ % 



113 



i 



8 

i 
g 



o 

g 

o 

i 


31 



I 









a 
I 



''^ 



II 




10 


iS 


O "^ 


H 


c 


^s 




P 


o 




GO 


» 


^ 


a 


» 


g 


H 


^ 


u 


OQ 




x 



Od CO 



3 S 



C9 



00 

99 



o 

04 



CO 
CO 



^ 00 
CO o» 
CO Ol 



00 CO 

00 oi 



CO 
04 



o ■< 
OH 



OF" 



■^ 



00 00 



3 

00 



•r-t 
00 



CO 
CO 

1-t 
00 



s s 

1-1 00 
00 Oi 



04 

3 



CO 



04 



00 



to so 






>? 
:« 



CO JO 



CO ^^ 
CO JO 



,1 04 



00 o 
lO CJ 



O r^ 

-H OS 
CO 04 



04 04 



"S 

K"^ 



04 04 

o o> 

tH Oft 



— 04 



O tH 



5 

O) 



5 s 



6- 






» 






O 


00 


M 


^ 




1^ 


^ 







s 


s 






Od 


f* 


CO 


1-1 




CO 


o 


00 


04 


o 


s 


5! 



o 
o 

04 



o» o 

-^ 04 



SS 00 o 

•Tt< l3 T-< 



lO »o 

04 tH 



s 
s 



CO 



00 
00 
00 



o o o 

S 2 S 



o o 

-^ 04 



8 ^ S S S 



CO 



CO 



<«^ 04 



CO g 



CO 



o 



z. 



r-cooaco»H'^*<goooGQOOO 

C0C0»0C004T-tOOOOOO 

d 1111111111111 



§s 



*J 




1— i 


rH 






^ 




"^ 




,_4 


lO 


00 


^ 




^ % 


1-4 




CO 


f: 




1 


iO 


rH 


g 


04 






CO e 


r-l 


O 


»o 


l> 


O 


07 


1—1 


o 


o 


cr 


T** 


04 r- 


1 l> 


-^ 


04 


tH 


r^ 


e> 


o 


O 


o 


o 


a 


T 

•rH 


1 

tH 1- 


1 1 

-1 r-t 


1 

1-^ 


1 

1—1 


1 


1 


1 

l-< 


1 


1 

r-l 


1 


1 

1-1 



^« «!• 



^00 VH 
On «\ 



I I 



^ hii I -- 



rH ^ 04 



I I I 



04 

o 



NJ 



a s- 

CO 



i ^ J 

a o ^ 

^ si 

^ 2 02 
9 

^ H 

5 ^ ^> 

3 O ^ 



m 



i •=* 
i : 

^ 2 



i 

a ^' 

7 

i § 



04 00 -^ »0 



114 



€4 



OB 






iS 


« 


o^ 


H 


«£ 




o 




g 




OQ 





3Q 

i 

1 

OQ 

I 



mcOO)Q0Q0C)C0Q0e9COQ0CO9)Q03 

g» rH O lO 
^ CO O) C9 



» 00 JO JO « w t- 

Q? ^ ^ CD T-i A CQ 
O O) C} O CO ^ O) 









"^ 



eoe9oioioodoot^a»c9ioo)0'Oie 



f* 




00 




p4 
H 


*5 


«K 




D 


o 




? 


& 


e 


^a 


t 


F^ 


S 


OQ 




:« 



GO ^ 



CD O CO op C* 
CO o oc S o 

S S S t' i> 



11 



lo oa lo CO e» «o 






CO CO 



CO t-* 



lO CO 

CQ (M O CO 



lO lO CO o» IC 

00 Oi CO CO 05 

9 09 « !<^ S 



O TO CO 
th O ©» 



r-l C« 1-t r^ CQ O 



CO ^ CO 50 « 

rH oa CO 00 ^ 
th CO W C« ^- 



i s 



& S i 



-- -. 00 ^ 

CQ 0& c- oa 

T-« rH CQ ^ 



od S CO CQ ce 

§? § r: S ? 

»0 lO CO <^ © 

-^ oi CO CO a 

"^ CO CQ Oi t- 



lOOOiOOOOOOO 
id ©i op t^ 00 CQ* O* CQ OQ o 




OlOiOOOOOOOOOOC 



•^10CQCQSOOi^COCQiOCOrH<NeQa 

ooooooooooooooc 



$ 



s 



OaC>t>CD»Oi-Ht>T-jCO00iOCOCQ 

^oio5T*|o5a>ododcdTiicQodaJ 

i-lt-CQt-'-'OST-it^O&^-QOt^ 
rlr-iCOTrC^CQOa" " ~ 



I 1 I 



r-i C« -^ |> 



I M II I 



I I 



O »ft CO Tj< o 



0"*HCOOCOOOO 
^■'a'iCOt^Ocoio 



/ /^M 



1 


T 


1t 


T 


I 

I 


o 

l-H 


1 

CQ 

1 


t 

CO 

Jl 


1 


1 

1 


T 

rH 


T 

1—1 




J 


1 


T 


1—1 »— ' 


T 


! 


o 


! 

1—1 


1 



THCQCO'^lOOt-'XCiOT-^^^\CO'«^IC 



\ 

\ 



113 



s 



s 



4 



I 






62 



^ I 

OH 



2§ 



5 



«s 


iO 


s 


o -< 


fH 


S 


«s 




U) 


o 




00 


i 




;? 


OQ 




:« 



S 35 

CD 0> 

d d 

g> CO 



to 



o 



s 



Oft 9» 



8 ^ 



00 

q6 



O 00 
CO d 



CO t- 

CD GQ 
d 00 



00 CD 

00 uS 

Od CD 

d d 



00 
00 



CD 

d* 
d 



CD 
d* 

d 



d 



00 



00 



00 



3S S 

00 00 



S 2 



00 00 00 



^ 



00 lO 99 ao 

^ t^ 5 t^ 



^ CO o 



iH d 



s 



00 d 

to d 






00 T-i 

d o» 



o 



Oi 
d 



d d 



5 



2d 
o 

0> iH 






d 



5 

d 



d 

s s $ 

— ha ■ -^ 



H 






2 


« 


5 


H 




iJ 


^ 







oo 

CD 



o O^ 

o 



:3i 



o 
d 



00 



o d 

o 



i 1 ^ - 

S <^ d f-i 



ta 
d 



^ 


}2 


s 


s 


s 


« 


d 


1-« 














l>- 


g 


1 


i 


p 




»o 


CD 


CO 


tH 








p iq o 

d IH T-I 



s - 



d 

CD 






« 2 S 

d »o "^ 



CO 

o 






CD 00 00 
d 00 00 

lO 00 d 



00 
CO 



s 



lO d 

I I 



TTTtTTTtttT 



T 



CO 

d 

I I I I 



CO Ti o 

r-»* «> Tjl 



1^ f^ o 



"^ •- lO 00 

-^ iH d t- 

•^*< lO — CD d 

"^ d T-H O O 

© o o o 

I I I I 



s I I I I J I I 

veo _te X^ voo Vol Neo Vf 



I I 



^ ^ d CO 



o 
S5 



tH d CO 






a 



s 



« 



S o 

CO 

o o ,2 
^ S -2 

a "^ 

a o^ 

»H J 

«D ^ 

e 0) 

S °° 



00 

o 



9 



1 S 






